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Abstract
L’obiettivo di questa tesi e` l’applicazione della spettroscopia di fotoemissione
allo studio di nanoparticelle supportate e di sistemi a bassa dimensionalita`.
Ad una primo periodo dedicato allo sviluppo del rivelatore e del software
per un nuovo analizzatore d’energia per elettroni installato presso la linea
di luce SuperESCA ad Elettra, e` seguita una fase durante la quale ho ese-
guito una serie di esperimenti mirati ad esplorare le potenzialita` del nuovo
apparato sperimentale.
Il primo risultato ottenuto riguarda la comprensione della relazione che
intercorre tra le variazioni della reattivita` chimica del sistema Pd/Ru(0001)
e il numero degli strati di Pd cresciuti in modo pseudomorfico sul substrato
di rutenio.
La risoluzione temporale raggiunta con la nuova strumentazione ci ha
permesso di studiare processi dinamici su una scala temporale fino ad ora
inaccessibile per la spettroscopia di fotoemissione dai livelli di core: in par-
ticolare abbiamo studiato la crescita del grafene ad alta temperatura sulla
superficie (111) dell’iridio e la reattivita` chimica di nanocluster di Pt suppor-
tati su MgO. Nel primo caso abbiamo messo in evidenza come la formazione
del grafene proceda attraverso la nucleazione di nano-isole di carbonio che
assumono una peculiare forma di cupola. Nel secondo caso siamo riusciti a
seguire sia la dinamica del processo di adsorbimento di CO, sia la reazione
CO + 12O2 → CO2 sulle nanoparticelle di Pt depositate su un film ultra-
sottile di ossido di magnesio.
Infine, abbiamo caratterizzato la morfologia di nanoparticelle di Pd, Pt,
Rh e Au cresciute su diversi substrati a base di carbonio, in particolare
grafite, nanotubi a parete singola e grafene. Tra i vari risultati abbiamo com-
preso come l’interazione metallo-substrato dipenda dalla dimensione delle
nano-particelle e abbiamo evidenziato il ruolo centrale dei difetti del sub-
strato nei processi di nucleazione e intercalazione.

Abstract
The objective of this thesis is the application of photoelectron spectroscopy
for the investigation of supported nanoclusters and low-dimensional systems.
After a first stage devoted to the development of the detector and the
software for the electron energy analyser installed on the SuperESCA beam-
line at Elettra, during the PhD project I’ve performed a series of experiments
aimed to explore the capabilities of the new experimental apparatus.
One of the first results concerns the understanding of the relation be-
tween the modifications in the chemical reactivity the Pd/Ru(0001) system
and the thickness of the pseudomorphically grown Pd overlayer.
The temporal resolution achieved with the new experimental set-up al-
lowed us to study dynamical processes on a new time scale, in particular the
graphene growth process at high temperature on the Ir(111) surface and the
chemical reactivity of Pt nanoclusters supported on MgO. In the former case,
we discovered that graphene formation proceeds via preliminary nucleation
of dome-shaped C nano-islands. In the second case, we succeded in follow-
ing both the dynamics of CO adsorption process and the CO + 12O2 → CO2
reaction on Pt nano-clusters grown on a ultra-thin film of magnesium oxide.
Finally, the morphology of Pd, Pt, Rh and Au nanoclusers grown on dif-
ferent carbon-based substrates (namely graphite, single-walled carbon nan-
otubes and graphene) has been characterized. Among the results we report
the understanding of the dependence of the metal-substrate interaction on
the cluster size and the role of defects in the nucleation and intercalation
processes.
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Chapter 1
Introduction
In his talk given on December 1959 at the annual meeting of the American
Physical Society, and considered as the founding speech of nanotechnol-
ogy [1], Richard Feynman suggested new field of studies with the target of
manipulating and controlling things on a small scale”. Somehow inspired by
biological systems, he dreamed of small systems capable of building smaller
ones and so on up to the atomic scale: in his thoughts this could have led,
for instance, to the possibility of synthesizing any chemical substance just by
placing single atoms in the right positions, and even of realizing mechanical
nano-surgeons to be directly introduced inside the human body.
Actually, besides these visionary scenarios, Feynamn talked also on re-
vealing the DNA sequence, miniaturizing the computer’s circuits, arranging
atoms in the desired regular patterns and tailoring the properties of mate-
rials by controlling single atomic layers in order to exploit “new kinds of
forces and new kind of possibilities, new kinds of effects” that would have
come out “if we could really arrange the atoms the way we want them”.
Fifty years later, we can say that many efforts have been spent in this
kind of studies and a long list of remarkable results have been obtained that,
in turn, opened up exciting opportunities in several research fields.
From the point of view of life sciences, for instance, human DNA has
completely been sequenced [2], leading to a deeper knowledge of the mech-
anisms at the basis of life; and, as another example, biologists have also
learned how to artificially stimulate cell proliferation by using suitable nano-
material-based scaffolds, opening the so-called “Tissue Engineering” research
field that promises to replace today’s conventional treatments on damaged
organs [3].
1
2Microelectronic industry succeded in developing fabrication methods that
allow making electronic components as small as 30 nm. Studies on au-
tonomous ordering and assembly of atoms and molecules on atomically well-
defined surfaces promise to be a route towards even smaller functional sys-
tems [4]. Fullerenes [5] and carbon nanotubes [6] are examples of nano-sized
building blocks for such systems.
A large part of the systems studied during my PhD project, and reported
in this thesis, are related to one of the fields that obtained more benefits
from nanotechnology, and will probably continue with this trend: catalysis.
What we want to study and why. . .
Probably this is not an exciting topic as nano-robots or nano-surgeons
could be, but for sure heterogeneous catalysis is an important part of the
technological processes for production of low-cost and high-quality raw ma-
terials, production and storage of transportation fuels and many other as-
pects related with our everyday lives. In the last decades, in particular,
the expanding world population, the increasing energy demand in develop-
ing countries and the worsening of environmental problems have raised even
more attention on catalysis and have determined the new challenges for this
branch of studies: (i) achieve the highest selectivity for the desired product
in multipath reactions, in order to avoid undisered dangerous side products;
and (ii) develop and optimize processes based on renewable energy.
Many efforts have already been spent on surface chemistry studies: us-
ing model surfaces—single crystals at first—many information have been
obtained on atomic and molecular structures, composition and oxidation
states, and energy transfer upon adsorption, desorption and scattering of
molecules from surfaces.
However, the importance of catalyst’s size in catalytic processes plays
a central role in heterogeneous catalysis, and has been widely exploited
long before the advent of nanotechnology. The efficiency of a catalyst is
directly proportional to its surface area: for this reason many of the currently
used catalysts consist of one or several catalytically active component(s) in
the form of very small particles (typically in the size range of 1–100 nm)
deposited on the surface of a highly porous and thermally stable support
material (usually an oxide) with a high surface-to-volume ratio.
The rise of nanoscience permitted the synthesis and characterization of
nanoparticles with a controlled average size (or even monodispersed nan-
oclusters) on different supports. As summarized in fig. 1.1, transition metal
nanoparticles on oxide supports, thus, became the model catalysts, after
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Figure 1.1: Evolution of surface science and its link with nanotechnology. From [7].
metal single crystals had been used for decades [7].
As explained more in detail in ch. 7, devoted to the analysis of the
Pt/MgO/Ag(100) model catalyst, studies on these systems evidenced how
selectivity depends both on size and morphology of nanoclusters, but also
on the role of the support in the adsorption of the reactants as well as on
peculiar geometric and electronic properties arising at the interface between
transition metal particles and oxide substrate.
Moreover, when the particle size reaches the 1 nm range, the “new kind
of effects” predicted by Feynman also appear, related to the quantum nature
of matter. The most famous example of this effects is the abrupt increase
of the catalytic activity of Au nanoparticles deposited on titania when their
mean diameter approaches the value of 3 nm (see fig. 1.2); this effect appears
related to the fact that such small clusters present electronic characteristics
similar to those of non-metals, while larger particles behave like metallic
gold [8].
Nevertheless, catalysis is not the only research field touched by the ex-
periments presented in this thesis.
The properties of metal interfaces (like the one studied in ch. 5) and
4Figure 1.2: Correspondence between the strong increase in Au activity for clusters
of ≈ 3 nm and the opening of a band gap at the Fermi level. (A) CO oxidation
turnover frequencies at 350 K as a function of the average size of the Au clusters
supported on TiO2(1 × 1) support. (B) Cluster band gap measured by STS as a
function of the Au cluster size. (C) Relative population of the Au clusters. From [8].
of oxide thin films (used as support for Pt nanoclusters studied in ch. 7)
are of great interest also for the development of electronic devices: metal
oxide field effect transistors (MOSFET) are, in fact, based on layered struc-
tures consisting of semiconductors, insulating thin oxide films and metal
contacts [9].
Transition metal nanoclusters, then, besides being the active part of a
catalyst, can be used in the development of new materials with well-defined
mechanical properties. Alternatively, in the case of magnetic metals, ordered
arrays of nanoparticles can be the starting point for new high density data
storage techniques [10].
Finally, graphene, extensively studied in ch. 8, can be an interesting
support for metal nanoparticles, but it is also an exciting material that
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presents outstanding electronic and mechanical properties.
. . . And how we are going to do it.
The invention of the scanning tunneling mircoscope (STM) by Binnig and
Rohrer in 1982 [11] is considered somehow the date of birth of nanotechnol-
ogy. As a matter of fact, scanning tunneling microscopy, together with all
the imaging techniques invented or developed in the following years (AFM,
SEM and TEM) gave the fascinating possibility of directly looking at single
atoms. Nowadays, atomic resolution microscopy techniques are the main
investigation tools when dealing with nanostructured systems.
Nevertheless, many other experimental techniques are used to investigate
these particular samples. Among them, we felt that PhotoEmission Spec-
troscopy (PES) could give a important contribution to the understanding
of the electronic and chemical properties of nano-systems, but also of their
morphology. This technique, indeed, offers several interesting opportunities
for this kind of investigations:
• Core level spectra allow the identification of the atomic and molecular
species present on the sample, being them in the substrate, in the
deposited nanoclusters or even the reactant/product molecules on the
catalyst’s surface.
• The analysis of photoemission intensity, after proper calibration pro-
cedures can give quantitative information on the population of the
species identified on the sample and, possibly, on its temporal evolu-
tion.
• As will be seen in the brief survey on photoemission spectroscopy
presented in ch. 2, core level binding energies are very sensitive to the
local environment of the emitting atom; as reported for the study of the
Pd/Ru interface (ch. 5), the nucleation of Pd nanoclusters on graphite
and carbon nanotubes (ch. 6), and the graphene growth on Ir(111)
(ch. 8), this sensitivity, combined with theoretical calculations, allows
investigations on electronic properties, structure and morphology of
the sample.
• Finally, if a high photon flux is combined with a good efficiency in
collecting photoelectrons, real-time measurements can be performed in
order to follow the evolution of the studied system, for instance during
a chemical reaction. The study of CO oxidation on the Pt nanoclusters
presented in ch. 7 is an example of this kind of application.
6However, it must be kept in mind that the nanostructured systems we
are interested in (nanoclusters, oxide thin films, bimetallic interfaces and
graphene) present a very low atomic density. This requires some shrewdness
in order to effectively perform photoemission experiments on such samples.
First of all, synchrotron radiation sources must be used, since they are
capable of intense photon flux. For this reason our starting point has been
the SuperESCA beamline at Elettra (see ch. 3), specifically designed to
deliver high photon flux in the range 100–1000 eV.
The second point is the efficiency of the instrumentation: even with
synchrotron radiation, due to the low atomic density of the investigated
systems, the expected rate of photoemitted electrons is low. For this reason
the first part of my PhD project has been devoted to the development of
the experimental set-up aimed to an increased efficiency. As reported in
ch. 4, the improvements consisted in (i) the installation of a new electron
energy analyser on the beamline experimental station, with a larger accep-
tance angle and thus with a higher efficiency in collecting photoelectrons,
and (ii) the realization of a novel detector for the analyser. As will be seen,
the implementation of this last device resulted also in an enhanced temporal
resolution of real-time acquisitions that has been exploited for monitoring
the CO oxidation on supported Pt nanoclusters and the graphene growth
process on the Ir(111) surface.
This thesis is structured as follows. In the first chapter a brief summary
of the basic principles of photoelectron spectroscopy is outlined. Then, af-
ter a description of the experimental station (ch. 3), the development of the
detector for the analyser and the characteristics of the new software I wrote
for managing data acquisition on the beamline are reported in ch. 4. In the
remaining chapters the experiments performed with the novel experimental
set-up are described. In ch. 5 we studied the chemical properties of the
Pd/Ru interface by comparing the measured core level shifts of single Pd
layers grown on Ru(0001) surface with those obtained from density func-
tional theory calculations. The nucleation of Pd nanoclusters on graphite
and carbon nanotubes was monitored following the evolution of the Pd 3d5/2
core level (ch. 6). We then exploited the temporal resolution of the novel
experimental apparatus to follow the carbon monoxide oxidation on Pt nan-
oclusters deposited on a magnesium oxide thin film grown on Ag(100) surface
(ch. 7). Chapter 8 is devoted to the study of several properties of graphene
on the Ir(111) surface: first the graphene growth was studied, then a pecu-
liar angular dispersion of the C 1s core level is reported and finally graphene
was used as support for nucleation of Au, Pt and Rh nanoclusters.
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Chapter 2
Fundamentals of
Photoemission Spectroscopy
2.1 Introduction
The photoemission spectroscopy tecnique is based on the photoelectric effect
that was explained by Albert Einstein in 1905, who for this discovery was
awarded the Nobel Prize in Physics in 1921. Later on, in the 60’s, Kai M.
Siegbahn developed the ESCA (Electron Spectroscopy for Chemical Analy-
sis) technique and he also won the Nobel Prize in Chemistry in 1981 “for his
contribution to the development of high-resolution electron spectroscopy” [1].
Since then, photoelectron spectroscopy has attracted a lot of attention and
was used in many fields such as heterogeneous catalysis, corrosion preven-
tion, tribology as well as in material science and semiconductor technology.
One of the most striking properties of this technique is its chemical
sensitivity. The photoemitted electrons have a particular binding energy
which is a fingerprint of the elements present in the sample. Moreover,
also different types of bonds affect electron binding energies resulting in the
so called chemical shifts which are useful to distinguish between atoms or
molecules in different chemical or structural environments. In order to form
a molecule or a solid, individual atoms have to be brought together. The
bond between the atoms can be formed only if this rearrangement lowers the
energy of the system. This causes, in the case of molecules, the formation
of atomic orbitals while, in the case of a solid, the appearance of energy
bands. Since the core levels are too deep (in energy) in order to partecipate
directly in the bonding, they usually retain their localized atomic character.
However, even if they do not partecipate, they feel the bonding itself and
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Figure 2.1: Universal curve of dependence of the inelastic mean free path on the
electron kinetic energy [3].
this causes a shift in their binding energy with respect to the free atom case.
By measuring these shifts it is possible to make a distinction among several
chemically inequivalent atoms in a molecule or, considering a solid surface,
to distinguish atoms or molecules sitting in different adsorption sites or, even
more, to distinguish between surface and bulk atoms of a solid [2].
The other important property is the surface sensitivity of this technique.
In fact, one of the main reasons to use electrons in surface science studies
(in this case the photoelectrons created in the photoemission process) is the
inelastic mean free path (IMFP) of the electrons in matter. This quantity
is shown in fig. 2.1 as a function of the kinetic energy of the electrons, in
the energy range typical of photoemission experiments. As can be noted,
independently from the elemental solid considered, the mean free path curve
shows a broad minimum between 50 and 100 eV kinetic energy, where it is
less than 10 A˚. This means that the photo-electrons that can be observed
originate from the first few layers of the solid. This renders photoemission
spectroscopy suitable to identify the chemical elements present on a surface
and in the first substrate layers and to gain insight on the actual electronic
structure of the surface itself.
The photoemission event from a solid takes place when electromagnetic
radiation, i.e. the photons of a proper source, hit the solid and kick out
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Figure 2.2: Schematic representation of the photoemission process. The small
spheres on the left side indicate the occupied core levels of the sample.
electrons that are detected outside. Obviously the energy of the photons,
hν, has to be high enough in order to remove the electron from a core level
and let it overcome the work function φ of the solid. The energy distribution
of the electrons detected outside reflects in a first approximation the density
of states inside the solid. This is skematically shown in fig. 2.2. If we refer
the binding energies, EFb , to the Fermi level EF , a quantity that can be easily
measured in the photoemission spectrum from a metal, than the energy with
respect to the vacuum level Eb becomes:
Eb = EFb + φ (2.1)
The kinetic energy of the electrons in the vacuum level is given by
Ekin = hν − EFb − φ. (2.2)
12 2.2. The photoemission process
When the photoelectrons are detected, the work function difference between
the electron energy analyser and the sample needs to be taken into account:
Emeaskin = Ekin − φanalyser = hν −EFb − φ− (φanalyser − φ) =
= hν − EFb − φanalyser. (2.3)
This formula underlines how the measured binding energy depends on the
analyser work function.
The trick in a photoemission experiment is therefore to use monochro-
matic light, i.e. electromagnetic radiation with a well defined energy, to
ionize the sample and obtain, through the relations (2.2) and (2.3), once
the work function φ is known, the binding energies of the electrons in the
solid. Since these binding energies are individual for all the elements in the
periodic table, and are tabulated, it is possible to detect and study in this
way a well defined chemical element.
Depending on the energy of the photons used to ionize the sample, the
photoemission technique can be divided into two main branches, namely
UPS (Ultraviolet Photoemission Spectroscopy) and XPS (X-ray Photoemis-
sion Spectroscopy). The UPS, performed with low photon energies, deals
mainly with the valence levels while in XPS the higher energy of the photons
allows to ionize deeper electronic core levels. For this reason it is also called
Core-Level Photoemission Spectroscopy. In the following the XPS technique
will be considered.
2.2 The photoemission process
The photoemission process is the result of the transition of the electrons
from initial, occupied orbitals, to free final states. In order to describe such
a process, we need to consider the wave function and the energy of the
system before and after the interaction with an electromagnetic radiation
field with energy hν. Therefore, considering a system with N electrons, the
removal of one electron from the orbital k can be sketched as follows [4]:
Ψitot(N)E
i
tot(N)
hν→ Ψftot(N,K)Eftot(N,K). (2.4)
where Ψitot(N) is the initial state wavefunction of the N electrons with to-
tal energy Eitot(N) and Ψ
f
tot(N,K) is the final state wavefunction of the N
electrons with total energy Eftot(N,K). Here K denotes not only the orbital
from which the electron has been removed but also the excitation modes of
the final state.
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Since the energy of the system is conserved, we can write
Eitot(N) + hν = E
f
tot(N,K). (2.5)
If we consider the electron in the final state as being decoupled from the
remaining N-1 electrons of the system, the wave function of the final state is
the sum of that of the ionic system Ψftot(N − 1,K) and that of the electron
with kinetic energy Ekin. The energy can be expressed as
Eitot(N) + hν = E
f
tot(N − 1,K) + Ekin. (2.6)
The binding energy of the electron becomes therefore
Eb(K) = hν − Ekin = Eftot(N − 1,K)− Eitot(N), (2.7)
i.e. it is given by the difference between two total energies, which can be
evaluated by means of theoretical calculations.
2.2.1 Photoemission cross section
The intensity of the photoemission signal is related to the photoemission
cross section, defined as the probability per unit time for exciting a sys-
tem from an initial state Ψi(N) to a final state Ψf (N) with a flux of 1
photon ×cm−2s−1 [4]. In order to calculate the cross section, we need to
consider the Hamiltonian for a system in the presence of an external elec-
tromagnetic field. From the classical point of view, considering Maxwell’s
equations, a particle with charge e and velocity v in an electromagnetic field
defined by E and B feels the Lorentz’s force:
F = e(E+
1
c
v ∧B). (2.8)
The electromagnetic radiation, be defined via the scalar potential V and the
vector potential A, obeys to the following relations:
E = −∇V − 1
c
∂A
∂t
(2.9)
B = ∇∧A. (2.10)
The Hamiltonian of the system is therefore:
H =
3∑
n=1
1
2m
(
pn − e
c
An
)2
+ eV + U (2.11)
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where m is the electron mass, pn are the components of the electron mo-
mentum, and U is an external potential. The Hamiltonian operator can be
written as:
Hˆ =
pˆ2
2m
− e
2mc
(pˆAˆ+ Aˆpˆ) +
e2
2mc2
Aˆ2 + eVˆ + Uˆ (2.12)
or using the commutator [pˆ, Aˆ] = −i~∇Aˆ:
Hˆ =
pˆ2
2m
− e
2mc
(2Aˆpˆ− i~∇Aˆ) + e
2
2mc2
Aˆ2 + eVˆ + Uˆ . (2.13)
The term e2/2mc2Aˆ2 is always small and can be neglected. Moreover,
within the Coulomb gauge, the scalar potential V = 0. Furthermore, consid-
ering a propagating transverse wave, the term ∇Aˆ = 0 and the Hamiltonian
becomes
Hˆ =
pˆ2
2m
+ Uˆ − e
mc
Aˆpˆ. (2.14)
The first two terms represent the Hamiltonian Hˆ0 of the unperturbated
system while the last term represents the perturbation Hamiltonian
Hˆ ′ = − e
mc
Aˆpˆ. (2.15)
Since the interaction of the photons with charged particles is a time depen-
dent process, we make use of the time dependent perturbation theory for
solving this problem. The transition rate between the initial state Ψi(N)
and the final state Ψf (N) is given by the Fermi’s golden rule [5]:
dω′
dt
∝ | < Ψf (N)|Hˆ ′(N)|Ψi(N) > |2δ(Ef − Ei − hν) (2.16)
or, considering eq. (2.15),
dω′
dt
∝ | < Ψf (N)|
N∑
i=1
Aˆ(ri)pˆi|Ψi(N) > |2δ(Ef −Ei − hν). (2.17)
The incident radiation can be described as a superposition of plane waves
with angular frequency ω, photon wavevector k′ directed along the propa-
gation direction, |k′|=2pi/λ = ω/c, and amplitude εA0, with ε a unit vector
parallel to the polarization:
A(r, t) = εA0ei(k
′r−ωt). (2.18)
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From this, the square of the matrix element Mf←i of eq. (2.17), that
defines the differential cross section dσ/dΩ, becomes:
|Mf←i|2 = ~2A20| < Ψf (N)|
N∑
i=1
eik
′riε∇i|Ψi(N) > |2. (2.19)
Assuming electron kinetic energies lower than 1 keV, the wavelenght λ
is much longer than typical atomic distances; for this reason the exponential
can be approximated to
eik
′r = 1 + ik′r− 1
2
(k′r)2 ≈ 1, (2.20)
which represents the so-called dipole-approximation. Eq. (2.19) assumes the
form
|Mf←i|2 = ~2A20|ε < Ψf (N)|
N∑
i=1
∇i|Ψi(N) > |2. (2.21)
The differential photoionization cross section is given by
dσ
dΩ
= C
(
1
hν
)
|ε < Ψf (N)|
N∑
i=1
∇i|Ψi(N) > |2. (2.22)
As an example, the graph in fig. 2.3 shows how the photoemission cross
section for 3d and 4f Ir core levels varies as a function of the incident photon
energy. Since Ir 4f presents a larger cross-section, we decided to measure this
latter Ir core level during the experiments on the graphene/Ir(111) system
reported in ch. 8.
Sudden approximation
In order to determine the transition rate one should know the many-body
wave functions of the initial and final states. The most often used approxi-
mation for further treatment of this problem is to work in a single-particle
picture. In this way, the wave function of the initial/final state can be split-
ted into two contributions, namely a one-electron and a (N-1) electron wave
function. The initial, ground state wave function is therefore
Ψi(N) = ψk(1)ΨR(N − 1), (2.23)
while the final state is
Ψf (N) = φf (1)Φk,j(N − 1), (2.24)
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Figure 2.3: Calculated photoemission cross-section for Ir 4d and Ir 4f core levels
as a function of the energy of the incident photons [6].
where ψk(1) is the single-particle wave-function of the electron to be removed
from orbital k, ΨR(N−1) is the anti-symmetrized determinant of the N − 1
electrons in the initial state, φf (1) is the wave-function of the free electron
and Φk,j(N − 1) are the possible states of the ionic system that has one
electron missing in orbital k.
A further assumption is the so-called sudden approximation where the
transition from the initial to the final state is considered to be fast compared
to the relaxation times of the (N − 1) electrons [7]. The N electron matrix
elements present in eq. (2.22) split up into a single and many-particle part
and the differential cross section becomes
dσ
dΩ
∝ | < φf (1)|εr|ψk(1) >< Φk,j(N − 1)|ΨR(N − 1) > |2. (2.25)
Chapter 2. Fundamentals of Photoemission Spectroscopy 17
2.2.2 Electron Binding energy
Free atoms
Keeping in mind eq. (2.25), it is possible to discuss the binding energy
position of a core-level photoemission process taking place on a free atom.
If we consider < Φk,j(N − 1)|ΨR(N − 1) >= δk,0, the matrix element turns
into the single-particle picture
dσ
dΩ
∝ | < φf (1)|εr|ψk(1) > |2. (2.26)
which is the form most frequently used to perform cross sections calculations.
In this case the (N-1) electrons in the ionic state do not feel the presence of
the hole, they remain in the same configuration and with the same energy as
in the non-ionized system i.e. they are frozen in their original distribution:
this is the assumption of Koopmans’ theorem [8]. This means that the
electron binding energy, as calculated with eq. (2.7) within the Hartree-
Fock theory for total energy calculations, simply equals the negative orbital
energy ²k
Eb(K) = −²k. (2.27)
When considering a real system, the first correction for the binding energy
which has to be taken into account is the term ∆Ec due to electron corre-
lation effects, which is not considered in the Hartree-Fock approximation;
secondly, the effect of the presence of the hole must be included. In fact,
since the remaining electrons do feel the ionization, they reorganize them-
selves to the new potential. This last effect is called intra-atomic relaxation
and it depends on the kinetic energy of the emitted electron. In the case of
low kinetic energy, we are in the adiabatic limit in which the (N-1) electron
system is left fully relaxed, i.e. in the ionic state with the lowest energy.
In this case the ejected electron picks up the full relaxation energy ²rel thus
increasing its kinetic energy.
The photoemission spectrum is qualitatively similar to that calculated
in the frozen orbital approximation but now the binding energy of the pho-
toelectron becomes
Eb(K) = −²k +∆Ec − ²rel (2.28)
A large ²rel implies that the initial and final state wave functions are very
different.
The adiabatic approximation is valid in the time regime of 10−15 −
−10−16 s. On the other hand, when we consider higher photon energies,
i.e. higher kinetic energies of the emitted electrons, the time scale of the
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photoemission process falls in the region of 10−17 s and we can proceed
within the sudden approximation framework. This means that the photoe-
mission process is faster than the relaxation and the (N-1) electron system is
left, with a certain probability, in an excited state. Therefore in eq. (2.25),
if we project ΨR(N − 1) onto the eigenstates of the ionic system there will
be overlap not only with the ground state but also with some of the excited
states with j not equal to zero. This reduces the energy given to the pho-
toelectron and shake-up or shake-off satellites appear in the spectrum with
kinetic energy lower than that of the fully relaxed, adiabatic main line. All
the structures present in a spectrum, coming from a well defined excitation,
are related to the binding energy of the Koopmans’ theorem through the
following “sum rule”
−²k =
∑
p Ip(Eb)p∑
p Ip
(2.29)
where Ip is the intensitiy of the peak at binding energy (Eb)p. This is
summarized in fig. 2.4.
Figure 2.4: Schematic representation of an XPS spectrum. The main line is the
adiabatic peak while the other, smaller components, are the shake-up and shake-off
transitions. The total area under the curves corresponds to the intensity calculated
in the frozen-orbital approximation.
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Let’s consider again eq. (2.26) and decompose the initial and final wave
functions ψk(1) and φf (1) into a radial and an angular part (the spin part
is neglected)
ψk(1) = Unl(r)Ylm(θ, ϕ), (2.30)
φf (1) = Ul′(r)Yl′m′(θ, ϕ), (2.31)
where l, l′ are the initial and final orbital quantum numbers, m, m′ are the
initial and final magnetic quantum numbers and n is the initial principle
quantum number. The evaluation of the angular integrals in eq. (2.26) leads
to the well known selection rules
l′ = l ± 1 m′ = m,m± 1. (2.32)
Therefore for a given l the final state will be a coherent sum of the two
angular momentum states l + 1 and l − 1, generally called channel up and
channel down. In general it is found that, for photon energies well above
threshold, the channel up is the most probable. Within this framework,
the actual cross section is contained in the radial integrals that are also
influenced by the n and l values.
Metals
In the case of an atom in a solid metal surface, the presence of all the nuclei
should be considered in eq. (2.4) but, using the Born-Oppenheimer approx-
imation, it is possible to decouple the Hamiltonian of the nuclei from that
of the N electrons. Therefore eq. (2.7) can be used again to estimate the
core level binding energies.
In a metal, the valence electrons available in the conduction band are
very mobile and therefore can flow to the site of the core-hole, screening in
this way its positive charge. This means that the core ionized atom is a
neutral atom with a core hole, meanwhile in the above described free atom
case the final state is an ionic state.
In the adiabatic limit, the full energy coming from the valence electrons
is transfered to the emitted electron. Thus, its kinetic energy is higher than
from the atom in its free state, by an amount called interatomic relaxation
energy, denoted here with ²intrel :
Ekin = hν − ²k + ²rel + ²intrel . (2.33)
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In the sudden approximation we would expect to see well separated shake-
up and shake-off related features in the spectrum as explained before for
the free atom case. This actually does not happen for the atom in the solid
because its excited states now form a continuum. In this case electron-
hole pairs around the Fermi level are excited. These low energy excitations
give rise to a low kinetic energy tail in the observed photoemission peak.
This effect was firstly experimentally observed on many metals by Hu¨fner
et al. [9, 10]. The most important conclusion of these studies was that the
transition metals exibit larger asymmetry than noble metals. The reason of
this is that the transition metals have higher density of states at the Fermi
level which results in higher probability of electron-hole pair excitation.
2.3 Photoemission spectra analysis
2.3.1 Photoemission spectral contributions
The shape of an XPS spectrum is much more complicated than that de-
scribed in the previous section. There are many contributions that one has
to take into account in order to explain the spectral features and their line
profile. All the losses explained up to now take place in the photoemission
process itself and for this reason they are called intrinsic losses. There is
however another possibility in a solid, i.e. to have extrinsic losses which
can be incurred by the emitted electrons during their transport from the
emitting atom to the surface. Their effect on the spectral line profile adds
to that of the intrinsic losses and, unfortunately, a clear separation between
these two types of losses is difficult to achieve, because the time that the
photoelectron needs to reach the surface is not long compared to photoe-
mission process itself and the two effects can interfere coherently. Therefore
care has to be taken when applying the sum rule of eq. (2.29) in the case of
core level photoemission from solids.
One of the processes which have to be taken into account in the case
of solids is the excitation of surface or bulk plasmons, that are collective
oscillations of the electrons in valence band. The corresponding satellites
will have lower kinetic energy than the adiabatic peak (with differences that
are multiples of the plasmon energy).
Another phenomenon which results in strong modification of the core
level spectra line shape is the vibrational motion of the ions around their
lattice points. This effect, actually, is more evident in the case of vibrational
excitations caused by electronic transitions in molecules. In this case the
removal of a core electron modifies substantially the electronic structure of
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the emitting atom thus influencing also the bond equilibrium positions and
the potential energy curve of the molecule. Since the photoemission process
is much faster than the nuclear motion, the final state is created in the
initial state geometry, i.e. the nuclei can be considered frozen, according
to the Born-Oppenheimer approximation. If the difference in geometry or
in the shape of the potential energy curves of the initial and final state is
large, different vibrational modes will be excited in the final state with the
distribution of the vibrational states being governed by the Franck-Condon
principle.
This reasoning can be extended to the lattice vibration is a solid, where
phonon excitations can occur during the photoemission process, producing
either a core level shift or a line broadening, depending on the energy of the
vibrationally adiabatic transition.
Another phenomenon that can induce phonon excitations is the recoil of
the core ionized atom because of the emission of the photoelectron. This is
due to the requirement of momentum conservation in the XPS event. It is
quite obvious that the recoil energy is bigger for light atoms than for heavier
elements. In any case it is always quite small, as demonstrated by the fact
that its maximum value for Li is 0.1 eV and 0.01 eV for Rb using a photon
energy of 1486 eV obtained with a conventional X-ray source.
2.3.2 Analysis of the photoemission line-shape
In order to extract quantitative information from a photoemission spectrum
we need to make a decomposition, i.e. to perform a fit of the measured
spectrum with a model line of appropriate line shape and broadening. In this
section, only the shape of the main line of the photoemission spectrum will
be considered. This line shape can be decomposed into several contributions,
the most important being the natural lifetime and the gaussian broadening.
Life-time broadening
The dependance of Eb from the energy of the ionic system causes the broad-
ening of the photoemission peaks because of the Heisenberg uncertainty
principle
∆E∆t ≥ ~/2 (2.34)
with ~ = 6.6× 10−16 (eV·s). This gives a line width broadening of the order
of ~/τ where τ is the lifetime of the core-hole in seconds. The core-hole
decay can be either radiative and non radiative [11]. These processes involve
some of the orbitals that have a lower binding energy than the excited core
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level. The influence of the chemical surrounding on the decay rate is usually
quite small and this turns in that the intrinsic width is essentially an atomic
property.
For a typical core-hole lifetime of the of the order of 10−15 s the peak
will have a natural width of 100–200 meV. This broadening, always present
in a photoemission spectrum, is described with a Lorentzian distribution
(eq. (2.35)), whose full width at half maximum (FWHM) is denoted with Γ
and E0 is the position for the maximum intensity I0
ILor(Ekin) = I0
Γ
2pi
(Ekin −E0)2 + Γ24
. (2.35)
Gaussian broadening
The Gaussian broadening of a core level photoemission peak is mainly given
by three contributions, namely the experimental energy resolution, the vi-
brational and inhomogeneous broadening.
The contribution of the experimental energy resolution is due to the fact
that the photon source has a finite line width determined by the monochro-
mator, and the electron energy analyser has a certain resolving power. Dur-
ing the years this instrumentation has improved quite a lot and the increased
energy resolution allows now to distinguish very fine structures in the spec-
tra.
The vibrational broadening, in molecules or solids, is given by the ex-
citation of low energy vibrational modes in the final state as explained in
sect. 2.3.1. For solids, the extrinsic phonons produce secondary electrons
while the intrinsic ones induce a phonon broadening of the photoemission
peaks which can, in most cases, be described by a gaussian distribution [12].
The inhomogeneous broadening is due to the presence in the spectrum
of unresolved chemical or structural shifted components.
These three effects are represented by a gaussian distribution with FWHM,
σ,
IGaus(Ekin) = I0 exp
(
− (Ekin − E0)
2
2σ2
)
. (2.36)
Doniach-Sˆunjic´ line-shape
Summarizing the arguments exposed so far, it can be said that, in the case
of a metal, the shape of the peak is the convolution of a Lorentzian life-
time broadening, of a Gaussian broadening plus an asymmetry due to the
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creation of electron-hole pairs at the Fermi level. The most commonly used
line shape in analyzing photoemission spectra from metals is the D-Sˆ line
shape calculated by Doniach and Sˆunjic´ [13]. It is obtained by making the
convolution of a singularity function
f(E) ∝ 1
(E0 − E)1−α (2.37)
representing the core-hole excitation in metals for a constant density of
states around the Fermi level at T = 0 K, with the Lorentzian broadening
of eq. (2.35). The calculated intensity is:
IDS(Ekin) = I0
ΓE(1− α)(
(E0 − Ekin)2 + Γ24
) (1−α)
2
ξ(Ekin), (2.38)
with
ξ(Ekin) = cos
[
1
2
piα+ (1− α)tan−1
(
2
(E0 − Ekin
Γ
)]
(2.39)
where ΓE is the so-called Γ function defined as
ΓE(x) =
∫ ∞
0
tx−1e−tdt, (2.40)
α the asymmetry parameter and Γ the FWHM of the lifetime broadening.
The T = 0 K approximation implies that there are no electron-hole pair
excitations in the neutral ground state. At finite temperature the core-
level should exibit additional broadening due to thermal excitations of the
conduction electrons. However, this effect is quite small with respect to the
phonon or lifetime broadening and is well approximated with an additional
gaussian broadening.
2.4 Core-level shifts
In this section, the origin of chemical and surface core level shifts will be
briefly reviewed. These changes of the core levels’ binding energy play a fun-
damental role in photoemission data analysis. In particular the comparison
of experimentally measured shifts with the values obtained from theoretical
calculations can lead to valuable results. Among the experiments described
in the present thesis, this approach has been successfully exploited in par-
ticular for the surface core level shift analysis on the Pd/Ru(0001) system
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presented in ch. 5, for the study on palladium nucleation on graphite and
carbon nanotubes reported in ch. 6 and for the investigations on the graph-
ene/Ir(111) system outlined in ch. 8.
2.4.1 Chemical shifts
So far we have considered the effects on the core level line shape due to
different kinds of excitations taking place in the photoemission process. An-
other important aspect that has to be taken into account in photoemission
is that the core levels of an atom are affected by the kind of chemical bond
the atom is involved. This means that the measured core level binding en-
ergy depends also on the chemical surroundings of the emitting atom. The
binding energy difference of a certain core level in two atoms of the same
element but with different chemical surroundings is called chemical shift.
The demonstration that the high resolution core level photoelectron spec-
troscopy technique is a sensitive probe of the chemical environment of the
emitting atom was given by Siegbahn and co-workers studying the oxida-
tion of copper [14]. They found that the 1s core level of copper was shifted
towards higher binding energy by 4.4 eV on going from metallic copper to
copper oxide. This is because the exact peak position of the core level lines
is determined by the oxidation level of the emitting atom and the electric
field generated by adjacent atoms [15]. In general, when the emitting atom
is bound with a more electronegative ligand, i.e. it undergoes a withdrawal
of electrons, it is more difficult to excite its core level electrons that for this
reason appear at higher binding energy in the spectra. This is a quite gen-
eral behaviour that can be observed on many metal atoms where changes in
the oxidation state of the metal are usually accompanied by binding energy
shifts towards higher binding energies.
The chemical shifts span an energy range from a few meV to several eV,
thus enabling an identification of binding partners and a distinction of single
or double covalent bonds. An example of the chemical shift is shown in fig.
2.5 for the ethyl-trifluoroacetate C4F3O2H5 molecule for which the C 1s
photoemission signal shows four well separated components.
In order to understand the origin of the chemical shift, let’s consider
again eq. (2.7) for the calculation of the binding energy of a core electron.
The chemical shift is given by:
∆Eb = E
f
tot,A(N − 1)−Eitot,A(N)−Eftot,B(N − 1)− Eitot,B(N) =
= ∆fA,B −∆iA,B. (2.41)
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Figure 2.5: Photoemission spectra from C4F3O2H5 molecule. The C1s peak shows
four different components related to the carbon atoms bound to different ligands.
where A and B denote the system A and system B respectively and ∆A,B
the total energy difference between the two systems. From eq. (2.41) it is
clear that the chemical shift is not just an initial state effect but, to achieve
a complete description of such shifts, one has to take into account also final
state contributions.
2.4.2 Surface Core Level Shifts
A special type of binding energy shift is the one arising between the bulk
and the surface atoms of a solid. This shift, named surface core level shift
(SCLS), is caused by the structural environment modification of the atoms
at the surface with respect to the bulk. The SCLSs are usually small com-
pared to the chemical shifts occuring in compounds, since the electronic
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modifications are not as strong, and therefore the detection of these shifts
is possible only by means of the high energy resolution photoelectron spec-
troscopy measurements.
The first experimental evidence of such a shift, explained in terms of
SCLS, was obtained by Citrin and co-workers in 1978 measuring the Au 4f7/2
core level of a polycristalline Au surface [16]. After that experiment a num-
ber of measurements on other systems have been performed trying to un-
derstand the origin of SCLSs and to predict their magnitude on the basis of
theoretical calculations. Moreover, such experiments have pointed out that
SCLSs appear not only in the case of clean surfaces but also on adsorbate
covered ones. In fact, in presence of an adsorbate, the atoms at the surface
change their chemical surrounding and this changes also the SCLS.
It is possible to give a qualitative explanation for the SCLSs of the tran-
sition metals within a framework outlined in ref. [17] which considers only
initial state effects. In order to do this, we need to understand how the
shifts of the core levels are related to those of the valence d levels. In this
model, by approximating the d orbitals by a spherical shell with radius R
and containing Nd electrons, the Hartree potential energy inside the sphere
is given by
V = e2
Nd
R
. (2.42)
Any change in Nd is reflected in the potential through the eq. (2.42): this
potential change is felt by the core levels, which are inside the sphere, and
their energy shifts accordingly. Moreover, in the tight binding theory frame-
work, a change in the potential of the surface atoms is reflected in a shift of
the same amount of the valence band centroid.
With all these information we can now make a qualitative picture of the
SCLS whose schematic representation is shown in fig. 2.6 for a d band less
and more than half full respectively [18]. Here the d band of a transition
metal is approximated with a symmetric distribution around a central value.
The difference between surface and bulk atoms is that the former have a
narrower distribution of the band due to their lower coordination. Therefore
a charge rearrangement is needed in order to mantain a common Fermi level
between the bulk and surface atoms, i.e. electrons will flow from the bulk to
the surface in the case of a band more than half full and the opposit happens
in the case of a band less than half full. This gives rise to an electrostatic
potential difference δ²d that shifts rigidly both the valence band centroid
and the deep core levels of the surface atoms. This shift is towards higher
(lower) binding energies for a d band less (more) than half full.
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Figure 2.6: Schematic representation of the SCLS for transition metals caused by
the d-band narrowing and the consequent electrostatic shift. On the left the d-band
is less than half full while on the right it is more than half full.
From all the above considerations it comes out that the SCLSs of a transition
metal series should go hand in hand with the occupation number of the
valence d band. Moreover, the more the band narrows, the stronger should
be the SCLS.
The explanation exposed so far is named microscopic approach and con-
siders the SCLSs just within the initial state approximation and does not
take into account the contribution of final state effects due to the screening
of the core-hole, which can be quite large. The first theoretical approach
that was used in this sense is the so-called thermodynamic approach [19, 20].
The basic assumption is that the core ionized state is an electronically com-
pletely screened final state where the conduction electrons have attained a
fully relaxed configuration in presence of the core-hole. Moreover, a further
approximation is made, the so called equivalent core approximation (ECA)
to describe the system with the core-hole. Within this approximation the
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core electrons are assumed to be located entirely inside the valence electron
spatial distribution. In this way it is reasonable to assume that the removal
of a core electron is felt by the valence electrons as a change in the nuclear
charge from Z to Z+1. Therefore the properties of the core ionized atom
are the same as the next element in the periodic table [21]. With these
assumptions, the SCLS results from the difference between the total energy
of a Z metal with a Z+1 impurity at the surface and the energy of a Z metal
with a Z+1 impurity in the bulk.
The thermodinamic approach is quite general: it can be applied to all the
elements and, most important, takes into account for the screening effects.
2.5 Photoelectron diffraction
The intensity of a core level photoemission peak at a certain photon energy
is proportional to the integral over the solid acceptance angle of the electron
detection system, to the photoelectric cross section defined in sec 2.2.1 and
to the number of emitters. In the case of photoemission from solids there
are however other effects that determine such intensity like the elastic and
inelastic scattering events that take place during the transport of the pho-
toelectrons from the emitters to the vacuum. The latter cause a lowering
of the photoemission signal when the emitters are found in deeper layers,
due to the inelastic mean free path, while the former, called photoelectron
diffraction effects, can either give a lowering or an increase of the photoe-
mission signal that depends on the geometry around the emitter, the atomic
species involved in the process, the photoelectron kinetic energy and the
detection angle. A schematic picture of the photoelectron diffraction effect
is shown in fig. 2.7. The photoemission process, including the elastic and
inelastic scattering effects, is usually described using the three step model in
which the photon absorption, the transport of the photoelectron from the
emitter to the surface and its propagation from the surface to the detector,
are treated separately.
• Step I : Photoemission
The photoemission process has already been extensively treated in
sect. 2.2. In this section is worth noting that the cross section de-
pends on the angle θp between the polarization vector of the incident
radiation and the emission direction. In order to avoid such atomic
effects on the photoemission intensity, the photoelectron diffraction ex-
perimets are performed by keeping the photon incidence and electron
analysis directions constant. Therefore the photoelectron diffraction
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Figure 2.7: Schematic representation of the photoelectron diffraction effect. The
primary wave φ0 is generated by the photoemission process of the atom adsorbed on
top of the surface of a crystal. The secondary waves φj , φk are the singly scattered
waves by the atoms j and k of the surface and subsurface layers respectively. A
double scattered wave φf,g is also shown.
pattern is obtained by rotating the sample or changing the photon
energy at constant θp. In this way the measured intensity is just due
to the interference between direct and scattered waves. By using this
data collection mode the so-called Constant Initial State (CIS) spectra
are obtained.
• Step II : Scattering from atoms
After the photoemitted electron leaves the emitter, it undergoes scat-
tering with the surrounding atoms. In the single scattering approxima-
tion [22] the final state wave function φ(r,k) is a linear superposition
of the direct wave φ0(r,k) with all the waves φj(r, rj → k) singly
scattered at rj and emerging in the direction k. In a real system,
on the other hand, the emitted photoelectron usually does not suffer
only for one scattering event and therefore multiple scattering must
be considered; the only possibility to do that is, once more, to make
use of numerical calculations. In order to perform reliable multiple
scattering calculations several computational approaches have been
developed: usually the Green function of the total system is expanded
into a series over all scattering pathways from the emitter to the de-
tector but further approximations are needed in order to reduce the
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Figure 2.8: Electron refraction at the surface potential barrier.
computational time [23].
• Step III: Surface refraction
The last step of the model considered is the transmission of the elec-
tron through the surface to reach the vacuum. This implies that the
electron must overcome the potential barrier at the surface, that can
be approximated to a sharp step whose height is the inner potential
V0. This lowers its kinetic energy in the vacuum by V0. As a conse-
quence refraction takes place at the surface barrier of the solid. The
conservation of the momentum of the photoelectron parallel to the
surface k‖ has to be fulfilled when the wave in the solid matches to
the free electron wave in the vacuum. This defines the change in k⊥
and therefore the change of the angle respect to the surface normal,
between the electron trajectory in the solid and in vacuum. This is
shown in fig. 2.8. The angle θ′ is given by:
sin θ′ = sin θ
√
(E′ + V0)
E′
. (2.43)
The value of the inner potential is given roughly by the sum of the
work function and the valence band width. It can assume values from
5 to 20 eV. In a scattering simulation it is usually treated as adjustable
parameter.
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Figure 2.9: Three different modes to perform photoelectron diffraction: (a) az-
imuthal scan, (b) polar scan and (c) photon energy scan (varying the modulus of
the k vector).
We can summarize the basic elements of this technique saying that (i)
as the photoelectron undergoes the scattering process, it collects informa-
tion on the local surroundings of the emitting atom and that (ii), from a
practical point of view, in a photoelectron diffraction experiment the final
diffraction intensity can be measured as a function of the azimuthal emission
angle, of the polar angle or as a function of the photon energy at fixed emis-
sion angles, as shown in fig. 2.9. The collected data contain chemical and
structural information on the investigated surface. Moreover, because of the
inelastic effects, this technique is capable of local structural characterization.
Furthermore, since different atoms hitted by the incident light act as time
uncorrelated photoemitters and their intensities add-up incoherently, there
is no need to have long range order to exploit the photoelectron diffraction
technique. Finally, in order to extract the relevant information, because
of the complexity of the underlying physical phenomena, the measured in-
terference pattern has to be compared with multiple scattering calculations
performed for a model structure.
A particular class of photoelectron diffraction measurements deserves
attention for the immediacy of its results. Fig. 2.10 shows a typical be-
haviour of the so-called scattering factor (which determines the amplitude
of the scattered wave) as a function of the emission angle. The most no-
table feature is the strong peak at 0◦ which dominates at all kinetic energies
and becomes narrower at higher kinetic energies. It is the so-called forward
scattering peak. On the contrary, at the opposite angle, 180◦, in the back
scattering geometry, the intensity is very small at 1100 eV and grows when
the kinetic energy decreases. A forward scattering geometry is found when
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Figure 2.10: Modulus of the electron scattering factor of a copper atom as a
function of the scattering angle and the electron energy [24].
an atom is sitting in line between the electron detector and the emitter [24].
In this particular direction, at sufficently high kinetic energy, the photoe-
mission intensity increases because of the forward scattering enhancement,
also called forward focusing. This is due not only to the strong forward
scattering but also to the small scattering phase shift at high kinetic energy,
otherwise the interference could also be destructive. A sketch of this effect
is shown in fig. 2.11. Forward scattering photoelectron diffraction has been
Figure 2.11: CO molecule adsorbed on a surface, in the on-top adsorption site. C
is the emitter while O is the scatterer.
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extensively used to determine the orientation of molecules adsorbed on sur-
faces by performing angular scans, either polar and azimuthal. Moreover,
azimuthal scans at a grazing emission angle can give valuable informations
on the symmetry of the adsorption site [24].
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Chapter 3
Experimental setup
The key ingredients to perform a photoemission experiment are (i) the x-ray
or ultraviolet source, which provides the electromagnetic radiation to excite
the sample, and (ii) the electron energy analyser, needed to measure the
kinetic energy distribution of the photoelectrons. These devices are usually
in an experimental station, which usually provides also facilities for sample
preparation and instrumentation for other experimental characterizations.
In this chapter a brief outline of the main features of these two funda-
mental elements will be given, as well as a description of the experimental
ultra high vacuum (UHV) chamber where all the experiments descibed in
this thesis have been performed.
3.1 The SuperESCA beamline at Elettra
The excitation sources used in photoelectron spectroscopy are of several
different kinds. In core level photoemission studies, the X-rays are usually
produced using conventional anode-based sources (Mg or Al Kα emission).
These provide photons at fixed energy of ≈1256 and ≈1486 eV (the energy
difference between the 1s and 2p levels of the two materials).
Nowadays many large facilities have been built (i.e. electron storage
rings) that provide synchrotron radiation. There are many advantages in
using synchrotron radiation, the most important ones being its energy tun-
ability and high photon flux.
Synchrotron radiation is produced by the electrons that orbit in a large
storage ring with a velocity close to the speed of light (see fig. 3.1 [1]). In this
case the radiation is sharply peaked in the forward direction when observed
form the laboratory frame, and has a broad, continuum range of photon
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Figure 3.1: Radiation pattern for a) a slow electron and b) a relativistic electron
moving in a circular path.
energies, high brilliance and high photon flux. Moreover, in the orbit plane
the synchrotron radiation is plane polarized while it is elliptically polarized
slightly out of this plane.
All the photoemission studies presented in this thesis have been per-
formed on the SuperESCA beamline of the Elettra storage ring, in Trieste,
Italy [2]. Elettra is a third generation synchrotron facility, where the light
is produced not only by the bending magnets but also by insertion devices,
called undulators, which are placed in the straight sections of the storage
ring. These are periodic arrays of magnets which can deliver radiation in a
narrower (but tunable by varying the gap between the arrays) energy range
and with a higher intensity than the bending magnets.
The insertion device of the SuperESCA beamline is a 56 mm period un-
dulator (minimum gap 19 mm), composed of three sections with 81 periods,
which covers a photon energy range of 85 to 1500 eV at a ring energy of
2 GeV. When the ring is operated at 2.4 GeV the photon energy range is
120 to 2100 eV.
The beamline is sketched in fig. 3.2. The monochromator is a stigmatic
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Figure 3.2: Sketch of the SuperESCA beamline. The optical elements are: a
cylindrical pre-focusing mirror; a fixed focus PGM (SX700) monochromator with
plane mirror, plane grating and ellipsoidal focusing mirror; an ellipsoidal re-focusing
mirror. Fixed entrance and exit slits are also present. The exit slit is at the end of
the monochromator.
SX700 with a horizontally pre-focusing mirror (cylindrical symmetry, mag-
nification 8:1) and an entrance slit, and covers the photon energy range
from 85 to ≈1000 eV with a single plane grating. The resolving power
of the monochromator, (E/∆E) is of the order of 104 at 400 eV, while it
decreases to ≈ 5 × 103 at 900 eV. An ellipsoidal re-focusing mirror (mag-
nification 2:1) focusses the monochromatized radiation in the center of the
experimental chamber. The size of the spot on the sample is 100×(exit slit
dimension) µm2. The photon flux at 400 eV photon energy and resolving
power 104, is of the order of 1011 photons/s.
3.1.1 Experimental station
Photoelectron specroscopy experiments, as well as all the investigation tech-
niques using electrons, need to be performed in ultra-high vacuum for two
reasons. The first “technical” reason is that these techniques are effective
only if the mean free path of the electrons in the gas-phase is long enough to
allow them to reach the detector, i.e. it is in the metric range. The second
“experimental” reason is the need of keeping the surface of the sample clean
enough to be able to study it. The effects of the contaminants coming from
the ambient atmosphere are proprortional to the impact rate for a gas onte
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Figure 3.3: Drawing of the SuperESCA experimental chamber. (1) Preparation
chamber. (2) µ-metal measurement chamber.(3) Electron energy analyser. (4) Con-
nection to the beamline. (5) Sample manipulator. (6) Low-Energy Electron Diffrac-
tion (LEED). (7) Gas inlet system. (8) Molecular beam apparatus. (9) Sample
transfer system with fast entry lock.
the surface
P√
2pimkBT
where P is the pressure, m is the mass of the molecules, T is the temperature
and kB is Boltzmann’s constant [3]. With a sticking probability of 1, the
sample would become completely covered in a few seconds at a pressure of
10−6 mbar, thus preventing any kind of measurement to be performed. This
is why pressures in the range of 10−10 mbar, or below, are needed.
The SuperESCA experimental station (sketched in fig. 3.3) consist of
two UHV chambers separated by a valve. The upper chamber (1) is made
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of stainless steel and is devoted to sample preparation. It is equipped with
a sputter gun for sample cleaning by means of ion bombardement, and with
various evaporators for layer growth or cluster deposition. A fast entry lock
and a transfer system are connected to this chamber (9), allowing sample
changes without breaking the vacuum. On the top of the chamber a sam-
ple manipulator is mounted (5). Two different manipulators are available,
namely a 5 degrees of freedom (x, y, z, θ, φ) fully computer-controlled sample
manipulator and a manual, 4 degrees of freedom manipulator. The first one,
shown in fig. 3.3, is a modified version of the CTPO from VG Instruments
and the allowed sample temperature range is 120–1500 K while the second
one is an He cryostat with xyz translations and just 1 rotational axes θ but
with sample temperature range of 20–2000 K. The transfer system is not
usable with the low temperature manipulator.
The manipulators are used also to move the sample from the preparation
chamber to the bottom one. The lower chamber (2) is made of µ-metal in
order to isolate the sample environment from stray magnetic fileds which
would deflect the electron trajectories. In this UHV chamber a LEED (low
energy electron diffraction) instrument (6), a mass spectrometer and a gas
inlet system (7) are mounted.
The supersonic molecular beam apparatus (8) offers an alternative method
for exposing samples to a gas in a more controlled manner. It consists of
three UHV chamber aligned with the sample and connected through a sys-
tem of collimators (skimmers). The gas is introduced at high pressure by
means of a nozzle in the first chamber and expands adiabatically in the sec-
ond and third one through the skimmers’ orifices; the molecular beam finally
hits (with a spot diameter of about 4 mm) the sample placed in the measur-
ing position. This apparatus allows performing experiments for which the
control of the incidence angle and the energy of the incident molecules is
required.
Finally, at the same level of the beamline connection (4) and at an angle
of 40◦ respect to it, what can be considered the hearth of the experimental
setup is installed: the electron energy analyser (3). The instrument is a
PHOIBOS analyser, from SPECS GmbH, with a mean radius of 150 mm.
It is capable of an energy resolution of about 4 meV (FWHM) and is pro-
vided with a 9-element lens system: by varying the potentials on the various
elements, different lens modes can be set, allowing the user to select an ac-
ceptance angle up to ±15◦, or a viewed area in the range 0.1–20 mm2.
The analyser is equipped with a home-made delay line detector. The
detector development and its integration with the commercial instrument is
exactly part of this PhD project and will be described in detail in the next
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chapter. For this reason, in the following section the working principle of
electron energy analysers will be summarized; this will help in defining the
characteristics required for the detector whose development is reported in
ch. 4.
3.1.2 Electron energy analyser
Energy dispersion and resolution
Since the information obtained by photoemission spectroscopy is contained
in the kinetic energy distribution of the photoemitted electrons, a device, ca-
pable of energy filtering the electrons emitted by the sample, is needed. The
instrument mostly used in photoemission experiments is the hemispherical
analyser.
An ideal hemispherical analyser consists of two concentric hemispheri-
cal electrodes (inner and outer hemispheres) held at proper voltages. It is
possible to demonstrate that in such a system, (i) the electrons are linearly
dispersed along the direction connecting the entrance and the exit slit, de-
pending on their kinetic energy (see fig. 3.4 (a)), while (ii) electrons with
the same energy are first-order focused (see fig. 3.4 (b)) [4].
When the potentials V1 and V2 are applied to the inner and outer hemi-
spheres respectively, the potential and the electric field in the region between
the two electrodes can be calculated by solving the Laplace equation:
V (r) = − V2 − V1
R2 −R1
R1R2
r
+ const (3.1)
|E(r)| = V2 − V1
R2 −R1
R1R2
r2
(3.2)
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Figure 3.4: Energy dispersion properties (a) and focusing properties (b) of a
hemisferical analyser.
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where R1 and R2 are the radii of the two hemispheres. In order for the
electrons with kinetic energy E0 to follow a circular trajectory with radius
R0 = (R1 +R2)/2, the force due to the electric field (FE = −e|E(r)|) must
be equal to the centripetal force (FC) along the whole path. From this
consideration, after a series of mathematical steps, we obtain the following
expression for the potential
V (r) =
V0R0
r
+ const, (3.3)
where V0 = E0/e is the energy of the electrons expressed in eV. From this
equation we can calculate the potential difference between the two hemi-
spheres, obtaining
V2 − V1 = V0
(
R2
R1
− R1
R2
)
. (3.4)
This last equation can be used to determine the potentials to be applied to
the hemispheres in order to select electrons with energy V0, the so called
pass energy.
Up to now only the possibility to select electrons with a given kinetic
energy has been demonstrated, but nothing has been stated about the res-
olution of the analyser and its dispersing properties. In order to highlight
these aspects we need to calculate the electron trajectories inside the instru-
ment [5]. Solving the differential equation for the trajectory of a particle in
a central force field leads to the following expression for the displacement of
the radial position (r(pi)) of the electrons respect to R0 after the complete
travel inside the analyser as a function of ∆E = E − E0, the difference
between the electron kineetic energy and the pass energy (see fig. 3.5 as a
reference):
r(pi)−R0 = −r(0) +R0 − 2R0
(
1
1 + sin2 α− ∆EE0
(
1− sin2 α)
)
. (3.5)
Finally, considering small entrance angles and small difference with respect
to the pass energy, it is possible to neglect the highest order terms and
perform a series expansion; the final result is
r(pi)−R0 = −r(0) +R0 − 2∆ER0
E0
− 2R0α2. (3.6)
Equation (3.6) is quite simple and useful for understanding the main prop-
erties of the emispherical analyser.
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Figure 3.5: Schematic representation of the emispherical analyser.
• As stated at the beginning of this section, it is possible to see that the
system focuses at first order in α, since the dependence of the final
position of the electrons on α is expressed by a second-order term.
• The energy dispersion at the exit plane has a linear dependence on
the kinetic energy: electrons with energy higher than pass energy are
shifted towards the outer hemisphere, while the ones with lower energy
are displaced towards the inner hemisphere. This will be of fundamen-
tal importance for the development of the snapshot acquisition mode
described in sec. 4.1.6.
• Finally, considering the finite size of the entrance and exit slits of the
analyser, and defining w as the average width of the two slits, eq. (3.6)
can give an estimation of the resolution of the instrument [6]:
FWHM = E0
(
w
2R0
+
α2
4
)
(3.7)
where FWHM is the full width at half maximum of the energy dis-
tribution curve which could be obtained with an ideal monochromatic
electron source.
From eq. (3.7), it is evident that the resolution depends linearly on the
kinetic energy of the electrons passing through the analyser (i.e. on the
pass energy), so that a good strategy in order to obtain high-resolution
spectra with a constant resolution throughout the whole data range consists
in choosing a constant pass energy and decelerating the electrons by means
of a retarding potential before they enter the analyser.
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Another consideration is related to the mean diameter of the analyser:
better resolutions can be achieved with larger analysers and typical values
for R0 are between 100 and 200 mm. Such large devices cannot be installed
in the experimental chamber very close to the sample; actually, for me-
chanical reasons, the analyser is usually set at several tens of centimeters
from the sample. On the other hand, by combining the large distance from
the sample and the small width of the entrance slit needed for high energy
resolution, the small solid angle viewed by the instrument would result in
a very low transmission of photoelectrons, making data acquisition a long
time consuming task. These drawbacks can be overcome by using a system
of electrostatic lenses in order to collect the electrons from a solid angle as
large as possible, focalize them on the entrance slit of the analyser and, at
the same time, decelerate them to the pass energy.
Electrostatic lenses
As a starting point to understand how electron beams (and in general
charged particle beams) can be deflected and focused, it may be helpful
to look at some systems which have similar behaviour in photon and parti-
cle optics. The simplest one is the plane boundary separating two regions
which differ in some properties. In the case of photon optics, the important
property is the refractive index. The path of a ray of light incident non-
normally onto the boundary is changed on crossing the boundary itself, the
directions in the two regions being related by Snell’s law. The analogue in
particle optics is a boundary separating two regions at different electrostatic
potentials. If we consider a particle having a velocity v1 in the first region
and v2 in the second, these velocities are related to the potentials, V1 and
Figure 3.6: Simulation of the paths of charged particles and equipotential bound-
aries in a two-cylinder lens, obtained with the version 8.0 of the Simion 3D code.
The paths become asymptotic to straight lines only away form the central region
of the lens; however, the behaviour of this system strongly resembles that of thin
lenses, usually studied in a geometric optics treaty.
46 3.1. The SuperESCA beamline at Elettra
Figure 3.7: Representation of a typical assembly for an electron energy analyser.
Simulated electron trajectories and equipotential lines inside the instrument are
also drawn [8].
V2 in the two regions and the conservation of the parallel component of the
momentum leads to the equation
sinα1
sinα2
=
(
V2
V1
)1/2
(3.8)
which is exactly Snell’s law with V 1/2 playing the role of the refractive index,
while α1 and α2 are the angles between the normal to the boundary and the
path of the particle in the two regions [7].
That example was rather artificial, because abrupt changes in potential
do not occur in free space, but we can use the previous considerations to
understand the system represented in fig. 3.6. This picture illustrates an
electrostatic analogue of a lens in photon optics. It consists of two coaxial
cylinders separated by half their common diameter for clarity and held at
potentials V1 and V2. No mathematical analysis should be needed to show
that, deep inside each cylinder, the potentials are very close to those of
the electrodes, but within a diameter or so from the centre of the system
the potential changes quite rapidly as evidenced by the equipotential lines
drawn in the figure. It would be possible to regard the equipotentials as
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boundaries separating regions having some mean potential and to use the
Snell’s-like law (3.8) to follow the refraction, boundary by boundary, through
the lens and deduce the charged particle path. Actually, this is not the most
accurate and the most convenient way to calculate the particle trajectory:
normally, a computer simulation program is used (one of the most common
is Simion 3D [9]) which computes the potentials and the trajectories by
means of the finite-difference method. However, the important result is that
the asymptotic behaviour of the charged particle path strongly resembles
that of light ray passing through a lens, as evidenced in the figure.
By combining several elements similar to the one discussed above, it is
possible to implement an electrostatic lens system which can be placed close
to the sample (typical distance is about 40 mm) to collect the electrons and
bring them to the entrance slit of the analyser, controlling, at the same time,
the solid angle or the area viewed by the instrument.
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Chapter 4
Instrumentation
development
The class of experiments we were planning to perform at the SupeESCA
beamline involved measurements on supported nanoclusters and low-dimen-
sional systems. All these systems are characterized by a very low atomic
density. As will be seen in chapters 6 and 7 and in section 8.4, in the
case of supported nanoparticles we deal with a low surface density of small
clusters. Low-dimensional system of interest are, for instance, oxide thin
films as supports for the nanoparticles (ch. 7) or bi-metallic interfaces (as in
the case of Pd-Ru interface studied in ch. 5); in both cases we work with few
atomic layers and even with a single layer when graphene is the object of the
experiments, as discussed in chapter 8. With these considerations in mind,
low rates of emitted photoelectrons were certainly expected to drastically
increase the data acquisition time. This becomes a critical problem when we
are interested in following the temporal evolution of physical and chemical
phenomena occurring on such systems. In order to make possible this kind
of experiments on very diluted systems, we needed all the three elements
necessary for photoemission experiments to be optimized in our experimental
set-up.
• Photon source. It is evident that the samples we were interested in
can hardly be studied using a conventional anode-based x-ray source
(flux of about 109 photon/s dipersed over a spot of ≈ 20 mm). On the
other hand, SuperESCA beamline, described in sec. 3.1, is optimized
for delivering high photon flux and is capable of 1011 photon/s, concen-
trated in an area of about 100 µm. We see, then, how the synchrotron
radiation produced by the Elettra storage ring is a key ingredient to
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perform real-time acquisitions.
• Electron collection and energy filtering. As explained in ch. 3), the
flux of electron through an electron energy analyser, among the other
contributions, is determined by the acceptance angle of the instru-
ment, i.e. the solid angle from which its electrostatic lens system is
capable to collect the photoelectrons and focus them on the entrance
slit of the hemispheres. The electron energy analyser we installed on
the beamline experimental station (a PHOIBOS 150 analyser from
SPECS GmbH) is capable of an acceptance angle up to ±15◦, much
larger than that of the old instrument (≈ ±2◦). This ensures an elec-
tron transmission through the instrument that can be one order of
magnitude larger than that of the previous set-up. The PHOIBOS
analyser is is also able to provide high energy resolution measurements,
being its ultimate energy resolution of about 4 meV.
• Detection system. In order to maximize data throughput during spec-
tra acquisition, one would like to collect as a large fraction as possible
of the electrons arriving at the exit plane of the analyser. As described
in sec. 3.1.2, in fact, we can infer the kinetic energy of all these elec-
trons accordingly to their coordinate along the dispersive direction.
The ideal detector, thus, should cover the whole space between the
two hemispheres. Such a wide detector would allow also fast snapshot
acquisitions, as will be explained in detail in sec. 4.1.6. Enlarging the
size of the detector, on the other hand, can greatly increase the com-
plexity of the read-out electronic system. After careful considerations
on the possible detector architectures, we decided to develop a one-
dimensional delay-line detector to be installed on the new analyser.
In this chapter, after a brief outline of the possible detectors that can be
mounted on an electrostatic energy analyser (sec. 4.1.1), the working princi-
ple of a delay line detector will be described in detail as well as the electronic
read-out system we developed for the novel instrument (sec. 4.1.2 and 4.1.4).
In sec. 4.2 the software I realized to integrate the detection system with the
analyser and all the other components of the experimental station will be
described. Finally, one of the first test experiments performed with the new
instrumentation is presented (sec. 4.3): the measurements described are a
good exemple of the possibilities offered by the new system combining real-
time acquisition, high energy resolution and sensitivity to diluted systems.
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4.1 The novel delay-line detector for SuperESCA
analyser
4.1.1 Detectors for electron energy analysers
Channel Electron Multipliers
Let’s suppose we have an electron analyser and we want to install a device at
its exit slit in order to detect the electrons with the selected kinetic energy.
The ideal detector should be able to reveal each single electron. To do that,
a first problem needs to be solved: the charge of an electron is so small
(1.602 × 10−19 Coulomb) that eletronic devices, even if equipped with up
to date amplification systems, are not able do detect single electrons. For
this reason, electron detection setups always include a first stage dedicated
to the charge amplification of the incoming electrons: the so-called electron
multiplier.
An electron multiplier is basically a device that produces at the output a
cloud of some million electrons for each incoming electron, in such a way that
the resulting charge is large enough to be measured [1]. The most popular
devices that perform charge multiplication are Channel Electron Multipliers
(CEM). CEMs are essentially small tubes fabricated with lead-doped glass
with an internal diameter of ≈ 1 mm and a length-to-diameter ratio (L/D)
that ranges, generally, from 40 to 100 (this last parameter, actually, plays an
important role in determining the CEM amplification factor). The internal
walls of the tube are coated with hydrogen-reduced lead silicate glass, the
active material which has the property to emit a large amount of secondary
electrons when primary particles impinge upon it. A thin metal electrode is
deposited at the ends of the tube to provide electrical contact.
When a positive potential (2000–3000 V) is applied between the funnel-
shaped input and the output aperture of the CEM, the secondary electrons
generated by the primary particle can gain enough energy to create further
secondary electrons upon striking the surface of the interior channel walls.
The resulting electron avalanche (see fig. 4.1) follows the channel to the
positively biased end where it is collected by an anode and produces an
easily detectable output pulse containing up to 108 electrons with a duration
of the order of ≈ 8 ns. The typical shape of a single-channel CEM, often
addressed as ChanneltronTM, presents a spiral geometry (see CEM picture
in scheme of fig 4.2) in order to increase the efficiency and to reduce the ion
feedback effect which can originate spurious events: by hitting the channel
walls, the electron cloud can desorb and ionize gas atoms that, accelerated
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Figure 4.1: Electron avalanche creation inside a channel electron multiplier.
by the electric field back to the channel input, can strike the CEM walls
originating a second electron avalanche indistinguishable from a real event.
The spirals prevent the ions reaching the CEM entrance with enough kinetic
energy to produce the secondary electron avalanche.
The acquisition chain for a Channeltron based detector is schematized in
fig. 4.2. The CEM output pulse, after decoupling from the high voltage, is
amplified and fed into a discriminator : if the pulse amplitude is higher than
Preamplifier
HV Decoupling
Capacitor
Discriminator
and Shaper
Counter
To Acquisition
Computer
Figure 4.2: Acquisition chain for a channeltron-based detector.
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the threshold, the shaper produces a standard digital pulse (the most com-
mon are TTL and ECL signals) that can be registered by a counter. Usually,
this last instrument is interfaced with a computer which controls also the
voltages supplied to the analyser. This configuration allows the acquisition
of photoemission spectra: once the pass energy has been selected, the lens
and hemisphere voltages are set to the correct values for the electrons with
the first kinetic energy to reach the middle of the exit plane, pass through
the exit slit and be detected by the channeltron; counts are recorded dur-
ing the selected time window and then the whole process is repeated for
the second kinetic energy and so on throughout the desired energy range.
This acquisition process can take a long time before giving spectra with a
reasonable signal-to-noise ratio; indeed, the procedure can be improved.
Going back to sec. 3.1.2, we can recall that when a kinetic energy E0 is
selected, besides the electrons with the correct energy, also the electrons with
energies close to E0 are focussed onto the exit plane; the relation between
the position and the energy is well known (eq. (3.6)), but it is evident that,
using the detection configuration described above, all these electrons are
lost. The simplest solution to improve the acquisition system consists in
placing more than one channeltron on the exit plane of the analyser, in
this way during an energy scan the counts referring to different energies
are acquired simultaneously, speeding up the acquisition time by a factor n,
where n is the number of parallel channetrons installed at the end of the
analyser. For mechanical reasons related to the physical dimensions of CEM,
the maximum number af channeltrons that can be installed in a standard
analyser is about 10. In order to further increase the number of channels, a
different kind of charge multiplier is needed.
Microchannel plate based detectors
Essentially Microchannel Plates (MCPs) are thin (0.5–1 mm) silicon-lead
oxide glass wafers composed of a large number (≈ 105cm−2) of small CEM
tubes called microchannels (typical diameter ≈ 10 µm). Similarly to CEMs,
the inner channel surface of MCPs consist of a secondary emitting coat-
ing, with an underlying semiconducting layer which replenishes the emitted
electrons and, at the same time, presents a resistance high enough for the
accelerating electric field to be established.
The MCP working principle is the same of that of CEMs but, due to
small thickness of the plates, the gain that can be obtained (≈ 104) is too low
for the charge pulses to be detected. For this reason detection systems that
need to work in counting mode use stacks with 2 (Chevron configuration,
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(b)(a)
Figure 4.3: (a) Section view of a microchannel plate and (b) operation of a chevron
assembly.
see fig. 4.3 (b)) or 3 (Z-stack configuration) MCPs: in this way the total gain
can reach the value of 108 secondary electrons per each primary particle.
The microchannels form an angle with respect to the direction normal
to the surface that can range between 6◦ and 13◦. This trick, as highlighted
in fig. 4.3 (b) for the Chevron configuration, reminds the spirals of the
channeltrons and allows to minimize the ion feedback effect.
Because of the small size of the channels and their large density on the
MCP surface, microchannel plates can be thought as a spatially continuous
electron multiplier along its surface, which spatial resolution is ultimately
limited by the pore size and spacing and can be better that 5 µm. Therefore,
we can plan to use a microchannel plate system at the end of the electron
analyser, separated from the analyser volume by a thin mesh that screens
the emisphere region from spurious field due to MCP polarization. With
this configuration the characteristics of the detection system are determined
by the geometry and the architecture of the anode that collects the electron
clouds behind the MCPs.
Multianode detectors In a multianode architecture the electron clouds
resulting from the charge muiltiplication process are collected by anodes de-
posited on a ceramic support. It is important noting that with MCP based
detectors, since no exit slit is placed at the analyser focusing plane, the an-
odes themselves act as exit slits and their size determines the resolution of
the system, accordingly to eq. (3.7). Within the ”Instrumentation & De-
tector laboratory“ at Elettra, detector systems with 16, 48 and 96 channels
have been developed [2] (fig 4.4).
The acquisition chain is similar to that of a single channeltron; the main
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Figure 4.4: 96-channel detector. The anodes consist of a gold layer deposited on
an alumina support.
difference is that, because of the large number of acquisition channels that
need to be managed, printed circuit boards had to be developed which inte-
grate up to 16 preamplifier-discriminator-shaper chains and up to 32 coun-
ters [3].
Although multianode acquisition represents a great improvement, this
architecture presents some serious limits: first of all it is very difficult to
manage more than 100 channels. This is not a limit of anode machining
technology (in principle anodes of some tens of microns are realizable), but
it depends on the difficulty of interfacing each anode in ultra high vacuum
with its acquisition electronics outside the experimental chamber by means
of UHV compatible electrical feedthroughs. However, upon development of
special, UHV compatible electronic circuitry, part of the data acquisition
chain can be moved inside the analyser chamber, so that only digital data
need to be transmitted through the the vacuum/air interface. Using this
approach, detectors with up to 768 channels have been inplemented [4].
Phosphor screen and CCD camera In recent years the use of bi-
dimensional detectors in electron analysers is increasing. The main rea-
son is that by operating the analyser lenses in the so-called Fourier mode,
electrons leaving the sample with equal angles are focused on the same posi-
tion on the analyser entrance slit, and since the information on the position
along the non-dispersive direction is conserved inside the hemispheres, a bi-
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dimensional detector allows the parallel acquisition of spectra corresponding
to different emission angles, considerably speeding up the measurement pro-
cedure in Angular Resolved Photoemission (ARPES) experiments.
The simplest detector that can be used to acquire bi-dimensional data,
consist in a phosphor screen placed immediately behind the MCPs and held
at a voltage 3–4 kV higher than the last MCP face in order to accelerate
the electron clouds against the phosphorus and produce the emission of
visible light that can be imaged with a standard CCD camera installed
outside the UHV chamber. The advantage of this detector is that almost no
feedthroughs are required (only a standard viewport) and the only device
that needs to be interfaced with the whole acquisition system is simply a
commercial CCD camera. Moreover, the spatial resolution is good (few tens
of microns), essentially limited by the MCP pore size, by the blurring of the
illuminated phosphorus and by the CCD pixel dimensions. On the other
hand, this is not a system which allows counting the single electrons: the
information on the relative number of electron impinging on the detector is
inferred from the intensity of the light emission and problems can arise at
high count rates when the linearity of the response of the phosphor screen
(the correlation between the number of pulses that reach the phosphor screen
and the light intensity) is not guaranteed.
Resistive anode detector A class of detectors which combine the bi-
dimensional information and the possibility to count the single events is
based on centroid position encoding techniques. These detectors derive in-
dividual event positions finding the centroid of the electron clouds arising
from the charge multipliers. Supposing a symmetrically shaped pulse exit-
ing from the MCP, if it is possible to detect with good precision its centroid
the spatial resolution is limited only by the microchannel diameter.
One of the most popular methods for finding the centroid consist in
measuring how the total charge is divided on one or more anodes. The
resistive anode detector [5, 6], made of a single resistive pad deposited on
an insulating substrate and placed immediately after the MCPs, is the most
widely used configuration that employs this technique. The charge from
the MCP stage is partitioned among the four corners of the resistive pad
where it is collected by amplifiers. Event positions can be determined from
charge signal ratios at opposite pairs of the four contacts using the simple
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Figure 4.5: Charge dividing mechanism in a resistive anode. Reference axis are
also sketched according to eq. (4.1)
approximate formulas
x =
(QA +QB)− (QC +QD)
QA +QB +QC +QD
y =
(QA +QD)− (QB +QC)
QA +QB +QC +QD
(4.1)
where Qi are the pulse amplitudes proportional to the charge collected at
each corner (see fig. 4.5). In this way, with only four wires it is possible to
obtain event position with a resolution that can be as good as ≈ 50 µm. The
main drawback of the resistive anode is an intrinsic distortion of the image
related to reflections of the pulses at the edges of the resistive pad; although
several geometries that minimize this effect have been developed, an image
completely void of deformations always requires software corrections. The
second limit of this approach concerns the counting rate: in the case of
the resistive anode detector, the position is determied through the accurate
knowledge of the four charges at the corners: an high resolution acquisition
chain can hardly manage the data with a dead-time less than 1 µs.
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4.1.2 Delay-line working principle
The exit plane of the new analyser was designed with a wide aperture of
8 cm along the dispersive direction. The ideal detector for such a system
has to fit the aperture and completely exploit the available field of view
along the analyser dispersive direction, so that the widest possible energy
range is detected. At the same time it should be able to achieve high spatial
resolution, despite of its outstanding overall dimensions. Excluding multi-
anode readout systems (a rough calculation for a 100 µm resolution results
in about 800 channels needed!) and resistive anode setups because of the
intrinsic distortion, we concentrated on the delay-line (DL) architecture.
In this read-out architecture planar delay line is employed as charge col-
lector and encodes event position as a difference in time of arrival of the
signal at the two ends of the delay line. In recent approaches the trans-
mission line is usually fabricated in the form of a microstrip: a conductor
deposited on a planar insulating substrate whose opposite face is covered by
a ground plane.
The method whereby event positions are coded as time intervals is shown
schematically in fig. 4.6. A pulse of charge arrives on the delay line and di-
vides in two equal parts. Each of them propagates towards its end of the line
e-
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Figure 4.6: Encoding scheme for a delay-line detector. The acquisition chain with
all the in-house developed devices is also shown.
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where it is terminated, amplified, discriminated and finally transferred to a
time interval measuring circuit. The stop terminal has a fixed additional
delay which assures that the stop signal never precedes the start one. In
such a system, the time interval registered by the timer will be
t = t0 +
2x
v
, (4.2)
where x is the event centroid location, v is the characteristic velocity of
propagation of the line, and t0 is a constant that accounts for the propagation
time along the whole transmission line and the addition delay at the stop
terminal [7]. The event position is decoded from the observed time interval
between start and stop by inverting eq. (4.2):
x = x0 +
1
2
vt. (4.3)
The error in the derived location of an event δx can be expressed in terms
of the system’s timing error by differentiating eq. (4.3)
δx =
1
2
vδt. (4.4)
Through this equation, the challenge in designing high resolution delay-line
imaging systems is seen to be hinged on two factors: obtaining a low prop-
agation velocity and achieving a small timing error. Another consideration
is worth to be explained about spatial resolution: if the event charge were
confined to a single meander of the transmission line, the resolution would
be limited to the pitch of the meanders. To provide a real interpolation
process (achieving in this way a much higher spatial resolution) several ad-
jacent meanders must simultaneously receive charge from the event, with
the contribution diminishing with distance: in this way a reliable position
for the centroid can be determined. For this reason, a delay line anode is
usually placed at some millimeters from the rear of MCPs in order to allow
the widening of the electron cloud.
4.1.3 UHV section and high voltage decoupling
Fig. 4.7 is a photograph of the anode that has been designed for this detector.
It consist of a 3.33 meters microstrip meander line deposited on a barium
titanate (BaTiO3) support. The total active area is of 90 × 20 mm2 while
the spacing between the strips is 570 µm. The width of the conducting
strip is 260 µm so that the impedance of the transmission line is 25 Ω; the
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impedance matching to 50 Ω (the standard for cables, coaxial feedthroughs
and electronic devices) is obtained by means of two UHV compatible SMD
(Surface Mounting Device) transformers directly connected to the ends of
the transmission line. Carefulness in matching the impedance prevents pulse
reflections that can cause ghost counts. Barium titanate has been chosen as
the material for the support because of its high dielectric constant ²r = 80.
Since the velocity of propagation of an electromagnetic signal on a microstrip
is v = c/
√
²r, where c is the light speed 2.9979× 108 m/s, the use of barium
titanate instead of the more common alumina (Al2O3, ²r=9.9) allows slowing
down the propagation time by a factor ≈ 3, improving in this way the spatial
resolution by the same factor (see eq. (4.4)).
Figure 4.7: The delay-line anode realized for the SuperESCA analyser. The mean-
der line consists in a silver-platinum alloy deposited on a barium titanate support.
The charge multiplication is provided by a couple of rectangular mi-
crochannel plates in Chevron configuration. One of the problems with
charged-particle detectors is that, in order to collect the electron cloud from
the MCPs, the anode is held at a high positive voltage, while all the readout
electronics works at low voltage and cannot be directly connected to the
anode. Usually the high voltage is decoupled from the signal by means of
capacitors, but in the case of delay-line anodes the resulting distortion of
the pulse shape prevents from achieving the required spatial resolution.
After a long series of tests we decided for a configuration with a thin
dielectric sheet covered with a resistive layer (facing the MCPs) placed in
direct contact with the anode. With this choice the resistive layer and the
meander line act as the two plates of a capacitor. The resistive layer is
biased with the high voltage and, actually, acts as the real anode collecting
the output charge from the MCPs. When an electron cloud arrives on the
resistive pad, on the underlying ground-referenced anode an image charge is
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Figure 4.8: Section of the detector mechanical assembly.
generated which originates the electromagnetic pulse exploited for position
encoding. Fig. 4.8 shows a sectional view of the detector assembly: the
metallic mesh for electrostatic screening, the microchannel plate mounting
and the delay-line anode can be distinguished.
4.1.4 Read-out electronics
Preamplifiers
The start and stop signals from the detector are carried out from the UHV
chamber by means of two SMA feedthroughs and immediately amplified by
preamplifiers mounted directly on the UHV flange, reducing in this way the
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possibility of noise pick-up.
The homemade preamplifiers have been designed according to the follow-
ing constraints: bandwidth around 150 MHz (requested by the length of the
input pulses, around 4 ns), input and output impedence of 50 Ω and good
resistance to electrostatic discharges. A Monolithic Microwave Integrated
Circuits (MMIC) preamplifier produced by MiniCircuits [8] has been used
as active device, providing a large bandwidth (3 GHz), a nominal input and
output impedence of 50 Ω and a rugged design.
Each preamplifier uses two cascaded MMICs. On the board, all com-
ponents external to the amplifier, such as bias resistors, DC blocking and
bypass capacitors, and the RF choke have been placed in close proximity of
the MMICs, according to the rules for RF circuit design. In order to char-
acterize the developed device, its frequency response was measured using
an Agilent ENA E50701C network analyser and is reported in fig. 4.9. It
may be seen that the gain is about 43 dB for frequencies between 10 and
400 MHz; the upper -3 dB cutoff frequency is 1 GHz, while the lower one is
below 100 kHz.
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Figure 4.9: Frequency response of the two-stage MMIC-based preamplifier for
frequencies between 100 kHz and 3 GHz.
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Constant Fraction Discriminators
The amplitude of the pulses coming out from a MCP assembly can vary
appreciably, as reported in many articles [9, 10], and their pulse height dis-
tribution shows a strong dependence on the voltage applied to the MCP
setup and on the count rate of the events. Consequently, it is necessary to
use constant fraction discriminators (CFDs), instead of simple threshold dis-
criminators. CFDs are devices capable of giving a digital signal (LV-PECL
in our case) at the exact moment when the anode pulse reaches the fraction
of its amplitude preset by the user, independently of the absolute value of
the amplitude itself; with this instrument it is possible to get measures of
delay between start and stop signals almost unaffected by peak amplitude
variations.
In our detector setup the pulses width mainly depends on the distance
between the MCP and the anodes and on the voltage applied between them;
these parameters influence the number of detector traces involved by the
electrons bunches coming from the MCP and the consequent widening of
the signal [7]; a further spreading is introduced by the amplifier section,
which always contains a high frequency noise filter section, so that at the
end of the signal “chain” the width of the final pulse fed to CFDs is around
4 ns.
The CFDs built for this application have been designed in order to pro-
cess pulses with
- approximately Gaussian shape, with a full width at half maximum
(FWHM) of 4 ns,
- amplitude between 0.5 and 2 V,
- rise and fall time around 2.8 ns (so most of the frequency content is
below 175 MHz,
- jitter lower than 20 ps and walk error lower than 40 ps 1.
This demanding specifications allow obtaining an overall spatial resolution
better than 100 µm.
A threshold comparator is also used to both avoid triggering due to
noise, and to generate a CFD active signal; this signal is exploited by a
logic circuitry in order to allow a latch mode operation, which can be used
1Both jitter and walk error refer to the temporal uncertainty in the digital output pulse;
they are due to the noise at the input, and the variations of the input pulse amplitude,
respectively.
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in case of poor line mismatch, when it can be advisable to latch on the first
pulse and reject the following pulse reflections. Experimental results on the
CFD alone (using a Le Croy 9210/9211 pulse generator and a Le Croy 8500
Wavemaster 20 Gs/s oscilloscope) have shown, for 4 ns FWHM Gaussian
pulses, a jitter lower than 17 ps for pulse amplitudes between 215 mV and
2 V.
Time to Digital Converter
The start and stop LV-ECL signals coming from the CFD are fed to the
Time-to-Digital Converter (TDC). The task fulfilled by this instrument con-
sist in measuring the time interval between start and stop signals and
giving a corresponding 16-bit number. The TDC implemented for this ap-
plication follows the digital scheme after which the whole processing is per-
formed by a digital VLSI that directly receives the start and stop signals
and measures the time interval exploiting chains of logical gates with known
delays; further tricks are also implemented in order to improve the circuit
resolution and precision.
Actually, the analog approach provides a time resolution which is gener-
ally better than what is possible with the totally digital counterpart, however
it suffers from two important limitations: (i) the time resolution scales with
the maximum time window and (ii) the relatively long time periods needed
by the analog circuit limit the maximum count rate to about 1 MCount/s.
On the contrary, totally digital TDCs provide a resolution which is indepen-
dent on the time range, being only limited by the registry bits depth, and
are generally faster than the analog ones, due to the absence of the analogue
step.
According to the previously exposed considerations, the TDS system we
deveolped is based on a digital TDC chip, the ACAM TDC-GPX, that can
provide a time resolution of 27 ps [11]. This corresponds to a spatial reso-
lution in our detector of about 70 µm as explained in sec. 4.1.5. The TDC
chip is mounted on a 6 layer PCB, the TDC Plugin Board. The LV-PECL
signals enter this board through differential traces; on the board, the signals
are routed using impedance controlled traces, and proper 50 Ω terminations
are provided as near as possible to the integrated circuit pins. The lines have
been designed with the same length, so that the delay introduced is the same
on all the input signals, and with careful minimization of cross-talk effects
which would worsen the behaviour of the transmission lines. The TDC is
managed using a 92-pin Altera Cyclone Field Programmable Gate Array
(FPGA), which handles the flux of events, controls their logical consistency
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(e.g., a stop must follow a start, otherwise it is a false event) and manages
the transfer of the digitalized data.
The TDC system is connected via an external SCSI II cable to a home
made PCI Interface Board (BiDiMem) that is placed inside a computer. In
this way the PC is able to retrieve the acquired data using a 32-bit bus and
a simple handshaking based on only two lines, Read REQuest and Read
ACKnowledge. Internal data transmission exploits the standard PCI bus.
4.1.5 Detector characterization
Once all the elements of the acquisition chain had been characterized indi-
vidually, some bench test were performed on the complete system. After
these test the performance of the detector was also characterized in UHV
conditions.
Figure 4.10: Picture of the probe used to inject pulses on the delay-line anode
during bench tests.
The linearity of the system was first tested, exciting the delay line anode
by means of a pulse generator capacitively coupled to it using a suitable tip
(Fig. 4.10) which was moved along the detector by means of a micrometer
system. Experimental results (shown in Fig. 4.11) evidence a strict linear re-
lation between measured and effective position of the probe on the detector,
with a small divergence only at the borders of the active area.
Other measurements were devoted to the determination of the short
term stability of the system. Fig. 4.12 shows the relationship between the
standard deviation and the position, working at the repetition rate of 1 MHz;
even if the standard deviation is slightly dependent on the position and lower
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Figure 4.11: Linearity of the sensor: measured position versus real position of the
excitation.
in the middle of the detector, its maximum value is better than 60 µm over
the whole detector range.
The stability of the system has been validated also with long-term tests.
The graph in Fig. 4.13 shows the average values measured during a period
of ≈ 12 hours of acquisition at a rate of 1 sample per second: the long-term
variations are below 10 ps.
Dark counts and spatial resolution of the detector have been investigated
in UHV conditions. Dark counts analysis has been performed by polarizing
the MPCs and the resistive decoupling pad as in a normal experimental
condition, while not using, of course, any light or electron source to excite
the MCPs. In a 20 hour test we recorded an average of 4 counts/s, uniformly
distributed on the whole area of the detector. In order to extimate the spatial
resolution of the system, the detector was partially covered with a steel blade
and, with this configuration, the electrons provided by an electron gun were
detected. The measured transition across the blade edge is shown in fig 4.14,
from which an overall resolution of ≈ 60 µm can be deduced.
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Figure 4.12: Short-term standard deviation of the measurements versus the posi-
tion on the detector. Blue line with markers: measured data; red line: interpolated
data.
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Figure 4.13: Long-term behaviour of the system.
4.1.6 Detector tests on the electron energy analyser
Once bench measurements and first UHV test were performed, the detector
was ready to be installed on the PHOIBOS analyser. For data acquisition
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Figure 4.14: Profile of a steel blade perpendicular to the detector encoding direc-
tion; from the transition across the edge (10–90%) the resolution is deduced.
the detector was virtually divided via software in 1068 channels: the time
interval (measured in TDC units) of the whole detector range. This results
in a spatial width of the channels of 75 µm, a value that well matches the
resolution of the system.
Before any reliable photoemission spectra acquisition, a preliminar cal-
ibration of the energy dispersion was needed. In fact, the theoretical rela-
tion (3.6) is derived for an ideal analyser and does not take into account
trajectory distorions due to fringing fields. By measuring how the kinetic
energy value of the Ag 3d5/2 photoemission peak varies as a function of the
region of the detector used to acquire the spectrum, it was possible to find
a value for the dispersion of 0.27 meV/channel with pass energy of 1 eV.
This parameter is sufficient for every working condition, since the dispersion
scales lineraly with the pass energy.
Once calibrated the energy dispersion, we were ready to acquire the first
photoemission spectra; for these first tests a Ag(111) sample was used. The
measurement of the Ag 3d spin-orbit splitting gave a value of 6.00±0.02 eV,
in perfect agreement with tabulated references [12], certifying the accuracy
of the energy calibration. Moreover, from the evaluation of the Fermi Level
broadening at 90 K, the overall resolution with pass energy 5 eV and entrance
slit width of 1 mm was extimated to be 25 meV; this result confirmed that
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with the new measurement system high-resolution spectra can be achieved
even if the analyser parameters are not set to the extreme values of 1 eV for
the pass energy and 0.2 mm for the entrance slit, i.e. high-resolution and
relatively high count rates can be obtained at the same time.
All the measurements described up to now were performed in the stan-
dard scanning mode: for a given energy range, energy step and time window,
the “analyzed” energy is scanned with a proper step so that at the end of the
process every point of the spctrum includes the contribution of each detector
channel, i.e. each channel counts electrons with that kinetic energy for a
time interval equal to the selected time window. Using this procedure the
time window can be reduced by a factor N with respect to a single channel
acquisition (where N is the number of channels) obtaining the same statis-
tical uncertainty. This possibility indeed speeds up the acquisition proce-
dure, but even exploiting the high photon flux delivered by the SuperESCA
beamline the fastest acquisitions take ≈ 10 s; this time interval between
each spectrum can be a limiting factor when real-time measurements are of
interest.
In order to drastically reduce the acquisition time per spectrum, the
so-called snapshot acquisition is needed. This procedure exploits the well
known relation between energy and position on the detector (cfr. eq. (3.6));
if the energy range covered by the detector is sufficiently wide and if enough
channels are available for the photoemission features to be clearly resolved,
it is possible to acquire a detector image and obtaining in this way the
photoemission spectrum in one single cycle (a single shot) of the standard
procedure described above.
From this point of view, the newly realized delay-line detector presents
some advantages respect to the multianode detectors used for the first at-
tempts of snapshot acquisition:
• The large dimension of the detector along the dispersive direction
(80 mm, while for multianode detectors 45–50 mm where the stan-
dard values) allows to cover an energy range of ≈ 2 eV and ≈ 3.8 eV
using pass energy 10 and 20 eV respectively. Actually, even larger
ranges are available at higher pass energies (≈ 18 eV at pass energy
100 eV), but the worsening of the energy resolution limits the use of
these “extreme” parameters.
• The 1068 (virtual) channels of the detector allow the acquisition of
spectra with well defined features; as an example, we can consider
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Figure 4.15: Comparison between snaphot spectrum (black open circels) and scan-
ning mode spectrum (blue line) of the Ir 4f7/2 photoemission peak from a clean
Ir(111) surface. Both spectra have been acquired with pass energy 20 eV. It’s
worth noting the high density of data points on the snapshot spectrum that allows
accurate measurements also with this method.
that for a snapshot acquisition at pass energy 10 eV the energy step
in the spectrum is 2.7 meV.
• The increase in the number of channels with respect to multianode
detectors is obtained without increasing the complexity of the readout
system: independently of the number of channels, in fact, only two
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signals (start and stop) need to be managed.
Probably, the most complicated problem to face in order to perform
a snapshot acquisition with a multianode detector is the difference in
sensitivity of each acquisition chain: it can be so dramatic that dif-
ferences in measured count rates of 50% between adjacent anodes can
be reached. Actually, setting properly the thresholds for one hunderd
channels or so is quite a tricky job and the results are not always satis-
factory. One possible solution is using a weghting function for snapshot
acquisition correction, but the correcting function itself is not easily
determined, the main problem being the fact that the weighting fac-
tors for adjacent channels are not correlated at all and it is difficult to
minimize the error associated with each value.
In the case of a delay-line detector, on the other hand, only two thresh-
olds need to be set (one for each CFD) and the weighting function
needs to take into account only for (i) different sensitivities in dif-
ferent areas of the microchannel plate assembly, and (ii) for different
transmission of the lens-hemisphere system in different regions of the
analyser exit plane. Both these effects are expected to vary smoothly
so that, by comparing a flat region of a photoemission spectrum ac-
quired in snapshot mode with the same region measured in scanning
mode, a proper weighting function can be easily built.
Fig. 4.15 highlights the accuracy of the results that can be obtained
following the weighting procedure described above. The capability of ac-
quiring accurate snapshot data leads to the possibility of obtaining spectra
with a sufficiently good signal-to-noise ratio even in time windows as short
as 50 ms, as will be explained in more detail in sec. 4.3. Actually, the read-
out electronics could perform measurements every 5 ms, but in this case,
even using synchrotron radiation, the rate of photoelectrons is too low to
obtain reasonable photoemission spectra.
4.2 The SuperESCA data acquisition software
Once the new instrumentation was tested and ready for operation, an ap-
propriate control software was needed in order to make the experimental
procedures as user friendly as possible. The software was required to fulfill
the following tasks:
• controlling the SPECS HSA 3500 plus power supply system in order to
set the proper voltages to the analyser lenses and hemispheres during
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the acquisition process;
• managing data acquisition from the detector readout electronics and
synchronizing it with the power supply operation during sweep mode
measurements;
• operating the manipulator movements: in particular synchronizing the
polar and azimuthal rotations of the sample with spectra acquisition
is fundamental in angular resolved experiments;
• giving to the user the possibility to change the pothon energy by set-
ting the monochromator and varying the undulator gaps;
• remotely controlling all the instruments installed on the experimental
chamber, e.g. temperature controller, electrometer, pressure gauge,
etc.
The software that I developed is written within the LabVIEWTM (Lab-
oratory Virtual Instrumentation Engineering Workbench) platform.
LabVIEWTM is a dataflow graphical programming language (G language)
from National Instruments [13] commonly used for data acquisition, instru-
ment control and industrial automation. The programs and subroutines are
called Virtual Instruments (VIs) and basically consist of a front panel, a
block diagram and a connector pane. The front panel contains controls and
indicators and allows an operator to input data into or to extract data from
a running VI: actually it can be considered as the user interface. In the block
diagram the code is implemented by means of function-nodes connected by
wires through which the variables propagate following a scheme absolutely
similar to a block diagram. Finally, the connector pane is mainly used in
subroutines (subVIs) to define input and output variables. Fig. 4.16 shows
an example of front panel and block diagram of a LabVIEWTM subVI.
Thanks to the structure described above where front panel objects (con-
trols and indicators) are essentially the variables processed in the block
diagram, the creation of user interfaces is strictly interconnected to the
development of the code and does not require an additional step for the
programmer. However, the major benefit of LabVIEWTM over other devel-
opment environments is the extensive support for accessing instrumentation
hardware. Drivers and abstraction layers for many types of instruments and
buses are included or are available for inclusion. All this low-level drivers
are represented as graphical nodes in the block diagram window and their
use is equivalent to that of the large number of functions available in the
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(a)
(b)
Figure 4.16: Example of the front panel (a) and the block diagram (b) of a
LabVIEWTM VI: the Histogram VI on the client PC.
libraries for data acquisition, signal generation, signal processing and anal-
ysis, data storage and so on. All these tools render programs written in
LabVIEWTM so flexible that they can be easily modified implementing new
required features even during experiment performance.
4.2.1 Embedded PC–client PC architecture
The system designed for the SuperESCA beamline software is based on the
use of an embedded PC controlled by a client PC. The former is dedicated
to the most demanding instrumentation control processes, while the latter
is the computer on which the user works during experiments. The main
reason for such a choice is that detector data acquisition and processing are
computationally heavy tasks and using a standard solution with a single
computer would have expanded the acquisition time up to 30%. In fact, de-
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tector data from the TDC consists in an array of values which correspond to
the event positions on the detector: these data have to be reorganized in an
histogram to obtain a “Frequency vs Position (or Energy)” plot. Within the
chosen architecture, the two tasks are shared between the two computers:
the embedded PC manages data communication with the detector acquisi-
tion chain and in parallel sends the acquired array to the client PC that, in
turn, processes data to display the desired type of graph. Fig. 4.17 shows a
schematic representation of the configuration used. The tasks executed by
the two computers and the user interface of the beamline control program
will be described in the next paragraphs.
Detector TDC
Analyser
Power Supply
System
Embedded PC Client/User PC
Pressure Gauge
Temperature
Controller
ElectrometerEthernet
Connection
Motor drivers
Figure 4.17: Schematic representation of the architecture used for the SuperESCA
control system. The devices controlled by each of the two computers are also
indicated.
4.2.2 The embedded PC
The embedded PC hosts the BiDiMem acquisition board which communi-
cates with the time-to-digital converter and manages the timing to accu-
rately define the counting time window. An ethernet connection provides
also control on the SPECS HSA 3500 plus power supply system. Once the
computer boot procedure has completed, a LabVIEWTM VI is started auto-
matically; this VI listens for an ethernet connection and once the connection
is established, it waits for commands from the client PC.
When a “DETRead:time” command is received, the following procedure
is executed on the embedded PC:
• the BiDiMem board is asked to acquire event positions for a 5 ms time
interval;
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• a subVI reads the acquired data through the native PCI bus of the
computer and starts another 5 ms acquisition;
• while the new acquisition is performed, another subVI sends data to
the client PC via ethernet connection.
All these operations are repeated N times, where N is the number of 5 ms
units needed to cover the whole interval specified with the time parameter.
The parallelization of the BiDiMem reading and data sending procedures
allows significant time saving. On the other side of the ethernet connection,
the client PC hosts a subVI that receives the position array. Once all the
5 ms cycles are completed, it sends data to a second subVI dedicated to the
histogram preparation; while this latter routine processes the data, the first
subVI is ready for receiving the subsequent acquisition from the embedded
PC. This further task parallelization results very useful when a large number
of subsequent detector readings is required as in the case of scanning mode
acquisitions.
The other primary task fulfilled by the embedded PC software is to set
the proper voltages on the power supply system for the analyser operation
at the selected kinetic energy/pass energy combination. This is assured by
means of a dll library provided by SPECS and called in a LabVIEWTM
subVI each time the “SetKE” command is received.
4.2.3 The User Interface on the client PC
The client computer, besides to the embedded PC, is connected with the
Elettra LAN (Local Area Network) and to the BCS system (Beamline Con-
trol System) which controls monochromator and undulator gap movements.
Moreover, it controls through a multiple serial-port board the manipulator
moto drivers, the pressure gauge, the temperature controller and a Keithley
electrometer. This latter instrument measures the photoemission current
induced by the photon beam on the last focussing mirror of the beamline:
since the current is proportional to the photon flux, its value can be used to
normalize the intensity of spectra acquired in different moments/conditions.
In order to illustrate the most important features of the software devel-
oped for the SuperESCA beamline, the functionalities of the startup window
and of the three panels relative to the mostly used acquisition procedures
will be described.
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The Startup window
Once this VI is launched, it opens the TCP-IP connection with the embedded
PC, sets the analyser and detector voltages and initializes the serial-port
communication with all the connected devices. From this panel it is possible
to select the required acquisition mode and open the corresponding window.
Figure 4.18: Front panel of the Startup VI.
The Global Detector Setup window
This VI continuously reads detector data according to the analyser parame-
ters set on the corresponding controls (kinetic/binding energy, pass energy,
lens mode and time window). Besides the graph where the instantaneous
spectra are shown, an indicator and a chart with the total counts and their
trend have been added in order to facilitate the sample alignement proce-
dure via maximization of the count rate at the beginning of the measurement
session.
From this panel (fig. 4.19) the detector voltages can be adjusted to opti-
mize its efficiency and response. Moreover, two cursors can be accessed on
the displayed graph by means of which it is possible to define the area of
the detector used for the measurements, eliminating eventual distortions at
the detector edges. Finally, a control for setting the photon energy is also
available.
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Figure 4.19: Front panel of the Global Detector Setup VI.
The Sweep Mode window
This panel (fig. 4.20) is designed to manage the traditional sweep (also called
scanning) mode acquisitions. In the lower left box, energy range, energy
step, integration time and the number of sweeps to be summed are set. It
is also possible to select pass energy and lens mode as well as the photon
energy. All these parameters can be stored as an XPS-region, so that they
can be recalled in a second moment, allowing the possibility to define a series
of spectra to be acquired automatically.
On the right side of the panel there are two graphs: in the upper one
the current scan is displayed, while in the lower one the sum of the previous
sweeps is shown if several scans are expected to be summed.
Data are saved in Igor text format2. A parameter file is also stored
containing data about the pressure in the experimental chamber, the tem-
perature of the sample, the current on the mirror (so, indirectly, the photon
flux) and the polar and azimuthal angles.
Several procedures, corresponding to different types of experiments, have
2Igor Pro is a data analysis software from WaveMetrics, Inc. [14].
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Figure 4.20: Front panel of the Sweep Mode VI as appears when the Standard
Acquisition is selected.
been implemented within this VI and can be selected by means of a drop-
down menu.
• Standard (Sum). The selected number of scans are acquired and
summed. It’s the most traditional way of performing photoemission
experiments.
• Time Resolved. The selected scan is repeated and each spectra is saved
separately as a column in a matrix together with a time label, so that
the temporal evolution of the spectra can be reconstructed.
• Energy Scan. The spectrum is recurrently acquired with different pho-
ton energies. The photon energy range and the step for the acquisition
series are set in a dedicated control box. As explained in sec. 2.5, this is
one of the possible acquisition procedures in photoelectron diffraction
experiments.
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• Polar (Theta) Scan. When the CTPO manipulator is used, whose
rotations are driven by motors controlled via software, other three
modalities are available, dedicated to photoelectron diffraction exper-
iments. When the Polar Scan is active, a series of spectra is acquired
with polar emission angles varying according to the selected angular
range and step.
• Azimuthal (Phi) Scan. Very similar to the Polar Scan, but in this case
the azimuthal emission angle is varied throughout the desired angular
range.
• “Pizza”. This acquisition procedure combines polar and azimuthal
scans: for each polar angle of the series, an azimuthal scan is per-
formed. The number of points for the azimuthal scans is calculated
by the software as a function of the polar angle in order to obtain
Figure 4.21: Front panel of the Fixed Mode VI when the “Pizza” acquisition is
selected.
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a uniform sampling over an ideal hemisphere centered on the sample
surface.
The Fixed Mode window
This VI controls snapshot (also named “fixed”) acquisitions. In this case
only the center of the spectrum is selected by the user, because the range
and the step are determined by the pass energy and the detector dimensions.
The same experimental procedures described for the Sweep Mode window
are available.
4.3 The first test: hydrogen oxidation reaction on
Rh(111)
4.3.1 Introduction
One of the first test experiments performed with the novel experimental
setup was aimed to explore the possibilities offered by the fast snapsot ac-
quisition in following in real-time the evolution of the measured spectra.
For this first experiment we chose to investigate a process which is quite
important in heterogeneous catalysis: the hydrogen oxidation reaction on
Rh(111). The H2 + 12O2 → H2O reaction is of fundamental importance for
many reactions widely used in industrial processes, e.g. the partial oxida-
tion of methane that is one of the most exploited processes for natural gas
conversion into liquid products, such as methanol, via intermediate syngas
formation (a mixture of CO and H2). The high selectivity for H2 formation
of Rh based catalysts (if compared with Pt based ones) is related to the low
rate of the competing reaction (O + H→ OH) [15]. The detailed knowledge
of the mechanisms involved in the reaction constitutes the groundwork for
the development of novel, more efficient catalysts. We decided, therefore, to
use the Rh(111) surface as the symplest model for the catalyst: this choice
allows focusing on the reaction steps avoiding, in this first stage, complica-
tions arising from the influence of the catalyst’s morphology on the chemical
process.
In the following the reactions steps are listed: essentially it proceeds via
adsorption and dissociation of H2 and O2, subsequent formation of hydroxyl
groups and water molecules and, finally, water desorption from the rhodium
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surface.
1. H2,gas + 2∗ ­ Hads +Hads
2. O2,gas + 2∗ ­ Oads +Oads
3. Oads +Hads ­ OHads + ∗
4. OHads +Hads ­ H2Oads + ∗
5. OHads +OHads ­ N2Oads +Oads
6. H2Oads ­ H2Ogas + ∗
(4.5)
Here, gas and ads indicate the state of the atom or the molecule (in gas
phase or adsorbed on the metal surface), ∗ indicates a free adsorption site.
Each reaction step is governed by the respective reaction rate coefficient,
ki or k−i if the i-th step is considered as taking place from the right to the
left.
The velocity of an adsorption process (steps 1 and 2) is proportional to
the sticking coefficient S, that can be expressed as
ki ∝ S = S0
(
1− θ
θmax
)2
(4.6)
where S0 is a constant accounting for the depencence on temperature and
surface morphology and (1 − θ/θmax) expresses the probability of finding
free adsorption sites with θ and θmax being the coverage and the coverage at
saturation, respectively. The quantity in brackets is powered to the number
of surface sites occupied after dissociation, 2 in the case of H2 and O2.
The desorption probability (step 6 and the inverse reaction of steps 1 and
2) and intermediate reactions (steps 3 to 5) are described by the Arrhenius
equation
ki = Ae
− Ea
kBT (4.7)
where kB is the Boltzmann’s constant and A is the so-called pre-exponential
factor related to the frequency of collisions between the reactants (typical
values fall in the range 1012–1013 s−1). Ea is the activation energy, i.e.
the energy barrier that, for desorption processes, atoms or molecules need
to overcome in order to reach the final state in gas phase or, in case of
intermediate reactions, the barrier that separates the initial state with two
isolated reactants A and B from the final state with the molecule AB.
From all these considerations follows that the reaction kinetics, and thus
also the selectivity of the catalyst, depends upon the activation energies in-
volved in the process; the detailed analysis of the activation energy for all
the intermediate products of a chemical process is a fundamental step for
the complete understanding of a catalytic reaction. In this experiment, our
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goal was the evaluation of the activation energy for the third step in the re-
action process (Oads +Hads ­ OHads + ∗) by exploiting the fast acquisitions
allowed by our novel experimental set-up to follow the evolution of oxygen
coverage while dosing O2 in a background pressure of H2. The background
hydrogen pressure feeds continuously H atoms, so that as soon the first O2
molecules dissociate on the Rh surface the reaction begins taking place and
the trend in the growth of the oxygen coverage depends upon the reaction
rate coefficients, until a dynamical equilibrium is reached, when the rate of
O adsorption is equal to that of O leaving the surface upon formation of
water molecules.
4.3.2 Experimental details
The Rh(111) crystal was cleaned by iterated cycles of Ar+ sputtering, fol-
lowed by annealing to 1300 K and oxygen treatment in a 5 × 10−8 mbar
of O2 pressure with the temperature varied periodically between 470 and
1120 K.
During spectra acquisition, the Rh crystal was kept in a constant back-
ground pressure of H2, while O2 was fed by means of the supersonic molec-
ular beam apparatus described in sec. 3.1.1. By acquiring Rh 3d5/2 and
O 1s spectra during modulation of the oxygen flux, obtained by opening a
closing periodically the molecular beam shutter, it was possible to follow the
evolution of the oxygen coverage.
All the photoemission spectra were acquired at normal emission, i.e. with
the sample surface normal to the analyser. Rh 3d5/2 core level spectra were
acquired in “Fixed Mode” with a photon energy of 380 eV. Pass energy was
set to 20 eV, so that the measured binding energy range was 306.8–311.2 eV;
the 3 mm entrance slit fixed the overall energy resolution of the analyser to
≈90 meV. For O 1s core level we used a photon energy of 650 eV, pass
energy of 30 eV (binding energy range 524.4–532.6 eV) and we also opened
the entrance slit up to 7 mm: this was necessary to increase the electron
flux, otherwise the small value of photoemission cross-section for O 1s and
the lower photon flux delivered by the beamline at this energy wouldn’t have
allowed fast acquisitions. The time window was set to 50 ms, which resulted
in an overall interval of ≈75 ms between consecutive spectra, due to intrinsic
dead-time of the acquisition system.
The acquisition procedure was repeated for two hydrogen background
pressures (4×10−9 and 1×10−8 mbar) and in a temperature range between
470 and 590 K, where hydrogen and water molecules are expected to desorb
very rapidly, since their desorption temperature is much lower (250 and
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Figure 4.22: (a) Example of Rh 3d5/2 obtained in Fixed Mode with a 50 ms
acquisition. (b) Selection of real-time Rh 3d5/2 spectra acquired during oxygen
uptake.
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160 K, respectively), while oxygen remains chemisorbed on the surface up
to 1200 K.
The ON and OFF periods for the molecular beam were set to 60 and 120 s
respectively for the lower hydrogen pressure, while for higher background
pressure we set 120 s ON and 60 s OFF.
At the end of real-time acquisitions, high resolution Rh 3d5/2 (both of
clean and O covered sample) and O 1s spectra were acquired both in “Fixed”
and in “Sweep Mode”, in order to obtain reliable line shape parameters to
be used in the fits of real-time spectra.
4.3.3 Results and discussion
Panel (a) of fig. 4.22 shows an example of the good quality of the Rh 3d5/2
spectra acquired in only 50 ms counting time. The core level line shape
for the clean crystal consists of two components: one due to the bulk Rh
atoms at 307.15 eV and one due to the under-coordinated surface atoms
that presents a surface core level shift (SCLS) of -0.50 eV.
In panel (b) it is possible to follow the evolution of the spectra during a
phase of the experimental cycles with the oxygen molecular beam ON. The
final spectrum presents a strong reduction of the clean surface component,
while two more features appear with SCLSs of -0.14 and +0.3 eV. From
previous studies [16, 17] on the ordered p(2× 2) (θ = 0.25 ML) and p(2× 1)
(maximum θ = 0.5 ML) structures formed upon O adsorption on Rh(111),
it is known that these two extra components are due to Rh surface atoms
that are 1- and 2-fold coordinated with O atoms, respectively (see fig. 4.23).
In the following these components will be indicated as RhI and RhII , while
the clean surface feature will be addressed as Rh0.
Fig. 4.24 shows the evolution of the intensities of the rhodium spectral
components and that of the O 1s peak during the molecular beam ON/OFF
cycles at 470 K; data acquired with the two hydrogen background pressure
are displayed. The growth trends of RhI and O 1s during the periods with
oxygen beam ON are evident; as can be expected, the Rh0 intensity behaves
complementarily. It is worth noting the low intensity of the RhII compo-
nent, and its total absence in the measurements at 1 × 10−8 mbar of H2,
indicating that in this case the maximum O coverage is less than 0.25 ML.
The photoemission intensities could be converted in relative coverage
of the corresponding atomic or molecular species. In the case of the Rh0
component the procedure was quite straightforward: its intensity obtained
for a clean surface (I0) corresponds to a coverage of 1 ML and assuming
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Figure 4.23: Assignment of the four spectral components that can be identified in
Rh 3d5/2 core level spectra of oxygen covered Rh(111) surface.
a linear relation between the number of emitting atoms and the number
of collected photoelectrons the evolution of the relative coverage can be
obtained from a simple proportion θRh0(t) = IRh0(t)/I0.
As far as RhI and RhII is concerned, we assumed that the sum of the
three Rh components constantly corresponds to 1 ML coverage and the
corresponding intensities have been scaled accordingly.
The normalizing procedure for the O 1s intensity was more complicated.
The Rh0 coverage was plotted as a function of the O 1s intensity; the trend
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Figure 4.24: Intensity modulation of the Rh 3d5/2 spectral components and of
the O 1s core level during oxygen flux modulation at 470 K; hydrogen pressure is
4 × 10−9 and 1 × 10−8 mbar for panel (a) and (b), respectively. The molecular
beam ON and OFF periods are evidenced.
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during the first seconds of the reaction have been fitted with a line. Since
oxygen adsorbs in three-fold sites on Rh(111), for each adsorbed O atom,
three Rh surface atoms are modified. Imposing this 3-to-1 relation on the
slope that describes the the decrease of the Rh surface component related
to the increasing O coverage, the intensity modulations of O 1s core level
can be converted into relative coverage units. The above procedure is justi-
fied by previous uptake experiments on Rh(100) and Rh(111) crystals [18],
where the uptake curves are shown to follow, at least at the beginning of
oxygen exposure, a ratio determined by the geometry of the adsorption site.
In order to extrapolate the activation energy from the acquired data,
we needed to describe the coverage evolution for the intermediate products
starting from the reaction steps of eq. (4.5). From this analysis a set of
differential equations can be inferred that express the temporal derivative
of the coverage for a given species in terms of contributions of the single
reaction steps.
For the adsorption and dissociation processes, the contribution to the
coverage is equal to the sticking coefficient multiplied by the number of
gas molecules that hit the surface in the unit time, this last quantity being
expressed as p/
√
2pimkBT for a gas pressure p of molecules with mass m
at temperature T. For intermediate reactions and desorption processes, the
contribution to the coverage is given by the reaction rate coefficient mul-
tiplied by the probability for the two adsorbed species to react (i.e. the
product of the coverage of the two reactants by the number of elements
involved in the reaction).
In previous studies performed on the same system, several information
have been collected that can be used for better defining our model:
- The constant term S0 of the sticking coefficient for H2 and O2 are
known with very good precision (0.3 and 0.6, respectively) [19, 20, 21],
as well as the activation energy for O2 dissociation (0.73 eV) [19, 20,
22].
- In the temperature range of our experiments the H coverage is expected
to be always below 0.01 ML [20, 23].
- The maximum O coverage achievable above room temperature and
in our pressure regime is 0.5 ML, when the formation of the ordered
p(2×1) overlayer is observed [16]. For this reason, in the contribution
related to oxygen adsorption the coverage needs to be normalized to
0.5 ML.
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- At the temperatures of interest the water molecules desorb immedi-
ately after formation [24], so that we can omit the rate equation for
H2O coverage and also the contributions due to the dissociation of this
molecule.
- The rate of OH formation is expected to be much higher than that
of recombination of O atoms and O2 desorption, so that the latter
contribution can be neglected [25].
- We can also omit the contribution of the hydroxyl group dissociation,
since its combination with H forming H2O has higher probability.
- Both O and H atoms on Rh(111) surface adsorb on three-fold fcc sites
(i.e. with a Rh atom of the third layer directly below the adsobed
atom) [16, 23]. We need to take into account the competition between
the coverage of the two species in the calculation of the free adsorption
sites.
Following the rules outlined above and taking into account all the informa-
tion available from previous experiments, the rate equations for O, H, and
OH coverage can be expressed as follows:
dθH
dt
= 2
pH2S0,H2
n0
√
2pimH2kBT
[1− (θH + θO + θOH)]2+
−k−θ2H − kθHθO − kθHθOH
dθO
dt
= 2
pO2S0,O2
n0
√
2pimO2kBT
[
1−
(
θH + θO + θOH
0.5
)]2
+ (4.8)
−kθHθO − kθ2OH
dθOH
dt
= −kθHθO − kθHθOH − 2kθ2OH
If all the sticking and reaction rate coefficients were known, once deter-
mined properly the initial conditions, the above differential equations could
be integrated numerically and the evolution of the coverage could be sim-
ulated. In this experiment, however, the rate coefficients are the object of
the analysis: in this case the simulations can be used to fit the measured
coverage evolution, the unknown coefficients being the fit parameters to be
optimized. This procedure, of course, is much more complicated and time
consuming than the fit routines used for the analysis of the photoemission
spectra. As a starting point, the values found in literature for the activation
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energies and the pre-exponential factors have been used, then, one at the
time, all the parameters were relaxed. Results of the fitting procedure for
the data collected for the two hydrogen pressures at 470 K are reported in
fig. 4.25.
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Figure 4.25: Fits of the oxygen uptake curves obtained during the measurement
session at 470 K.
From these plots the first inconsistencies in the model we used to inter-
pret the experimental data can be argued. As can be noted in the graph,
the different slopes at the beginning of oxygen exposure require two differ-
ent S0,O2 coefficients to properly fit the uptake curves. On the other hand,
being the sample temperature and the pressure of the molecular beam the
same, this parameter is expected to have the same value for both exper-
iments. The different initial growth rates appear somehow related to the
different hydrogen pressures used in the experiments: in our model, on the
other hand, while the OH production appears fundamental in determining
the different coverage values at equilibrium (note the different equilibrium
coverage in the two plots of fig. 4.25), it is not effective in limiting the O
coverage immediately after opening the O2 molecular beam. The initial be-
haviour of the oxygen coverage is thus not explained within our model that,
for this reason, needs to be improved in order to achieve fully relieble results.
In order to achieve first approximated results, however, two values for S0,O2
have been allowed in the fitting procedures.
Another problem in data interpretation arises from the fact that k−1
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and k3 coefficients are correlated: actually, they regulate the amount of
hydrogen desorbing from the surface or involved in OH formation. For
this reason the two parameters cannot be estimated within a reasonable
uncertainty: keeping their ratio constant, in fact, the absolute values for the
two coefficients can vary even of one order of magnitude without significant
worsening of the fit results.
The last limit of the proposed model emerges form the observation of
the plot relative to the low H2 experiment in fig. 4.25 (a). The fit does not
fit in the proper way the experimental data: at ≈ 0.2 ML the fit leads to
an underestimation of the coverage, while above ≈ 0.25 ML the experimen-
tal values are overestimated. This effect is probably related to the phase
transition between the p(2× 2) and the p(2× 1) structures occurring in this
coverage range, slowing down the O uptake process. This transition is not
taken into account in rate equations, since our simplified model is based
on the assumption that sticking and reaction rate coefficients are constants.
Such an assumption was required in order to obtain a soluble set of equa-
tions, but several theoretical [26] and experimental [27] studies indicate that
these quantities are coverage-dependent.
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Figure 4.26: Arrhenius plots of the k3 reaction rate constant obtained from the
fitting procedure of the oxygen uptake curve. The four plots refer to different values
guessed for the activation energy of hydrogen desorption (see text).
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Although the proposed model evidenced some limits, we finalized our
analysis extrapolating the activation energy for OH production. Since it was
not possible to determine both k−1 and k3 by fitting the uptake curves, we
limited the k−1 value in a range determined by the values found in literature:
the pre-exponential factor was set to 1× 1013 s−1 and the activation energy
for hydrogen desorption was limited in the range 0.66–0.83 eV.
Fig. 4.26 reports the Arrhenius plots obtained for the set of experiments
at the lower hydrogen pressure by reporting the natural logarithm of k3 as
a function of the inverse temperature 1/T. According to Arrhenius equa-
tion, these quantities are supposed to follow a linear relation and the slope
obtained from the linear regression procedure, normalized by kB, gives the
activation energy value. In the graph four sets of data are reported, corre-
sponding to different assumptions for the activation energy of H2 desorption.
The resulting activation energy for OH formation is 0.57± 0.05 eV.
4.3.4 Conclusions
From a quantitative point of view, the results of this investigation on the
hydrogen oxidation reaction on the Rh(111) surface cannot be considered
brilliant. The value we obtained for the activation energy of the OH forma-
tion step (0.57 eV) differs significantly from the values found in literature
(≈ 0.9 eV).
Such a large discrepancy can be due to incorrect choices for the rate
constants we had to insert a priori in the equations that describe our model.
As a matter of fact, if we use 1015 s−1 as the pre-exponential factor of k−1
(instead of 1013 s−1) and 0.73 eV for the corresponding activation energy, we
obtain a final value of 0.67 eV, i.e. an increas as large as the 17%. We can
therefore conclude that the kind of analysis we attempted for this system
can give reliable results only when they are obtained by means of a self-
consistent algorithm, i.e. when all the unknown parameters can be inferred
from the fitting procedure with the desired accuracy.
The unsatisfactory numerical result can also be ascribed to a not com-
plete modelization of the reaction: the above considerations on (i) the
p(2 × 2)–p(2 × 1) phase transition and (ii) the unexplained differences in
the first stages of O uptake for the two hydrogen background pressures in-
dicate that some fundamental aspects in the reaction process have been
neglected in our model.
Improvements can come only from other experimental investigations that
could help in designing a new, more rigorous model for the examined chem-
ical reaction.
92 4.3. The first test: hydrogen oxidation reaction on Rh(111)
Figure 4.27: (Top panel) Evolution of oxygen coverage and water formation rate
during an O molecular beam ON/OFF cycle. Oxygen coverage is detemined from
the intensity of the O 1s core level, while water formation is monitored by means of a
mass spectrometer tuned on 18 a.m.u. molecular mass. (Bottom panel) Evolution of
the Rh 3d5/2 spectral components during an equivalent ON/OFF cycle. From [26].
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From the instrumental point of view, this experiment highlighted how
our novel apparatus is capable of unheard-of acquisition rates that allow de-
tailed real-time measurements and dynamical analysis of chemical reactions.
A comparison with the data acquired in identical experimental conditions
can help understanding the importance of the technical improvements real-
ized on the experimental apparatus. Also this experiment was performed on
the SuperESCA beamline, but using the previous experimental set-up [26].
With that apparatus, actually, the SuperESCA research group produced
many pioneering works on photoemission spectroscopy real-time investiga-
tions [28]. Fig. 4.27 displays the evolution of O coverage as obtained from
the analysis of the spectral component intensities. In this case the acquisi-
tion time was of ≈ 20 s/spectrum: it is evident how the oxygen growth trend
upon molecular beam opening is defined by only 2–3 experimental points.
With the fast acquisition times achievable with the novel apparatus (ac-
quisition time is more than two orders of magnitude shorter), the progress
of O coverage is definitely better defined (compare with plots in fig. 4.24)
and such a temporal resolution permits the detection of short living species
under reaction conditions.
All the technical improvements of the experimental apparatus and the ac-
quisition procedures resulted, thus, in the high electron transmission through
the analyser and the high energy- and time-resolution required for experi-
ments on the evolution of supported nanoclusters and low-dimensional sys-
tems. In the next chapters I will report on how these characteristics were
fully exploited in several experimental studies.
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Chapter 5
Surface core level shift study
of Pd/Ru(0001)
pseudomorphic overlayers
5.1 Introduction
The advances in surface science techniques and instrumentation, combined
with first-principles calculations, provide insight into the catalytic activity
from an atomistic point of view. Detailed studies on elemetary chemical pro-
cesses on well-characterized single crystal surfaces (as models of the active
part of catalysts) contributed substantially to the understanding of chemical
processes taking place on different supports. This offers the groundwork for
the rational design of novel catalysts [1, 2].
In particular, transition metal alloys appear a very interesting subject
since they often present higher or more selective catalytic activity when com-
pared to those of the single constituents. Their enhanced catalytic properties
are governed by different factors: (i) the selectivity of each component in
promoting different elementary reaction steps, (ii) novel electronic struc-
tural properties arising from the interaction between the two metals, and
(iii) the unique surface morphology resulting from the alloying process. The
possibility of varying the composition of the surface alloy by changing the
base metals or the amount of the second element deposited on the transition
metal host offers a unique opportunity for tailoring the catalyst’s properties.
However, because of the strong interplay of all the above mentioned
factors, understanding the origin of the observed modifications in chemical
reactivity and relating them to each individual effect is a very difficult task.
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Moreover, if the design of custom catalysts is the target, it is still necessary
to develop new experimental techniques that could allow the direct deter-
mination of the chemical reactivity of the newly synthetized materials.
In this context, bi-metallic pseodomorphic overlayers represent model
systems simple enough for developing a systematic understanding of the
relationship between microscopic structure and catalytic activity.
A bimetallic surface alloy can be obtained by Physical Vapour Deposition
(PVD) of a metal on a well ordered surface of a host metal. If the surface
segregation energy (defined as the energy cost of transferring an impurity
atom (solute) from the bulk to the surface of the host crystal) is strongly neg-
ative (≤ −0.7 eV), the solute metal prefers lying on the host surface rather
than intermixing with it, and a well defined interface can be prepared [3].
In this case, after deposition on the host surface, solute atoms diffuse until
they meet a defect, a step or an existing cluster, so that they start the nucle-
ation process. The successive behaviour depends on the surface free energies
of the two metals: the deposited metal can grow layer-by-layer (Frank-van
der Merwe growth) or, after the completion of the first layer, it can form
three-dimensional islands (Stransky-Krastanov growth). A third possibility
is the formation of three-dimensional clusters without previous formation of
a wetting layer (Volmer-Weber growth) [4]. The term pseudomorphic growth
refers to a situation where the first adlayer is formed adopting the lattice
parameter of the host crystal, different from the bulk value of the deposited
metal. In general, only the first layer grows pseudomorphically, while the
succesive layers assume lattice constants progressively closer to that of the
crystal structure of the bulk admetal.
Hybridization of valence atomic orbitals of the two metals in the pseu-
domorphic system induces perturbations on its electronic configuration. All
the perturbations related to the bond between the different metals are known
as ligand effect, while the mismatch between the lattice constants of the two
metals induces the so-called strain effect.
All these factors that influence the electronic properties of the system
act, consequently, also on the surface reactivity. For this reason we need
some tool to directly determine the chemical reactivity of the resulting sys-
tem. Within the Density Functional Theory (DFT) framework, the d-band
model has been developed [5, 6]: surface chemical reactivity is directly re-
lated to the energy position of the d-band centre (²d) of pure or alloyed
transition metals. This model has proven to be very successful in explaining
chemical trends in the interaction of atoms and simple molecules with tran-
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sition metals and has clarified the role of substrate composition, structure,
and local atom coordination [7]. Indeed, it has been found that a clear linear
relationship holds between ²d and the adsorption energy of most common
atoms and molecules [8, 9, 10].
Altough ²d appears a good candidate as a descriptor of a system’s chem-
ical activity, problems arise when we try to determine experimentally its
value. While DFT calculations of the surface projected d-band centre are
routinely accomplished, the experimental determination of the surface d-
band Density Of States (DOS) of pseudomorphic overlayers (by means of Ul-
traviolet Photoelectron Spectroscopy) is extremely difficult because of band
dispersion, overlapping contributions from species in different chemical and
geometrical environment, and the presence of bulk and surface components
that cannot be clearly separated.
As already explained in sec. 2.4.2, changes in the valence band centre are
directly reflected in corresponding shifts of the core-level binding energies.
In their pioneering investigation on supported monolayers on different metal
substrates Rodriguez and Goodman [11] reported a correlation between the
changes in the desorption temperature of adsorbates and relative substrate
core-level shifts, indicating that core-level measurements can be a powerful
tool for examining surface chemical reactivity. However, the surface core-
level shifts (SCLSs) measured in photoemission experiments are affected
by final state contributions (sec. 2.4) that can be significant, in particular
for noble metals like Cu and Ag where the low density of states at the
Fermi level results in a rather inefficient screening of the core hole. For
a large number of transition metal systems (both, clean and adsorbate-
covered), high resolution photoemission experiments have shown a linear
relationship between SCLS changes, and the theoretically determined ²d
shifts, thus indicating that the screening correction magnitude is rather small
compared to the overall trend of initial state shifts [12, 13, 14, 15, 16].
Because of these properties, the idea of using the changes of SCLS as an
experimental descriptor of the trends in surface chemical reactivity has been
put forward [17].
In the study presented in this chapter our target consisted in understand-
ing whether the SCLS can be considered a good indicator of the chemical
properties also in the case of transition metal alloys. The Pd/Ru system
was chosen because it presents a number of interesting properties, making
it particularly suitable for our porposes. It has already been shown that
Pd overlayers grow pseudomorpically on Ru(0001) surfaces [18]. Pd has
a segregation energy of ≈ −1 eV with respect to Ru [3], which prevents
intermixing up to very high temperatures (and allows therefore moderate
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annealing procedures).
In this chapter I will describe how with a series of photoemission ex-
periments, paralleled by DFT calculations, we succeded in investigating the
electronic structure of pseudomorphically grown Pd layers on Ru(0001) and
in showing that SCLS of Ru and Pd species are directly proportional to
the calculated d-band centre shifts, thus demonstrating that also for this
alloy the magnitude of the screening correction does not obscure the over-
all trends in the initial state shifts. Also for this pseudomorphic overlayer
system, therefore, core-level shifts contain relevant electronic structure in-
formation, and can be considered a reliable descriptor of surface chemical
reactivity trends.
5.2 Experimental and computational details
The Ru crystal was cleaned by performing cycles of Ar+ sputtering, anneal-
ing to 1570 K, and oxygen treatment at 5× 10−7 mbar in the temperature
range 1000–1200 K, for removing the residual carbon. A final annealing to
1500 K was done to induce oxygen desorption. After this procedure, the
sample showed a sharp (1×1) LEED pattern with low background, and flat
terraces about 500 A˚ large.
The Pd evaporator consisted in a 0.25 mm diameter high-purity Pd wire,
which could be resistively heated. The evaporation filament was housed in
a tantalum cylinder, with an opening of about 20 mm at the front face for
directing the metal deposition onto the Ru substrate, while preventing Pd
evaporation onto UHV system components. The metal source was gradually
heated and then held at the evaporation temperature for a fixed amount
of time. The pressure in the UHV systems was always kept below 4 ×
10−10 mbar for preventing the adsorption of background impurities on the
bimetallic surface.
The growth process has been characterized in a separate UHV exper-
imental station equipped with an Omicron Spot Profile Analysis LEED.
The analysis of the intensity modulation and the line-profile changes of the
zeroth-order LEED spot evidenced a periodic modulation of the diffraction
intensity and the absence of extra-tails that are indicative of a Frank-van
der Merwe hetero-epitaxial growth. Pd deposition at 320 K with a flux of
about 0.9 ML/minute (followed by subsequent annealing to 670 K), resulted
in a layer-by-layer growth up to 2 ML, as previously reported [18]. Upon
formation of the third layer, a slight disorder takes place and the fourth
layer starts forming before the completion of the third one.
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Once determined the best evaporation conditions (filament current, evap-
oration time, substrate temperature and postdeposition annealing temper-
ature) for a layer-by-layer growth of Pd on Ru(0001), the sample and the
evaporator were moved to the SuperESCA beamline for the high resolution
photoemission measurements. The Pd and Ru 3d5/2 photoemission measure-
ments were performed with a photon energy of 470 eV, keeping the sample at
room temperature. All the spectra were measured at normal emission. The
overall energy resolution (electron energy analyser and x-ray monochroma-
tor) was 40 meV for both Pd and Ru 3d5/2 core level spectra. The electron
binding energies are referred to the Fermi energy position, measured un-
der the same experimental conditions (photon energies, analyzer setup, and
surface temperature). Photoemission measurements in the C 1s, S 2p, and
O 1s core level regions, confirmed the absence of contaminants.
Theoretical calculations have been performed in collaboration with D.
Alfe´ and M. Pozzo from University College London using the PWscf code [19].
For the Density Functional Theory calculations the Generalized Gradient
Approximation (GGA) developed by Perdew, Burke and Ernzerhof (known
as PBE) was used [20]. Surfaces have been modelled using a slab geometry
with five atomic layers and a vacuum region of 12 A˚. Two atomic layers were
fixed to the bulk inter-atomic distance and only the topmost three atomic
layers have been allowed to relax.
The position of the d-band center ²d with respect to the Fermi energy
EF was calculated as
²d =
∫ E0
−∞
dE(E− EF)pd(E)
where pd(E) is the projection of the electronic density of states onto atomic
orbitals of type d, and E0 is some cutoff energy.
5.3 Results and discussion
5.3.1 Photoemission measurements
Figures 5.1 and 5.2 show series of Ru 3d5/2 and Pd 3d5/2 core level spectra,
respectively, for different Pd deposition times, up to completion of three Pd
layers. As previously reported [21, 22], the Ru 3d5/2 spectrum of the clean
surface (before starting Pd deposition), consists of three components: a peak
centered at 279.70 ± 0.02 eV binding energy, originating from Ru atoms of
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Figure 5.1: Series of high-energy resolution Ru 3d5/2 core-level spectra collected at
T=300 K after different Pd deposition times. The solid lines superimposed to the
experimental data (open circles) are the result of the final fits; the colored curves
correspond to the different Ru components. The individual components are plotted
after linear background removal.
Chapter 5. Pd/Ru(0001) pseudomorphic overlayers 103
Figure 5.2: Series of high-energy resolution Pd 3d5/2 core-level spectra collected at
T=300 K after different Pd deposition times. The solid lines superimposed to the
experimental data (open circles) are the result of the final fits; the colored curves
correspond to the different Pd components. The individual components are plotted
after linear background removal.
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the first layer (Ru1, dark blue in fig. 5.1); a peak at 280.21 ± 0.02 eV, due
to second layer atoms (Ru2, light grey in fig. 5.1) and, finally, a third com-
ponent at 280.08 ± 0.02 eV, due to deeper, bulk layers (Ru3, dark grey in
fig. 5.1). The best-fit parameter values were 180±20 meV for the Lorentzian
width, 0.08± 0.02 for the asymmetry parameter and 120± 20 meV for the
Gaussian width of the bulk component, while the first- and the second-layer
Gaussian widths were 170 meV and 90 meV respectively, in good agreement
with previous determination.
Upon Pd deposition in the sub-monolayer range, (corresponding to ex-
posure times of 30 s and 60 s), a single component grows in the Pd 3d5/2
spectral region, at a binding energy of 335.15 ± 0.02 eV (Pd1, red curve in
fig. 5.2).
In the corresponding Ru 3d5/2 spectra, the Ru1 component intensity
drops markedly, as expected, and a new peak (Ru4, light blue in fig. 5.1),
with a SCLS of -180 meV appears. We can assign the new spectral com-
ponent to Ru atoms coordinated with Pd atoms. The progressive growth
of this component in the 30 s and 60 s spectra corresponds to a decrease of
the Ru1 peak (originated by Ru clean surface atoms), confirming our inter-
pretation. At the same time the signal originating from Ru bulk and Ru
second layer atoms is progressively attenuated by the growing Pd overlayer.
At 80 s and 120 s Pd deposition times (corresponding, as determined
by our SPA-LEED measurements, to coverages intermediate between 1 and
2 ML) the Ru1 atoms’ signal disappears, while the corresponding Pd 3d5/2
spectrum undergoes large modifications. A tail at higher binding energy
and a shoulder at lower binding energy with respect the Pd1 component
appear, and the spectrum now can be successfully fitted only by using two
extra components, shifted by +220± 40 meV (Pd3, yellow curve in fig. 5.2)
and −370± 40 meV (Pd2, orange curve in fig. 5.2), with respect to the first
Pd component.
For a Pd deposition time of 135 s (corresponding to ≈ 2 ML coverage)
the Pd1 population has almost disappeared, and the Pd 3d5/2 spectrum can
be decomposed by using only two major peaks, Pd2 and Pd3. A two com-
ponent structure in the Pd 3d5/2 spectrum above 1 ML Pd coverage, shifted
by 530 meV, was already reported by Andersen et al. [23], and the presence
of a third component was most probably hidden by the lower experimental
resolution of their measurements.
At deposition times exceeding 150 s, the Pd 3d5/2 spectrum undergoes
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further modification: the spectral minimum slowly starts to be filled by a
new component (Pd4, brown curve in fig. 5.2) at 335.04±0.02 eV. Although
its binding energy is very similar, this new peak has a different physical ori-
gin than Pd1. As it will be shown in the following, it arises from second layer
atoms in a 3 Pd layer structure. The lowest binding energy component seems
to be moderately sensitive to this further Pd thickness increase: on increas-
ing Pd coverage from 2 to 3 ML, it appears only to shift by about 40 meV
towards lower binding energy. At these Pd coverages, all the Ru 3d5/2 spec-
tral components are still present, but with progressively decreasing intensity
due to the screening effect of the above Pd layers.
5.3.2 Comparison with theoretical results and discussion
Fig. 5.3 shows a comparison of the measured Ru 3d5/2 core level shifts,
with calculated d-band center shifts ²d, after 30 s of Pd evaporation time.
Panel (a) shows schematically the ²d values (calculated with respect to the
clean Ru surface ²d value), while panel (b) shows the corresponding measured
core level binding energies. By choosing the first layer (surface) binding
energy as the origin of the shifts, the second layer’s shift is 460 meV, while
the third layer atoms’ (representative of bulk atoms) shift is 370 meV.
As already mentioned, the Ru spectrum presents an extra component
with respect to the clean surface situation (light blue, shifted by 200 meV),
originating from the Ru surface atoms on which Pd atoms have adsorbed (see
the layer scheme in the inset). The corresponding projected d-band center
shift is 270 meV. The overall correspondence is satisfactory and confirms
that the contribution of screening (always below 100 meV for the clean
Ru(0001) surface [21]) does not cancel the initial state trend. Final state
corrections, however, would be needed for obtaining an accurate quantitative
agreement with the measured data.
In the following we discuss in particular Pd spectra, since their behavior
is more closely connected to the chemical significance of our results. As
already described, after 30 s of Pd deposition (corresponding to about 0.4 Pd
ML), a single isolated peak appears at 335.15 eV. This feature grows linearly
with Pd deposition time.
The Pd 3d5/2 SCLS for a clean Pd(111) surface has been previously
measured to have a binding energy of 334.60 eV [24], so we desume that the
adsorption process of Pd adatoms on a Ru(0001) surface causes a binding
energy change of 550 meV for the Pd 3d5/2 core level. Since the atom
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Figure 5.3: Comparison of experimental binding energy of Ru 3d5/2 core-level
components and theoretical layer-projected d-band centers. (a) Shifts of the Ru
d-band center with respect to the clean Ru surface. (b) Shifts of the Ru 3d5/2 core-
level binding energies with respect to the core level of the clean Ru surface. The
inset on the left shows schematically the physical system for which the comparison
is done.
coordination number for both surfaces (Ru(0001) and Pd(111)) is the same
(i.e. 9), the shift of 550 meV originates mainly from a combination of ligand
and stress effects. Indeed the Ru-Ru interatomic distance is known to be
slightly smaller (-1.8%) than the Pd-Pd distance.
Our DFT calculations for a clean palladium surface layer (of Pd metal),
and for a Pd pseudomorphic overlayer on Ru(0001), give ²d values of 1.63 eV
and 2.12 eV respectively. These values are schematically compared with
Pd 3d5/2 binding energy changes in figure 5.4 (a) and (b). According
to the d-band model of chemical reactivity, such large energy downshift
(∆²d ≈ −30%) should correspond to a dramatic reduction of adsorbate
binding energies. Indeed Behm and coworkers [25] find a reduction of -30%
of deuterium adsorption energy on a single layer of palladium deposited
on Ru(0001), with respect to the adsorption energy on a Pd(111) surface.
Moreover Pallassana et al. reported a significant larger binding strength of
ethylene on Pd(111) (-62 kJ/mol) when compared with a Pd monolayer on
Ru(0001) (-31 kJ/mol) [26].
Panel (d) in fig. 5.4 shows the Pd 3d5/2 spectral components after 120 s
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Figure 5.4: Comparison of experimental binding energy of Pd 3d5/2 core-level
components and theoretical layer-projected d-band centers for Pdn (0 < n ≤ 3)
overlayers deposited on Ru(0001): shift of the Pd d-band center and 3d5/2 core
level for (a, b) 1 Pd pseudomorphic overlayer, (c, d) Pdn layers with 1 < n ≤ 2,
and (e, f) Pdn layers with n = 3. The insets on the left show schematically the
physical systems for which the comparisons are done. Both core-level and d-band
center shifts are referred to the clean Pd(111) surface core-level and d-band center,
respectively.
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Pd deposition time (corresponding to a 1.8 ML coverage). In principle,
after completion of 2 Pd layers, only 2 peaks should be present in our spec-
tra (originating respectively from the outermost surface layer, and from the
interface layer with the Ru substrate). The surface components of our high-
resolution photoemission data reflect this situation: two major peaks are
found at 770 and 180 meV with respect to the pure Pd surface peak. Ac-
tually, the spectrum at this coverage shows a third (weak) component with
a 550 meV energy shift. This component is at the same energy as the Pd
peak in fig. 5.4 (a) and we interpret it as originating from Pd atoms adsorbed
on Ru, and not yet covered by the second Pd layer (still incomplete). Ac-
cording to our DFT calculations, the energy center of the d-band is found at
2.40 eV, while the surface-atoms projected ²d lies at 1.76 eV. The shifts of ²d
with respect to a pure Pd surface layer are therefore 770 meV and 130 meV,
respectively (see panel (c) in fig. 5.4). According to the d-band model, this
means that the surface chemical reactivity has now substantially increased
with respect to the situation of a single layer of palladium adsorbed on Ru,
but it is still less than the reactivity of a pure Pd surface.
Panels (e) and (f) in fig. 5.4 depict finally the situation after 200 s of Pd
deposition, when about 3 layers of Pd have been deposited. At 3 ML of Pd
coverage on Ru, we expect three peaks to appear in the Pd 3d5/2 spectrum
(one for each layer), and this is indeed what happens. Also the theoretical
DFT results give three different ²d values, at 80, 440 and 760 meV with
respect to the ²d of the surface Pd layer in a clean crystal.
In summary, the CL shift of the topmost Pd layer results to be 550 meV
when only 1 ML is present, 180 meV when 2 layers have been deposited, and
finally 150 meV when we have 3 Pd layers. The very small difference of the
shifts between the 2 ML and 3 ML situation, shows that the ligand effect
originating from the Ru interface does not contribute any more beyond about
the third Pd atomic layer. The remaining shift therefore can only originate
from the strain caused by the Pd layer maintaining the Ru lattice parameter.
We conclude that the analysis of the core level binding energy shifts allows
nicely separating ligand and strain effect contributions. In the case of the
Pd/Ru(0001) we find that the ligand effect contribution is twice as large as
the stress effect.
A compendium of our experimental and theoretical results for 1, 2 and
3 Pd layers, is shown in fig. 5.5. It can be immediately perceived that
a very clear linear relationship (linear correlation coefficient 0.99 ± 0.01)
between the measured surface core level binding energies, and the calculated
d-band centers exists. We argue therefore that although measured binding
energies are definitely affected by final state contributions intrinsic to the
Chapter 5. Pd/Ru(0001) pseudomorphic overlayers 109
Figure 5.5: Relationship between Pd 3d5/2 core-level components, arising from Pd
overlayers and corresponding DFT calculated d-band centers. The circles in the
figure are color-coded according to the insets in the upper left and lower right of
the figure. The relationship is strikingly linear, showing that final-state effects do
not obscure the core-level shift trends, as indicators of chemical reactivity.
photoemission process, still their contribution does not obscure the overall
trends in core level shifts of the Pd overlayers on Ru(0001). Our results
confirm that, also for the pseudomorphic overlayers, SCLS changes are a
useful experimental descriptor of the projected d-band center of the system
and therefore, according to the d-band model, of transition metal alloys’
chemical reactivity.
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Chapter 6
Nucleation of Pd
nanoclusters on graphite and
single walled carbon
nanotubes
6.1 Introduction
The technology for depositing small amounts of atoms onto well-prepared
surfaces under high vacuum has undergone significant development in the
last decades, so that nowadays it is possible to routinely prepare nanostruc-
tured surfaces. Two-dimensional structures (e.g. metal thin films, like the
Pd/Ru interface studied in Ch. 5) can be prepared to study their physical
properties noticeably different from those of the corresponding bulk mate-
rials [1]. Among the possible overlayer arrangements we can annoverate
also metal atomic chains: these configurations enable the study of quasi-
one-dimensional metallic systems which exhibit a number of electronic and
structural properties that compete and interact with each other arising novel
peculiar characteristics [2].
When dealing with 3D structures, transition metal nanoclusters are of
great interest for severeal reasons that lie at the boundary between basic
research and technological applications [3, 4]. As an example, transition
metal nanoclusters deposited on thin oxide films (as will be explained more
in detail in Ch. 7) can be considered one of the best model systems to
study the behaviour of real catalysts. In particular these systems allow
investigations on the role of the oxide support [5] as well on the dependence
113
114 6.2. Experimental and computational details
of the catalytic activity on cluster size [6, 7, 8].
Another possibility is given by ordered surperlattices of nanoclusters [9,
10]: by controlling structures at the nanometer scale new materials with
novel and peculiar mechanical and optical properties can be perpared. Reg-
ular arrays of magnetic nanoparticles (e.g. of Co), moreover, open possibil-
ities for high density magnetic devices for data storage [11].
In this context, the chemical inertness of graphite as well as the mechan-
ical strength, the electronic properties and the high surface-to-volume ratio
of carbon nanotubes make these two materials very interesting supports for
transition metal clusters.
In this chapter the characterisation of Pd nanoclusters’ nucleation and
growth on Highly Ordered Pyrolytic Graphite (HOPG) and on Single Walled
Carbon NanoTubes (SW-CNTs) by means of high resolution photoemission
measurements paralleled by Density Functional Theory (DFT) calculations
will be presented. These experiments aimed to a deeper understanding of
the Pd atoms’ nucleation mechanisms on carbon-based supports, and to the
study of the thermal stability of these nanocompounds, including the process
of break up at high temperature. Another interesting topic is the interaction
of the support with the metal clusters, and the influence of the support’s
morphology on the clusters’ formation. As will be shown, the use of differ-
ent supports emphasized the importance of metal-support interaction and
played a key role in the interpretation of experimental results. Examina-
tion of the data from the two different experiments with regard to the well
known differences between the corresponding supports, provided a deeper
understanding of the clusters’ growth mode and their electronic properties,
together with the fundamental role played by defects.
6.2 Experimental and computational details
The two substrates used in the experiments consisted in a sample of HOPG
and in a commercial bucky paper made of SW-CNTs with average diameter
of 1.3± 0.1 nm. They were mounted on a sample holder, composed of tan-
talum clips with two circular windows which exposed the deposition zones.
The two samples could be resistively heated, and the temperature was de-
termined with an uncertainty of ±30 K from the current passing through
the sample, in combination with a pyrometer and a thermocouple welded to
the Ta clip.
The samples were introduced in the UHV chamber immediately after
cleaving the HOPG crystal. To complete the HOPG preparation several
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annealing cycles up to 1200 K were performed until a sharp C 1s core level
spectrum was measured. The CNT sample was prepared with repeated
annealing cycles up to 1800 K until no traces of chemical contaminants
could be detected by photoemission measurements [12].
The Pd evaporator consisted in a Pd filament resistively heated. The
filament was gradually heated and then held at the evaporation temperature
for a fixed amount of time. During Pd deposition the pressure in the UHV
system was always kept below 4× 10−10 mbar to prevent the adsorption of
background impurities.
For the photoemission measuremetns the overall energy resolution (elec-
tron energy analyser and x-ray monochromator) was 40 meV for both Pd 3d5/2
and C 1s core level spectra. The measurements were performed in the nor-
mal emission geometry with a photon energy of 400 eV. The electron bind-
ing energies are referred to the Fermi energy position, measured under the
same experimental conditions (photon energy, analyzer setup, and surface
temperature), from a Pd polycrystal mounted on the bottom of the sample
holder.
We investigated different amounts of Pd deposited on the two supports
at liquid nitrogen temperature (80 K), corresponding to 15, 60 and 240 s of
Pd deposition time with a constant Pd filament current, constant filament-
support distance and the same turn-on procedure. Immediately after Pd
deposition, an overview spectrum, including the two relevant photoemission
peaks was recorded in order to allow determination of the Pd deposited
quantity by evaluating the intensity ratio of the two components, as will be
explained in the next section. Then, the evolution of Pd 3d5/2 and C 1s
spectra was followed after annealings at room temperature (300 K) and at
470, 670, 870 and 1070 K. At the end of every measurement sequence the
sample was cleaned with a 5 minutes annealing at 1300 K, for removing all
traces of Pd.
DFT calculations have been performed in collaboration with Prof. S. de
Gironcoli from SISSA-Democritos at Trieste and his research group. The re-
ported results have been obtained using the Quantum Espresso code [13] and
the correlation functional developed by Perdew, Becke and Erznerhof (PBE)
within the General Gradient Approximation (GGA) [14].
The binding energies of Pd adatoms and small clusters deposited on a
graphite sheet have been obtained by computing the difference between the
total energy of the omplete system and that of the two isolated configura-
tions:
BEadatom,cluster = Etot − Esubstrate − Eadatom,cluster.
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For the evaluation of diffusion barriers and consequent estimation of clus-
ter mobility the calculations have been performed using the Nudge Elastic
Band method [15] implemented in the Quantum Espresso code.
Finally, the Pd 3d5/2 core level shifts for Pd atoms with various coordina-
tions in small clusters (4,7 and 11-atom clusters) were calculated within the
final-state approximation. This approach takes into account the possibility
of a different response of the valence electrons at the surface and in the bulk
to the created core hole. Indeed, it is well known that these differences can
make a substantial contribution to core level shifts of clean surfaces, metallic
surface alloys and small metal particles, so that considering the final-state
effects is of fundamental importance in order to reliably compare theoretical
calculations and experimental results.
Moreover, in order to obtain absolute values for the core level binding
energies, in each of the studied configurations an isolated adatom was added
far away from the cluster, so that for every calculation we had a common
energy reference. In this way the shift of the 3d5/2 level was calculated
for each atom of the three clusters considered, with respect to the that
of the isolated adatom. To obtain absolute values of the electron binding
energy for these shifts, a second step was needed: the collocation of the
isolated adatom core level. A new simulation was performed, with a seven-
layer Pd slab, with two graphene sheets deposited on the Pd surface and an
isolated adatom on the graphite surface: here the binding energy shift of the
adatom was computed with respect to that of a Pd bulk atom. The Pd 3d5/2
binding energy for an atom in bulk configuration is a well known quantity,
determined both theoretically and experimentally, so that by this double-
reference method the core level shift for each atom of the three clusters has
been determined.
6.3 Results and discussion
6.3.1 Pd coverage determination
In order to evaluate the amount of Pd deposited during the three different
evaporation periods, we compared the Pd 3d5/2 and the C 1s peak areas in
spectra collected using the same photon and pass energies. We performed
this evaluation for the HOPG substrate, since HOPG is a smooth and well
ordered support, while the SW-CNTs are highly corrugated and disordered,
and the Pd atoms might end up inside a CNT that would screen the Pd
signal, invalidating the results.
In fig. 6.1 overview spectra for the three different exposure times are
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Figure 6.1: Overview spectra including C 1S and Pd 3d5/2 peaks for different Pd
deposition times. For the sake of clarity spectra have been offset vertically to avoid
overlap.
shown. To determine the Pd coverage the numerical values obtained for the
peaks’ areas were weighted with the Pd 3d and C 1s cross sections at the
used photon energy: 3.52 and 0.464 MBarn respectively. The model for the
coverage evaluation is based on simple assumptions on the inelastic mean
free path (IMFP) of the photoelectrons from a layered structure. As shown
in fig. 6.2, the outcoming photoelectrons pass through a varying number of
layers of different material. For an evaluation of the signal attenuation we
should consider the material-specific mean free path for the different kinetic
energies and average on the number of atomic layers that photoelectrons can
meet. As suggested by Høirup Hansen et al. [16], we supposed that cluster
height does not exceed 5 atomic layers; in this way, considering a Poisson
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Figure 6.2: Normal emission paths for photoelectrons outcoming from a layered
structure. The red crosses indicate the occurrence of the inelastic scattering events
that prevent photoelectrons from reaching the sample’s surface.
distribution of the cluster heights, we can approximate the thickness mean
value to about 2 atomic layers. Under the hypothesis that the photoelectron
signal (at the kinetic energies involved in our experiment, about 60 and
115 eV for Pd and C, respectively) is negligible after a 5-layer path, we can
write down the two formulas for the evaluation of the Pd coverage:
IPd = α · exp(n · cPd
λPd
)
IC = (1− α) ·
4∑
n=0
exp(
n · cC
λC
) + α · exp(n · cPd
λPd
)
2∑
n=0
exp(
n · cC
λC
)
where IC,Pd are the photoemission intensities weighted by cross sections,
λC,Pd the IMFPs resulting from the universal mean free path curve (showed
in fig. 2.1) for the two kinetic energies involved and cC,Pd are the lattice
constants in the direction normal to the surface. The only unknown value is
the coverage α: the values for the coverage obtained from these calculations
range from 0.005 to 0.09 ML (detailed results are reported in table 6.1).
This is a reasonable result, though it is affected by uncertainties introduced
by strong assuptions like the Poisson distribution of clusters’ height and
the use of the universal curve for the evaluation of the mean free paths. A
confirmation of the coverage calculated from the photoemission data comes
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Pd ev. time coverage (ML) coverage (ML)
t(s) PES analysis SEM analysis
15 0.005 0.01
60 0.02 0.04
240 0.09 0.15
Table 6.1: Evaluation of the Pd coverage obtained from the analysis of photoe-
mission intensity and SEM images.
(a)
(b)
Figure 6.3: SEM images of Pd nanoclusters on CNTs for 15 s (a) and 240 s
deposition time (b).
from the analysis of scanning electron microscopy (SEM) images; fig. 6.3
shows images acquired for the higher and the lower Pd coverage on the CNT
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substrate. The image processing gives coverage values ranging from 0.01 to
0.15 ML corresponding to 15 s and 240 s deposition times (with an average
number of Pd atoms of 200 and 10000, respectively), in rough agreement
with coverages obtained from the peak intensity analysis. Nonetheless, the
most important point is that also for the maximum coverage we can be sure
that the support area occupied by Pd nanoclusters is less than 20%, and
therefore low enough to ensure the presence of small sized clusters and low
coordinated atomic species.
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Figure 6.4: C 1s spectra of the clean HOPG surface and with 0.15 ML Pd coverage.
The intensity of the orange peak is strongly reduced after Pd deposition and a new
peak arises from C atoms interacting with Pd atoms.
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6.3.2 Evolution of C 1s and Pd 3d5/2 core level spectra
As previously mentioned, we measured Pd 3d5/2 and C 1s spectra for every
Pd coverage and for each annealing step. C 1s spectra are not particularly
useful for understanding cluster structure. In fig. 6.4, an example of C 1s
spectrum measured for the HOPG substrate is shown: when Pd atoms are
deposited on clean HOPG, the sharp single-component C 1s spectrum is
attenuated by Pd screening and is also split into two components, one arising
from the bare portions of the surface, and the other, shifted by 60 meV,
from the C atoms coordinated with Pd. Such a small shift between these
two components suggests a weak interaction between Pd and the C atoms
in the substrate.
The analysis of the Pd 3d5/2 is found to be more interesting for the
understanding of the morphology evolution of the deposited clusters. In
fig. 6.5 an overview of the Pd spectra is shown, for Pd deposition on CNTs
and on HOPG supports. For every Pd coverage, the annealing progression
goes from the deposition temperature of 80 K (black spectrum) to the highest
annealing temperature of 1070 K (light grey spectrum). Before beginning
with the systematic analysis and discussion of the spectra, it is worth noting
some qualitative trends to determine the best approach.
In literature many works (both theoretical and experimental) can be
found on Pd single crystals, and it is well known that the bulk component
of the Pd 3d5/2 core level has a binding energy of 334.9 eV, whereas the
Pd(111) surface component is shifted by about -0.3 eV [17, 18]. In fig. 6.5 a
blue line indicates the position of bulk Pd 3d5/2 peak as a reference. With
few exceptions (such as the low coverage and low temperature spectra) every
spectrum seems to have one component at the bulk position, and almost
every spectrum contains two additional components, one on each side of the
bulk line. At first glance there are two main indications:
- low coverages have a larger contribution at high binding energies;
- increasing the annealing temperature two effects arise: the growth of
the high binding energy contribution to the spectra, and the shift of
the spectrum’s intensity maximum (see the red dotted lines in fig. 6.5).
Starting with these simple observations we decided to use a three component
fitting curve, with the reference peak in an energy position close to the bulk
line and two additional peaks, one on each side.
In fitting these spectra we opted to preserve the spectral lineshape where
possible, imposing a tight restriction on the variation of the Lorentzian width
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Figure 6.5: Measured Pd 3d5/2 spectra for three different amounts of Pd on carbon
nanotubes (a) and HOPG (b) support. The blue line indicates the position of the
bulk component [17] as a reference, while the dotted red lines follow the drifting of
the intensity maximum of each spectrum. The grey scale of the plot lines indicates
the temperature progression from 80 K (black) to 1070 K (light gray).
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Figure 6.6: Evolution of Pd 3d5/2 spectra measured for 0.15 ML Pd coverage
on CNT (a) and HOPG (b) supports upon annealing at increasing temperatures.
The spectral components related to Pd atoms in bulk (blue) and surface (orange)
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Figure 6.7: Evolution of Pd 3d5/2 spectra measured for 0.04 ML Pd coverage
on CNT (a) and HOPG (b) supports upon annealing at increasing temperatures.
The spectral components related to Pd atoms in bulk (blue) and surface (orange)
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Figure 6.8: Evolution of Pd 3d5/2 spectra measured for 0.01 ML Pd coverage on
CNT (a) and HOPG (b) supports upon annealing at increasing temperatures. The
spectral component related to Pd atoms in bulk (blue) configuration and the one
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CNT support an extra feature at high binding energy is also visible (green).
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and asymmmetry parameter. A wider range was allowed for the Gaussian
width and peak position; this was required by the large distribution of in-
equivalent local Pd configurations. In figures 6.6 to 6.8 the deconvoluted
spectra are shown together with the components resulting from the fitting
procedure.
The main trends determined from this analysis can be summarized as
follows:
• High Pd coverage
- the central peak (blue) is located at 334.95±0.05 eV, very close to
the bulk value and the shift of the low binding energy component
(yellow) with respect to the blue one is very close to the Pd(111)
SCLS (-0.3 eV, [17, 18]). This appears quite reasonable: for this
coverage we estimated about 104 atoms/cluster, and at this scale
bulk and surface signals could arise and dominate over the other
components;
- with successive annealings a decrease of the Pd 3d5/2 intensity
is observed; moreover, the bulk component loses intensity faster
than the other components. A first possible explanation relates
this behaviour to cluster evaporation: the cluster size decreases
and the surface/bulk intensity ratio increases. The overall de-
crease (more than 10%) of the photoemission singnal, actually,
appears too large to be due only to screening effects arising from
cluster aggregation. However, microscopy investigations (e.g. with
SEM or TEM) would be very interesting in order to definitely un-
derstand this process;
- there are no significant differences between the HOPG and CNT
spectra, because of the relatively low weight of the cluster portion
that interacts with the support with respect to the overall cluster
signal.
• Intermediate Pd coverage
- the large intensity of the grey component at high binding energy
is the main difference with respect to the high Pd coverage case;
- the SCLS is still observed but the behaviour of bulk and surface
components cannot be simply understood. At low temperatures
(80 and 300 K) the bulk/surface ratio is higher than for larger
clusters (the opposite of the expected trend), and above 470 K
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the surface component becomes more intense than than the bulk
component;
- some appreciable differences begin to arise between CNT and
HOPG spectra. Whereas the HOPG spectra are still dominated
by bulk and surface components, the grey component is the prin-
cipal one in the CNT spectra. Furthermore, the peaks’ Gaussian
widths for CNT are slightly larger than for HOPG.
• Low Pd coverage
- CNT and HOPG spectra are now completely different. In HOPG
spectra we find only two peaks (the surface peak has vanished),
with the high binding energy component dominating over the
bulk. In CNT spectra both the surface and the bulk components
have vanished; at the same time a new feature (green peak in
fig. 6.8 (a)) is observed, shifted by 500 meV with respect to the
grey one.
After this overview of experimental data, a comparison with theoretical
results is required, in order to understand the chemical environment of the
atoms giving rise to each component. Indeed, up to now bulk and surface
are names given for simplicity and a more realistic and precise interpretation
must be achieved.
6.3.3 Theoretical calculations and comparison with experi-
mental results
A first set of DFT calculations was aimed to the evaluation of the Pd-C
interaction. From this analysis it results that on graphite single Pd atoms
are preferentially adsorbed in bridge sites between two carbon atoms, with a
binding energy of 1.12 eV; when adsorbed on top of a C atom or in between
three C atoms (hollow site), Pd is less strongly bond to the substrate (1.09
and 0.91 eV, respectively). The most significant result, however, arises when
the same calculation is repeated for dimers and trimers. In this case a clear
trend is observed: increasing the number of Pd atoms in the clusters, the
bond between Pd and the substrate becomes weaker; the average on all
the possible configurations gives a binding energy value of ≈ 0.6 eV and
≈ 0.15 eV for dimers and trimers, respectively.
The analysis of diffusion barriers for a Pd adatom on a defect free HOPG
surface results in a very high mobility of Pd adatoms on defect-free HOPG:
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diffusion barriers of 0.03 and 0.19 eV (for bridge-bridge and bridge-hollow-
bridge hopping, respectively) allow high mobility even at liquid nitrogen
temperature. Similar calculations were also performed for dimer and trimer
surface diffusion, and the resulting energy barriers (0.11 and 0.14 eV) are
very low also for small clusters.
DFT computations gave also hints on the mechanism for the transition
from two-dimensional to three-dimensional clusters: the energy barrier for
moving a Pd atom from the edge of a 4-atom planar cluster to the top of the
remaining atoms (0.2 eV) is significantly lower than that for the opposite
process (≈ 1 eV).
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Another calculation showed how for the removal of an on top Pd atom
from a three-dimensional cluster an energy barrier of 3.06 eV needs to be
overcome, while the barrier for the removal of a side atom is much lower
(2.11 eV): this suggests that the disgregation process proceeds via the de-
tachment of Pd atoms from the edge of the clusters, diffusion on the sub-
strate and desorption because of the low adsorption energy.
Besides all the important information obtained from DFT calculations
on the studied system, the relation between the theoretical work and the
experimental findings is given by the calculation of Pd 3d5/2 binding en-
ergy shifts. The results obtained following the method described in sec. 6.2
present a problem when compared with experimental data: all the core lev-
els calculated for the nine different atoms belonging to the three clusters
have a lower binding energies than the bulk value. This means that from
theoretical calculations no intensity is expected in the high binding energy
region of the grey peak in figs. 6.6, 6.7 and 6.8. Actually, this result is not
completely unexpected: dealing with a more-than-half filled d-band metal,
lower coordinated Pd atoms (like the ones that can be found in clusters,
but also in surfaces) are expected to present core level shifts towards lower
binding energy (see sec. 2.4.2).
The interpretation of the high binding energy component, still elusive
after this first part of the work, was achieved thanks to a subtlety in the
experimental data. Focusing our attention only on 0.04 and 0.01 ML Pd cov-
erages, we notice several key differences between CNT and HOPG spectra.
In fig. 6.9 a comparison between Pd spectra of the same coverage (0.04 ML)
on the two different supports is shown.
(a) (b) (c)
Figure 6.10: Exemples of simulated structures: (a) 7-atom cluster on a defect free
HOPG surface. (b) 4-atom cluster nucleated on a carbon vacancy on the HOPG
surface. (c) 4-atom cluster nucleated on a step of the HOPG surface. In each of
these simulations the isolated atom (red) gives the energy reference for the binding
energy shift.
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For every pair of spectra, the ones measured for the CNTs are always
shifted towards higher binding energy, so we may argue that the origin
of the high binding energy component must be the interaction with the
support. The main difference between the two supports is the presence of
surface defects: the forrest-like SW-CNT substrate, in fact, a much higher
density of defects is expected. Thus we tested the hypothesis that the high
binding energy component arises from Pd atoms bound to surface defects
by repeating the calculations for Pd atoms that nucleate on defective sites
of the support. For simplicity two kind of defects have been studied: steps
and vacancies. In fig. 6.10 some simulated structures are shown.
More than forty inequivalent Pd atoms were studied and the results
Figure 6.11: (Upper panel) Pd 3d5/2 binding energy calculated for Pd atoms in
inequivalent configurations. Three groups can be identified: one at low binding
energies, where palladium is not coordinated with defect, one at higher binding
energies where palladium is highly coordinated with defects and a middle one,
where these coordination balance each other. (Lower panel) The above defined
groups perfectly match with the analysis of the experimental data.
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evidenced how defective sites on the carbon support play a key role in the
formation of the high binding energy component.
Fig. 6.11 shows the calculated core levels of Pd atoms in many different
local configurations, and belonging to clusters nucleating in different sites.
A trend for the effective coordination (a weighted sum of the different bond
lenghts inside the van der Waals radius) as a function of the binding energies
was found and this correlation is shown in the upper panel of the figure.
Even if every core level shift arises from several contributions, the trend is
unambiguous. The spectral component at low binding energy is due to Pd
atoms with a high coordination with other Pd atoms region shows a higher
effective coordination with Pd atoms. The opposite behaviour is observed for
the high binding energy feature: the Pd coordination drops drastically and
the defective sites’ coordination clearly grows. The effective coordination
with defect-free graphite is not as indicative as the other two quantities
and has a relevant value for all the atomic species we studied. These three
behaviours are easily observed in the Pd 3d5/2 of the 0.04 ML coverage (after
670 K annealing), with the different components arising from fit analysis.
Previous interpretations of the high binding energy component included the
effects of cluster charging during the photoemission process [19] or the effect
of charge transfer from Pd to the graphitic layer [20]. Our results strongly
support the latter interpretation.
6.3.4 Conclusions
The investigation on the nucleation and the thermal stability of Pd nan-
oclusters on graphite and CNTs reported in this chapter is a good example
of the interplay between the analysis of experimental data and the results
of theoretical calculations. From one hand, DFT computations provided a
lot of information on the nucleation mechanism and allowed interpretation
of the origin of the Pd 3d5/2 spectral components, but, on the other hand,
only the analysis of the experimental data revealed the correct direction for
further theoretical calculations that led to the understanding of the funda-
mental role of surface defects.
Thanks to this combined experimental and theoretical work, the pic-
ture obtained for the Pd nucleation process on these two supports can be
summarized as follows:
- Because of their high mobility and the energy gain in cluster aggre-
gation, Pd atoms aggregate very easily and the most stable nuclation
sites are defects. Moreover, Pd does not wet the graphite’s surface,
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since three-dimensional configurations are more favourable compared
with two-dimensional growth.
- With increasing temperature the clusters break, loosing palladium
atoms mainly from the edges connected to graphite.
- At higher temperatures and for lower coverages, clusters are smaller,
containing a high percentage of palladium atoms bound to defective
sites. This explains the presence of the high binding energy portion of
the spectra and explains the difference between small and large clus-
ters: in large clusters palladium atoms bound to defects are present,
but their relative contribution to the spectra is almost negligible. As
the cluster dimensions are reduced this component becomes increas-
ingly important, while the bulk component decreases to vanishingly
small intensity.
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Chapter 7
Growth and chemical
reactivity of Pt nanoclusters
on MgO/Ag(100)
7.1 Introduction
A typical supported catalyst (as the ones used in automotive exhausts, or
for methanol synthesis and many other industrial processes) consists of a
thermally stable support material with a high surface-to-volume ratio over
which transition metal particles (in the range of few nanometers) are dis-
persed. The compositional (catalysts may contain one or more elemental
species) and structural complexity of these systems is their main advantage:
the change of some parameters in the catalyst preparation process offers the
possibility of tuning their properties, optimizing selectivity and activity to a
specific reaction. This complexity, on the other hand, is the major drawback
when the detailed comprehension of the origins of the catalytic properties
is the objective: the interplay of many different factors in determining the
catalyst’s reactivity, in fact, prevents from an atomic-level understanding of
the system’s behaviour.
The surface science approach to this kind of investigations consists in
using simplified models instead of real catalysts as samples for experimen-
tal investigations. For more than forty years surface scientists dealt with
the most simple model catalysts: well-defined surfaces of transition metal
single crystals. This enormous work provided deep understanding of the
atomic processes occurring on the surface of the so-called catalyst’s active
component.
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Figure 7.1: Summary of structural parameters and kinetic effects on supported
metal catalysts [1].
In recent years, technical developments in sample preparation procedures
as well as in experimental techniques allowed investigations on a new class
of model catalysts: transition metal nanoclusters deposited on well-ordered
oxide thin films. These systems are evidently more similar to real catalysts
if compared to single crystal surfaces, but, at the same time, the possibility
to control their complexity (average cluster size, number of metallic species
deposited, etc.), combined with the knowledge accumulated on transition
metal crystals, allows detailed studies on their chemical properties. The
catalytic activity of supported metal systems appears to be determined by
the interplay of several factors [1], summarized in fig. 7.1:
• In many cases, besides the active metal particles, also the oxide sup-
port plays a fundamental role in determining the reaction kinetics: ad-
sorption and diffusion on the support surface may strongly influence
the reaction mechanism, for instance allowing communication effects
between small surface regions with different adsorption and reactivity
characteristics.
• The limited size and the lattice distortions of metal nanoparticles,
as well as their interaction with the substrate, strongly influence the
electronic properties of the system.
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• The high density of defects on the nanometer-sized clusters (steps,
edges and corners) results in a number of sites that may exhibit specific
reactivity with respect to a given reaction.
• Adsorbate induced reconstructions, a well known phenomenon on sin-
gle crystal surfaces, can lead to strong changes of the particle equilib-
rium shape with a large potential impact on the raction kinetics.
In this chapter we will focus on Pt nanoparticles deposited on a mag-
nesium oxide thin film grown on a Ag(111) surface, characterizing the nu-
cleation of Pt nanoclusters and studying the oxidation process of carbon
monoxide on this system. In particular we will see how high resolution pho-
toemission measurements shed light on the nucleation mechanism and the
morphology of the metal nanoparticles. Then we exploited the enhanced
temporal resolution of the newly developed experimental set-up to follow
the adsorption and desorption of CO on both clean and oxygen pre-covered
nanoclusters with a temporal detail of 500 ms. This experiment aimed to
provide a deeper understanding of the role played by the support and the
clusters’ size in the CO adsorption and oxidation processes.
7.2 Experimental details
The cleaning of the Ag(001) surface was achieved by repeated cycles of Ar+
sputtering followed by annealing to 700 K. After this treatment a sharp
(1× 1) LEED pattern appeared and photoemission measurements revealed
a contaminant-free spectrum.
The MgO thin film was grown by Mg evaporation in a 1 × 10−6 mbar
oxygen pressure, with the sample temperature fixed at 500 K, according to
the procedure described by Schintkel et al. [2], wherein the MgO/Ag(001)
growth model is well described. In the first stages of the experiment a series
of MgO films was prepared, corresponding to different evaporation times; for
each prepared MgO film the Ag 3d5/2 core level was measured as a function
of the polar emission angle θ. As will be seen in detail in sec. 7.3.1, these
data allowed determining the thickness of the oxide layer and, thus, choosing
the suitable thickness for Pt deposition experiments.
The Pt evaporator consists of a Pt filament resistively heated; as in the
case of Pd deposition in Ch. 6, the evaporation was performed at a constant
filament current with a base pressure kept below 3 × 10−10 mbar in order
to avoid sample contamination. Three different depositions were performed
at liquid nitrogen temperature (80 K) on the MgO/Ag(100) sample, corre-
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sponding to 60, 120 and 240 s of evaporation time. The evolution of the
cluster morphology was followed by measuring the Pt 4f core level spectra.
The reactivity of the Pt nanoclusters deposited on the MgO thin film
was probed in a series of CO uptakes, performed in a temperature range
between 220 and 400 K both on the clean and on the oxygen pre-covered
surface. During the uptakes the C 1s core level was measured using the fast
snapshot acquisition mode (see sec. 4.1.6): as will be reported in sec. 7.3.3
the analysis of the spectral components’ intensity allowed monitoring the CO
coverage with a temporal resolution of 500 ms. Carbon monoxide uptakes
were performed also on the bare MgO film in order to clearly differentiate
the spectral components due to CO adsorbed on Pt clusters from those due
to adsorption on the MgO film: this is a first step in disentalgling the effect
of the oxide support from the chemical properties of the metal clusters.
7.3 Results and discussion
7.3.1 Determination of the MgO film thickness
From the results reported in literature [2], it is known that the most favoured
interface geometry between a metal oxide with a rock salt structure and the
(100) surface of an fcc metal with similar lattice constant, is such that the
metal atoms occupy hollow sites, whereas oxygen atoms occupy top sites in
the underlying metal surface (see fig. 7.2).
STM and STS analysis reveal also that the electronic properties of a
MgO/Ag(100) thin film vary with film’s thickness up to 3 ML coverage,
whereas beyond 3 ML the electronic structure shows no contribution from
interface states, but corresponds to the electronic structure of an MgO(001)
single crystal surface. This will be a useful information stating the minimum
thickness of the MgO film to be prepared.
By comparing the Ag 3d5/2 spectra of the polar scans acquired after
oxide film preparation with the peaks collected from clean silver surface, we
estimated the thickness from the attenuation of the signal. The thickness
(d) of the overlayer was computed for each value of θ using the equation:
d = λMgO(E) cos θ ln
(
Iclean
IMgO
)
where λMgO(E) is the inelastic mean free path for the electrons inside the
MgO film as a function of the kinetic energy, Iclean and IMgO are the in-
tensity of the Ag 3d5/2 peak for the clean and MgO covered silver surface,
respectively.
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Figure 7.2: Schematic illustration of the most favourable configuration for
MgO/Ag(001) growth: Mg atoms occupy hollow sites, i.e. they continue the Ag
fcc lattice, while O atoms occupy on top sites. The Ag(100) surface unit cell is
indicated [2].
The results are summarized in fig. 7.3. λMgO has been calculated using
the TPP-2M relation [3], assuming the bulk bandgap value Eg = 7.8 eV,
Nv = 8 (6 for oxygen and 2 for Mg), and the density ρ = 3.16 g/cm3,
obtained from the rocksalt crystal structure using the 4.2 A˚ lattice constant).
The results suggest some photoelectron diffraction effects (see sec. 2.5):
there is clearly some systematic dependence of the calculated thickness on
the polar emission angle, whereas a constant value for all θ values is expected
from the TPP-2M model. Nonetheless, the average increase of the calculated
thickness for polar angles in the range 40◦–50◦ is typical for square surface
lattices. Other measurements performed with higher photon energy show
that the calculated thickness is always smaller at larger excitation energies,
another possible consequence of the photoelectron diffraction arising from
the additional symmetry of the overlayer respect to the bare silver surface.
However, based on this analysis, for the Pd deposition experiments we chose
the 4 minute evaporation that results in a MgO thickness in the range be-
tween 10 and 14 A˚, corresponding to 5–7 atomic bilayers of MgO. In this way
the oxide film is thin enough for obtaining the conductivity necessary for
XPS measurments and, at the same time, its electronic properties strictly
correspond to those of the single crystal surface.
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Figure 7.3: Calculation of MgO thickness from the intensity attenuation of Ag 3d
spectra collected at hν = 550 eV. Colours refer to different deposition times.
7.3.2 Characterization of Pt nanocluster growth
Theoretical calculations of the Pt-MgO bond reveal that in the case of a
defect-free MgO single crystal surface, as well as for a thin film grown on
Ag(111) [4], the most stable adsorption site is on-top of the oxygen atom,
with a binding energy of 2.46 eV, much higher than that for adsorption
on-top of a Mg atom. The nucleation of Pt clusters is expected to take
place at surface defects: from the so called F-centers, oxygen vacancies of
the MgO surface, or from steps [5, 6]. Indeed, these defective sites are the
most reactive sites of the MgO surface, and form stronger bonds with the
adsorbed metal, as demonstrated in the case of Pd nanoclusters [7].
It is known that Pt clusters typically grow on MgO with a 3D structure,
starting from a (100) base that follows the square surface lattice of the
substrate. A recent theoretical work [8] suggests that the optimal aspect
ratio (height/diameter) for Pt/MgO clusters is about 0.7 and that their
geometry depends on the number of atoms per cluster N. For N<550, the
(100) growth is the favorite one, while for larger clusters a (111) growth is
expected. Cluster growth is generally determined by the interplay between
surface and adhesion energy, but in the case of Pt (and also in the limit of
large clusters) the difference between the two structures is quite small, as
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Figure 7.4: Schematic models for (100)-oriented (left) and (111)-oriented (right)
cluster types grown on MgO(001). The intensity scale of the corresponding section
views mimic the attenuation of the photoemission signal arising from inner atoms.
confirmed by the calculations for surface energies of Pt(111) and (100) [9].
In particular a grazing incidence X-ray scattering (GIXS) study [10]
found that the (111) orientation is not observed for clusters grown below
1000 K, a temperature much higher than our hottest annealing tempera-
ture of 670 K. Models based on these results for (100) and (111) epitaxy
are presented in fig. 7.4. A section through each model illustrates the at-
tenuation of the inner atoms’ contribution to photoemission spectra due to
inelastic scattering. On the basis of these observations we assume that we
have (100)-oriented clusters with the calculated aspect ratio.
Fig. 7.5 reports a series of Pt 4f spin-orbit split doublet spectra corre-
sponding to each of the three coverages. Using a method similar to that
explained in sec. 6.3.1 we found that the three Pt depositions correspond
to approximately 0.03, 0.06 and 0.12 ML. Determination of the cluster size
requires a microscopy study, but nonetheless it is known from previous ex-
periments that for these coverages the clusters’ size ranges from 10 to 104
atoms. Assuming the aspect ratio mentioned above and the (100) growth
mode, we can say that our clusters’ diameters range from 1 to 7 nm and the
corresponding heights from 0.7 to 5 nm.
Each dataset reported in fig. 7.5 consists of 13 spectra collected at in-
creasing annealing temperature, from 80 to 670 K. As the annealing pro-
gresses, we observe that in all the cases the doublet peaks become narrower,
and shift to lower binding energies. We also observe a slight decrease in the
overall intensity. Every spectrum can be tentatively fitted by the same four
doublet subcomponents and a linear background, as illustrated in fig. 7.6.
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Figure 7.5: Series of Pt 4f core level spectra collected for the three different
coverages; the color scale of the plots reflects the annealing temperature.
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Figure 7.6: Pt 4f spectral components obtained from the fitting procedure for
spectra acquired after annealings to different increasing temperature. For sake of
clarity data for only three annealing temperatures are shown. C0, C1, C2 and C3
are respectively the red, blue, green and yellow components described in the text.
The doublets have identical lineshapes, and are split by 3.28 eV, the expected
spin-orbit splitting for the 4f5/2 and 4f7/2 core levels. The branching ratio
is found to be a single constant throughout the three sets of data.
The binding energies of the 4f7/2 components are reported in table 7.1,
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Label BE (eV) CLS (eV) Assignement
C0 (red) 70.97 -0.59 surface/undercoordinated
C1 (blue) 71.55 0.0 bulk/support interface
C2 (green) 72.15 +1.19 Pt/MgO surface
C3 (yellow) 72.96 +2.00 Pt/MgO defects
Table 7.1: Details for the Pt 4f7/2 spectral components obtained from the fitting
procedure. The binding energies are referenced to the Fermi Level. Tentative
assignments follow from the analysis described in the text.
together with a tentative interpretation of their origin. The shift between
the red and the blue component (C0 and C1, respectively) is about 0.6 eV,
similar to the size of the SCLS detected on Pt(100) single crystal [11]. The
presence of these two spectral components confirms the formation of clusters
with a certain degree of order. Unfortunately, since both types of growth
lead to clusters containing (100)- and (111)-oriented surfaces, albeit with
different ratios, and the difference between Pt(111) and Pt(100) SCLS is
less than 0.1 eV [12], a shift too small to be resolved in our spectra be-
cause of the peak broadness due to a large distribution of non equivalent
local configurations, we cannot certainly conclude that Pt clusters follow the
(100) orientation. Fig. 7.7 shows the evolution of Pt 4f7/2 components, as a
function of annealing temperature, plotted on the same intensity scale. For
all three coverages we observe similar behaviours that reveal some details of
the clusters’ formation mechanism and structure.
- First af all, upon annealing the overall intensity of the Pt 4f7/2 signal
decreases. This can be attributed either to the Pt atoms desorbing
from the surface or, most probably, to the screening on the photoe-
mission signal arising from inner atoms in the 3D structure.
- The intensity of C3 component does not change with Pt coverage: this
component dominates at lower coverages, but does not increase for
larger amounts of Pt. If we consider that the preparation method
for the MgO films did not vary between the experiments, so that one
can assume that the density of F-centers is roughly constant, it seems
reasonable to attribute C3 component to Pt atoms coordinated with
MgO defects. Furthermore, C3 intensity decreases with increasing
annealing temperature, a behaviour consistent with Pt atoms acting
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Figure 7.7: Summary of the intensity trends of Pt 4f spectral components as a
function of annealing temperature. The black curve corresponds to the total core
level intensity.
as nucleation centers and being buried and screened by clusters of
increasing size.
- As suggested above, C0 and C1 may be interpreted as due to surface-
like and the bulk-like states respectively, most probably with the sur-
face peak comprising an overlap of the (111) and (100) contributions.
In general, Pt atoms in under coordinated configurations are expected
to present core level at lower binding energy with respect to bulk.
However, at this moment the abrupt decrease of C1 intensity, that in
the case of 0.12 ML coverage goes almost to zero above 500 K, is un-
explained. Thus, the preliminary assignement of this feature as due
to bulk-like Pt atoms appears not fully convincing. Further investi-
gations are needed and, in order to achieve a complete understanding
of the Pt 4f spectra, the comparison with theoretical calculations will
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be a fundamental step.
- The last component, C2, probably arises from Pt atoms in small 2D
clusters, presenting a high coordination with the MgO support and a
few Pt-Pt bonds. Actually, this component vanishes at high tempera-
tures and coverages, when formation of 3D clusters is expected.
All the experiments devoted to the characterization of chemical reactivity
were performed on the three different Pt coverages after a 670 K annealing,
so that the presence of well-ordered Pr nanoclusters was ensured.
7.3.3 Chemical reactivity
The final target of this experiments was the understanding of the CO oxi-
dation mechanism on Pt supported nanoclusters by surveying the C 1s core
level during the reaction. However, before these final measurements, several
preliminary investigations were done in order to gain a sufficient understand-
ing of the first reaction steps involving CO and O2 molecules, i.e. CO and
oxygen adsorption.
The first step in this preliminary phase of the experiment consisted in
the investigation of the interaction between CO and bare MgO. The study
of this process is very important for disentangling the Pt and the MgO
contributions to the lineshape of C 1s spectra.
Another fundamental step is the understanding of the interaction be-
tween the Pt single crystal surfaces [(111) and (100)] and the two species
involved in the reaction.
Of course, good understanding of the CO oxidation mechanism on Pt
single crystal is also useful and completes the background for the experiment.
By comparing our results with those reported in literature for Pt single
crystals we could obtain information on the dependence of CO oxidation
mechanism on temperature and cluster size.
CO adsorption on bare MgO
Many recent works are focused on the adsorption of CO on several kinds of
MgO(001) surfaces, ranging from the single crystal to the thin films grown
on Ag or Mo supports. Thermal desorption spectroscopy (TDS) investiga-
tions [13, 14] compared MgO capabilities for CO adsorption with those of
intermixed metal-MgO systems. These experiments evidenced the presence
of two CO species that desorb from MgO surface at 60 and 130 K. The
two desorption peaks are interpreted as due to CO desorbing from regular
Chapter 7. Pt nanoclusters on MgO/Ag(100) 147
Figure 7.8: Model of a step site of a MgO(100) surface. The left part of the figure
shows the adsorption configuration for a CO molecule [13].
surface sites (binding energy ≈ 0.13 eV) and from surface defects (binding
energy ≈ 0.3 eV), respectively.
The origin of the higher bond strength on the defective sites can be in-
ferred from the results of DFT calculations reported in fig. 7.8 [13]. The
diagram depicts the bonding of a CO molecule on a step, where two in-
equivalent Mg atoms are involved. The Mg5 is the cation laying on a flat
terrace whereas Mg4 is the configuration found on the edge of the step: the
double bond with the CO molecule results in a bond strength increase.
A refinement to the above results comes from a more recent work by Fre-
und and coworkers [15]. Their results are summarized in fig. 7.9: the TDS
study revals the presence of two peaks, at 52 and 68 K respectively. Also
in this case the lower temperature peak is interpreted as arising from the
CO molecules desorbing from regular terraces whereas those desorbing from
defective sites are indentified as the origin of the 68 K peak. The measure-
ments were performed before and after annealing and the difference between
the two spectra confirms this interpretation: the low temperature sites in-
crease after the reordering treatment, whereas the high temperature ones
present the opposite trend. The calculated binding energies corresponding
to the two desorption peak are 0.15 and 0.25 eV for regular and defective
sites respectively. Curiously absent in this data is the 130 K peak previosuly
reported [13]. Even if the two works deal with MgO single crystal [13] and
with a thin film grown on Mo(001) substrate [15], the thickness of the film
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Figure 7.9: TDS spectra for CO on MgO/Mo(001) thin film with a 20 ML thick-
ness. The two courves were acquired immediately after film deposition and after
annealing to 1200 K [15].
(20 ML) should exclude substrate influences and strong differences between
the two surfaces.
In our experiments the MgO film was exposed to CO at 80 K until
saturation. Fig. 7.10 shows the resulting C 1s core level high resolution
spectrum. It can be well described by using two components, α and β,
located at binding energies of 292.9 eV and 290.9 eV, respectively. The two
components are very broad, indicating that they include many unresolved
contributions. Nonetheless, the interpretation of this result is clarified with
the help of the real-time study of the adsorption and desorption processes,
illustrated in fig. 7.11.
The spectra reported in the figure were acquired in scanning mode with
an overall acquisition time of ≈ 25 s/spectrum. An can be seen in the left
panel of fig. 7.11, during CO uptake the two peaks α and β grow almost
simultaneously, though β may appear first and is significantly larger after the
dose. Once the surface was saturated with CO, temperature-programmed
photoemission experiments were performed: in the series of C 1s spectra
reported in the right panel it can be noted that α species desorb well before
β ones (the red spectra clearly show this behavior).
Even if this thermal desorption data cannot be compared with those
found in literature [13, 14, 15] we can tentatively give an interpretation of
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Figure 7.10: High resolution C 1s spectrum acquired after CO saturation and
corresponding fitting analysis of the spectral components.
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Figure 7.11: Real-time C 1s spectra acquired during CO adsorption (left) and
desorption (right). The color scale reflects the CO pressure steps during the uptake
and the temperature during the thermal desorption experiment, respectively.
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this result regarding the thermal stability of this two CO phases on the MgO
surfaces. By comparison with previous results we may attribute the α com-
ponent (the first to disappear in temerature programmed experiments) to
CO adsorbed on regular terraces, whereas the β component is attributed to
CO adsorbed on defective sites. The large difference in the intensity of the
two components with respect to the results reported by Freund and cowork-
ers [15], and their higher thermal stability (note that from the reported TDS
results no CO is expected on the MgO surface above 130 K) are of difficult
explanation. These effects may arise from the lower thickness of our MgO
film, so that the interaction with the Ag substrate may influence the sta-
bility of the adsorbed molecules; alternatively, it can be related to different
types of defects.
Our next step towards the understanding of the MgO contribution to
the chemical reactivity of the model catalyst will be an analysis of the CO
oxidation process on the bare surface.
CO oxidation on bare MgO
The main reference for the CO oxidation reaction is a recent DFT study by
Hellmann et al. on free standing and Ag(100) supported MgO bilayers [16].
The results indicate that the activation barrier on bare MgO/Ag(100) is
0.2 eV lower respect to the Pt(111) surface.
Another appealing feature of MgO as a CO oxidation catalyst is that the
CO adsorption energy, as shown in the previous section, is quite low: this
assures that CO will not poison the catalyst surface, a typical problem in
CO oxidation catalysis at low temperature. On the contrary, the reaction is
found to proceed by the Eley-Rideal (ER) mechanism, where oxygen is the
adsorbed species reacting with the COmolecule in gas phase. The Langmuir-
Hinshelwood (LH) mechanism, which contemplates the adsorption of both
reactants as the first reaction step, is here prohibited by the high oxygen
coverage at low temperature, preventing CO molecules from sticking on the
surface.
After formation, CO2 desorbs and no trace of carbonate formation results
from theoretical calculations. The several absorption bands attributed to
carbonate formation observed in InfraRed Absorption Spectroscopy (IRAS)
experiments [17] are due to CO-O interaction on defective sites of the MgO
layer. In fact, in the simulated system defects haven’t been considered.
We investigated CO-O interaction on bare MgO by performing temper-
ature-programmed desorption experiments in an O2 background pressure
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Figure 7.12: Comparison between CO thermal desorption in UHV (left panel)
and in oxygen environment (10−7 mbar). The blue arrow indicates the new peak,
arising from carbonate-like species, the blue spectra are measured at 400 K.
of 1 × 10−7 mbar while monitoring the C 1s signal. Fig. 7.12 shows the
comparison between thermal desorption experiments in UHV and in O2
pressure. As we can see, the presence of the oxygen induce the formation
of a new peak in C 1s spectra, at a binding energy of about 289.7 eV. This
new species, indicated by the blue arrow in the right panel, exhibits a higher
thermal stability with respect to the α and β phases, (it can be observed also
at 400 K, when the other two components have disappeared) and because
of its occurrence only with oxygen presence we attribute it to the carbonate
formation on MgO defective sites.
A further difference between spectra in the two series is the lower thermal
stability of the β phase when annealing in an oxygen atmosphere: at 400 K
(indicated by the blue spectrum) the β component is at half of its maximum
intensity in the left panel, whereas with oxygen background pressure (right
panel) it has almost zero intensity. This is probably due to the fact that
in oxygen environment CO has two desorption pathways: regular thermal
desorption and the reaction with oxygen that accelerates the desorption rate
of the β species.
After this analysis, the comparison between our data on the bare MgO
and the results reported in literature [16] is nontrivial. In our experiment we
152 7.3. Results and discussion
first saturated MgO with CO and then we reacted this system with oxygen
during the thermal desorption. In the experiment reported by Hellmann et
al., instead, the opposite mechanism is used: after an initial adsorption of
oxygen, it is subsequently made to react with gas phase CO. Nonetheless,
we have determined how MgO is involved in the CO oxidation mechanism:
this is a good starting point for the analysis of Pt nanoclusters’ chemical
reactivity.
CO adsorption and desorption on Pt nanoclusers
Platinum is certainly among the most studied transition metal surfaces,
and a vast literature exists which is dedicated to its interaction with small
molecules such as CO and oxygen.
Upon CO adsorption on Pt(111) surface, the existance of molecules ad-
sorbed on both on-top and bridge sites was reported: this results in two C 1s
spectral components separated by 0.7 eV [19, 18]. The binding energies are
286.8 and 286.1 eV for the on-top and bridge states, respectively. Fig. 7.13
reports a sequence of C 1s spectra collected by Kinne et al. [18] during
CO uptake at 200 K, together with the uptake curves of the total coverage
and the separate curves for on-top and bridge sites. One can see that the
adsorption starts on the on-top sites, and after an exposure of about 0.5 L
(1 Langmuir=1×10−6 torr ·1 s) bridge-site occupation begins. At saturation
Figure 7.13: CO uptake on a Pt(111) surface: (left panel) sequence of C 1s spectra
during CO adsorption at 200 K; (right panel) uptake curves for total, on-top and
bridge sites [18].
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a c(4× 2) structure is formed, corresponding to a 0.5 ML coverage, equally
divided between on-top and bridge sites. In this case, the higher intensity
detected for bridge adsorption arises from photoelectron diffraction effects.
From theoretical calculations the on-top configuration results favoured, due
to an adsorption energy of 1.36 eV, about 0.2 eV higher than that of bridge
sites [20].
CO adsorption on Pt(100) appears to be more complicated. The bare
Pt surface reconstructs in a quasi-hexagonal arrangement, even after low
temperature annealing. Interaction with CO leads to a removal of the sur-
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Figure 7.14: C 1s spectra measured during CO adsorption on 0.03 ML (upper
panel) and 0.12 ML (lower panel) Pt covered sample. The color scale reflects the
CO pressure steps during the uptake.
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face reconstruction that is converted in a more complex configuration. The
adsorption energies are similar to those found for the (111) surface [21],
even though the continuous transition from one surface-phase to the other
inhibits their precise quantitative determination.
We studied CO adsorption on Pt clusters by measuring both the C 1s
and the Pt 4f7/2 core levels as a function of time during carbon monoxide
uptake. Because of the Pt 4f7/2 spectral components’ complexity, we could
not retrieve useful information from their analysis. For this reason in the
following I will focus only on the C 1s spectra.
In fig. 7.14 two sequences of C 1s spectra are presented, measured during
CO exposure on 0.03 and 0.12 ML Pt coverage clusters. From the previ-
ous analysis it is known that the two components contributing to the high
binding energy peak, at about 291 and 293 eV, arise from CO adsorption
on bare MgO. As one might expect, these peaks are not affected by the
Pt coverage. However, the other feature at about 287 eV follows the Pt
coverage trend, indicating that this new component originates from CO ad-
sorbed on the nanoclusters. The binding energy of this component is very
close to that found for on-top adsorption [19, 18], whereas no trace of the
bridge-adsorption peak is detected.
Fig. 7.15 reports the evolution of the CO/Pt peak’s intensity (blue curve)
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Figure 7.15: Intensity and binding energy shift evolution of the C 1s spectral
component related to CO adsobed on Pt clusters for 0.03 (left panel) and 0.12 ML
(right panel) Pt coverage.
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and binding energy shift (red curve) as a function of the CO exposure for
0.03 and 0.12 ML of Pt coverage. A correlation between these two quantities
emerges, that is particularly evident for the high Pt coverage: CO/Pt C 1s
component undergoes a 170 meV shift, from the 286.80 eV at the beginning
of the exposure to the final 286.97 eV value after CO saturation.
A comparison with previous works on CO adsorbed on Pt stepped sur-
faces [22, 23] can help in finding a tentative explanation for the binding
energy trend. Fig. 7.16 shows C 1s spectra measured during CO adsorption
on Pt(322) and Pt(355) surfaces. These surfaces consist of (111) terraces
with (100) and (111) oriented steps, respectively. As we can see, several
components can be clearly distinguished, even at first glance. On-top and
bridge components arise from CO adsorption on (111) terraces, according
to previous findings on Pt(111), whereas the other components arise from
the CO adsorption on steps. In the left panel of fig. 7.17 two different CO
doses on (322) surface are compared: after 0.32 L of CO exposure only the
step sites are occupied by adsorbates, whereas larger exposure is needed for
Figure 7.16: Evolution of C 1s spectra during CO adsorption on Pt(322) (upper
panel) and Pt(355) (lower panel) surfaces [22].
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Figure 7.17: (left panel) C 1s spectra after exposure of Pt(322) surface to two
different doses of CO [22]. (right panel) Uptake curves for the single CO adsorption
sites on Pt(355) [23].
the occupation of on-top and bridge sites on the terraces. In the right panel
the uptake curves for each adsorption site on (355) surface are plotted and
compared with the same quantities measured for the Pt(111) surface: also
for this surface the adsorption starts from the step sites (in this case only
the on-top adsorption can be detected) and the occupation of terrace sites
begins only after saturation of the steps. The binding energy shift between
CO molecules adsorbed in on-top sites on terraces and at steps is almost the
same for (322) and (355) surfaces and its value is about 0.25 eV.
On the basis of these results we may reexamine our data and formulate a
hypothesis regarding the origin of the shift in CO/Pt peak detected in C 1s
spectra during the CO uptake: our clusters have certainly stepped surfaces
and Pt atoms in under coordinated configurations. At the beginning of
CO exposure the adsorption begins on step/undercoordinated sites and the
CO/Pt peak is initially found at 286.8 eV. With increasing of the exposure,
small terraces are populated and this induces a shift towards higher binding
energy. The position we found for the CO/Pt peak at saturation is shifted
by 170 meV with respect to the step component: this value, smaller than
the 250 meV found for single crystals, arises from the fact that our second
signal is the superposition of terrace and step contributions, and not the pure
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Figure 7.18: C 1s spectra measured during CO thermal desorption for 0.03 ML
(top) and 0.12 ML (bottom) Pt coverage.
terrace component: the large distribution of inequivalent adsorption sites
somehow prevents us from clearly disentangling all the spectral components.
A similar analysis was done for the thermal desorption experiments in
UHV reported in fig. 7.18 and 7.19. The binding energy trend is symmetric
with respect to the uptake findings, revealing that step sites are not only
the first to be covered during CO adsorption, but are also those where CO
158 7.3. Results and discussion
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Figure 7.19: Intensity and binding energy shift evolution of the CO/Pt spec-
tral component during thermal desorption experiments for 0.03 (left) and 0.12 ML
(right) of Pt coverage.
makes stronger bonds.
In conclusion, these two measurements not only yield information on
clusters’ interaction with CO molecules, but are also a powerful tool for
the investigation of the nanoclusters’ morphology. A final experiment on
the CO/Pt interaction consisted in a thermal desorption measurement in an
oxygen atmosphere. As with the bare MgO, the Pt/MgO system was ini-
tially saturated with CO and then the desorption experiment was performed
in an oxygen pressure of 1× 10−7 mbar. Fig. 7.20 shows a comparison be-
tween C 1s spectra measured during the thermal desorption in UHV and in
oxygen background. Two effects are observed in the presence of oxygen. The
first, already observed on bare MgO, is the formation of a new component,
indicated by the blue arrow in the figure. In the CO/MgO interaction anal-
ysis we attributed the growth of this new peak to the formation of carbonate
species on defect sites of the MgO surface. The binding energy (290 eV) is
very close to the 289.7 eV value found in the previous case, so we assume
that this new component has the same origin. Nonetheless, we notice that
its intensity is enhanced by the presence of Pt on the MgO surface. By
comparing the two series of spectra in fig. 7.20, it is possible to observe that
the CO/Pt feature results strongly reduced by the oxygen presence, whereas
the CO/MgO peak is largely increased. We can tentatively attribute the en-
hancement of the carbonate peak to the activation of CO diffusion processes
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Figure 7.20: C 1s spectra measured during CO thermal desorption in UHV (upper
panel) and oxygen atmosphere (lower panel). The blue arrow indicates the feature
arising from the formation of carbonate-like species.
from Pt clusters to both regular and defective MgO sites. The experimental
findings reported in this section represent an important background for the
understanding of the final part of the experimental work presented in the
next pages.
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CO oxidation on Pt nanoclusters
Being CO oxidation one of the most important chemical reaction for in-
dustrial processes, its development on Pt based catalysts has been widely
studied.
As a first step of the oxidation reaction, oxygen adsorption on Pt single
crystals has been studied. The adsorption energies for oxygen on (111)
and (100) Pt surfaces are reported by Gu et al. [24]. The most stable
configurations are the three-fold hollow site on the (111) surface, the bridge
site on the (100), with a binding energy of 4.6 eV for both sites.
On the (111) surface oxygen exposure induces the formation of a p(2× 2)
ordered structure with a 0.25 ML coverage [9], but for Pt(100) the situation
is more complicated. As already mentioned, Pt bare surface reconstructs
in a quasi-hexagonal arrangement; interaction with oxygen suppresses the
reconstruction. Variations in adsorption energies are expected at different
coverage, even if the lack of a well defined and stable surface arrangement
inhibits a more detailed quantitative analysis.
Kinne et al. [25] studied the CO oxidation reaction on Pt(111) single
crystal surface by means of high resolution photoemission spectroscopy. The
study is conducted by surveying the evolution of C 1s spectra during the
exposure to CO of an oxygen precovered surface. As expected, bridge site
occupacy is inhibited by the presence of chemisorbed oxygen and CO adsorbs
just in on-top sites. As shown in the left panel of fig. 7.21, at a temperature
of 120 K a 0.23 ML CO coverage is reached, revealing that also some on-
top sites must be forbidden by the oxygen pre-exposure (a higher coverage
should be reached if all the on-top sites were available). At this temperature
no CO oxidation reaction is observed, as revealed by the constant oxygen
coverage.
In the subsequent temperature dependent study, in the range between
275 and 305 K, the activation energy of the reaction was found to be ap-
proximately 0.53 eV. In the right panel of the figure, CO oxidation can be
inferred from the desorption of the oxygen and the consequent activation of
the CO adsorption on the bridge sites.
The role of CO pressure has also been examined revealing that the
reaction rate increases with increasing pressure up to approximately 1 ×
10−6 mbar, while it is unaffected by further increases above this value.
One of the most important results of this work is the understanding
of the roles played by the different oxygen adlayer areas in the kinetics
of the reaction. Initially no adsorption of CO is detected, even though
a small decrease in oxygen is observed. The small amount of desorbed
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Figure 7.21: (left panel) CO exposure of oxygen pre-covered Pt(111) surface at
120 K. On the bridge sites CO adsorption is inhibited by the presence of the oxygen.
(right panel) CO exposure of oxygen pre-covered Pt(111) surface at 295 K. [25].
oxygen (0.03 ML of the initial 0.25 ML coverage) is attributed to the reaction
between the CO and the oxygen disorderly adsorbed outside of the p(2× 2)
ordered layer. The absence of a regular adsorption pattern makes these
species more reactive, thus the reaction with CO is favoured.
After this first stage the reaction progresses, but not with the expected
first order character: the value resulting from the modelization is about 0.63.
This smaller value of the reaction order is explained by assuming that the
reaction involve only oxygen atoms at the edges of the p(2× 2) areas, with
these species presenting a higher reactivity because of the reduced symmetry.
The calculations for a kinetic model involving only edge oxygen atoms results
in an order of 0.5, suggesting that this explanation is reasonable.
In as previous study on the Pt/MgO system, Heiz and coworkers [26]
demonstrated the dependence of the chemical reactivity on the cluster size
by using size selected clusters ranging from 8 to 20 atoms. Three different
reaction paths result from their analysis, that can be assigned as follows:
- α: CO adsorbed on terrace sites reacts with ionic adsorbed oxygen.
This attribution depends on the fact that this phase arises only for
larger clusters, where molecular ionic adsorption can be accomplished
because of the lower reactivity of fully coordinated Pt atoms.
- β1: CO and atomic oxygen are both adsorbed on terrace sites.
- β2: CO and atomic oxygen are both adsorbed on step sites.
Moreover, the analysis of reactivity as a function of cluster size results in
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a strong enhancement (4 times) of the chemical reactivity for clusters con-
taining more than 13 atoms: 13-atom clusters represent the phase transition
from a 2D to a 3D arrangement [27], leading to a consequent increase of low
coordinated atoms that translates into an enhanced chemical reactivity.
Our photoemission spectroscopy study was aimed to understanding of
the influence of temperature and cluster size on the CO oxidation reaction.
This was achieved by surveying C 1s spectra during CO exposure at tem-
peratures ranging from 220 to 400 K, for the three Pt nanocluster nominal
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Figure 7.22: Selected snapshot C 1s spectra acquired during CO adsorption on
clean (left panel) and oxygen pre-saturated (right panel) clusters, for 0.06 ML Pt
coverage.
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coverages (0.03, 0.06 and 0.12 ML). The measurements during the CO ex-
posure were first performed on clean clusters and subsequently for the same
clusters presaturated with oxygen. As an example, fig. 7.22 shows a selection
of spectra acquired using the fast snapshot mode during these two types of
experiments in the case of 0.06 ML coverage at 220 K. At first glance the
main difference between the two measurements is the presence of a new
component in the oxygen pre-saturated clusters. This new peak, arising be-
tween the CO/MgO and the CO/Pt peaks presents a binding energy similar
to the feature induced by carbonate-like species, so we attribute its forma-
tion to the same effect detected during thermal desorption experiments in
oxygen environment. Identical measurements were performed for each of
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Figure 7.23: CO uptake curves for 0.03, 0.06 and 0.12 Pt coverage. CO coverage
has been calculated considering only the low binding energy feature in the C 1s
spectra, which is realted to CO adsorbed on Pt clusters (CO/Pt). The full circles
curves are data from the clean clusters, the open circles are data from the oxygen
pre-saturated clusters. Both oxygen and CO exposures were performed at 300 K
(left panel) and 400 K (right panel).
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the three Pt coverages at several temperatures. CO uptake curves on Pt
clusters, reported in fig. 7.23, summarize the differences observed between
clean and pre-saturated clusters by varying these two parameters. It is im-
portant to note that the chemical sensitivity of photoemission spectroscopy
and the previous analysis on CO adsorption on the bare MgO allowed us
taking into account only the spectral component due to CO adsorbed on Pt
nanoclusters.
The size effect is clear and common to both temperatures: when small
clusters (0.03 and 0.06 ML) are pre-saturated with oxygen, the CO coverage
does not reach the same saturation point found for clean clusters, whereas
for 0.12 ML Pt coverage both the pre-saturated and clean curves reach the
same final intensity, even if after different CO exposures.
This effect can probably be attributed to oxygen atoms with a strong
bond to Pt which results in a high energy barrier for reaction with CO; as
a consequence, oxygen is not removed from the clusters and inhibits CO
adsorption. The presence of these oxygen species only on smaller clusters
indicates they originate from Pt defective adsorption sites, such as underco-
ordinated atoms or steps, as suggested by previous theoretical calculations
reported in literature [28]. This result is in contrast with previous works,
where a higher reactivity was detected for oxygen adsorbed in a disordered
manner (as is expected to happen on defective sites) [25].
By comparing the 300 K and the 400 K sequences, this interpretation
becomes even more convincing. As the temperature increases the difference
between the two uptake curves decreases: this confirms that the lack of CO
on oxygen pre-saturated clusters is due to the presence of some residual
oxygen atoms. Increasing the temperature facilitates desorption of oxygen
and/or catalytic reaction with CO to form CO2, resulting in an increase of
free adsorption sites.
Having considered the clusters’ size and coverage effects, we may turn
our attention to the effect of temperature on the CO oxidation reaction. In
fig. 7.24 the CO uptake curves are shown for CO/Pt adsorption on 0.06 ML
clusters, for all the temperatures.
For CO uptakes on the oxygen precovered clusters, the initial adsorption
rate clearly decreases as the temperature increases, and in the experiment
at 400 K an induction period (a delay in the beginning of CO adsorption)
clearly appears. This temperature induced effect may be tentatively ex-
plained by one of the two following arguments.
• The first explanation is related to the enhancement of the chemical
reactivity induced by the temperature. At high temperature the ini-
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tial CO sticking coefficient is low because CO reacts more likely with
preadsorbed oxygen than adsorbs on the Pt surface. During this acti-
vation period CO2 formation occurs, so that oxygen atoms leave the
surface free for CO adsorption. A confirmation of this interpretation
could be obtained from TDS experiments revealing the eventual CO2
production at the beginning of CO uptake.
At low temperature the trend is opposite: CO rapidly adsorbs even
on pre-saturated Pt surface, whereas small CO2 amounts are formed.
However, also for low temperature we notice that the adsorption rate
is lower for pre-saturated clusters.
• The second argument is more complicated and relates to the two pos-
sible routes for the arrival of CO on the Pt clusters. The total flux of
CO onto the cluster surface is the sum of two available channels for
uptake of the molecules, namely direct impingement, and arrival from
the bare substrate surrounding (Ftot = Fdir + Fdiff). Assuming that
preadsorbed oxygen inhibits the adsorption of CO we may hypothize
that in the first part of the exposure the uptake of CO onto the clus-
ters is dominated by arrival from the substrate. This process is called
reverse spillover and is depicted in fig. 7.25 using the collection zone
model [29].
The model assumes that the clusters are regularly spaced on a rect-
angular grid with lattice parameter 2L, that every cluster is a perfect
sink for CO, and that the system is in a steady state. From the work
Figure 7.25: The reverse spillover process explained within the collection zone
model. This effect depends on the mean diffusion length of the molecule on the
support and on the density of clusters [29].
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of Henry et al. [30], for clusters of mean radius R we can write
Fdiff = 2piXSαJ · P
(
R
XS
,
L
XS
)
where P(x,y) is a combination of modified Bessel functions, α is the
adsorption probability of CO on MgO, J is the impinging rate of CO
on the surface and XS is the mean free path of the molecule on the
MgO surface.
From the pressure p, the molecular mass M, and the temperature T,
the arrival rate is simply calculated as
J =
p√
2piMkBT
The mean diffusion length XS of CO molecules on the MgO substrate
can be written analytically as XS =
√
Dτ , where τ , the mean residence
time of the CO molecule, is given by
τ = ν−1a e
Ead
kBT
and D, the diffusion coefficient of CO on MgO surface, is given by
D = a20νde
−Ediff
kBT .
In these last two relations a0 is the distance between two adsorption
sites, Ediff and Ead are the diffusion and adsorption energies, νd and νa
are the frequency factors for the diffusion and the adsorption process.
Focusing our attention only on the temperature dependence of Fdiff
we find that
Fdiff ∝ 1√
T
e
1
T .
This results in a decrease of the CO flux onto the Pt clusters as the tem-
perature increases. Starting from the initial assumption, that reverse
spillover is the main source of CO flux onto clusters when clusters are
pre-covered with oxygen, this can explain the temperature dependence
of the delay in the CO uptake: the CO feed rate to the nanoclusters
is not large enough to make the uptake begin.
However, this interpretation suffers from some problems. The strongest
initial assumption of the described model is that the system is in a
steady state: actually, during the course of the experiment the CO
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pressure was changed in four steps (1, 2, 5 and 10 × 10−9 mbar). A
second assumption on which the collection model is based is the regular
distribution of nanoclusters on the support: chemical vapour deposi-
tion does not guarantee this regularity and the use of other deposition
techniques would be needed to fulfill this requirement. Nevertheless
this model accounts for the temperature effects observed in our exper-
imental data and also this explanation is reliable.
As already mentioned, another factor that complicates the analysis of
these experimental results is that oxygen was dosed at the same temperature
of the CO exposure; as the temperature changes, oxygen can adsorb on
different sites, with different adsorption energes and reactivities, making
the temperature effects of difficult interpretation.
7.4 Conclusions
In this chapter it has been evidenced how photoemission spectroscopy al-
lowed the charracterization of Pt nanoclusters’ growth on the MgO/Ag(100)
support by means of the analysis of the Pt 4f5/2 core level.
The interaction of Pt nanoclusters with oxygen and CO has been studied
by real-time photoemission experiments, giving us information not only on
chemical reactivity but also cluster morphology.
We found also that the interaction between adsorbed CO and oxygen on
the bare MgO surface results in the formation of carbonate-like species on
MgO defect sites. Curiously, this process is enhanced by the presence of Pt
clusters: this probably reveals the presence of a CO diffusion process from
clusters to MgO that becomes active at high temperatures.
The enhanced temporal resolution of the novel experimental set-up al-
lowed studying the CO oxidation process by monitoring the evolution of the
C 1s core level during CO exposure on both clean and oxygen pre-saturated
Pt clusters. Both size and temperature effects have been detected.
Increasing the temperature results in the decrease of CO adsorption ca-
pacity of nanoclusters and in the appearance of an induction period in the
uptake curves on the pre-oxidized Pt particles. This can be explained ei-
ther by an enhancement of CO2 formation, which may be more favourable
than CO adsorption at the beginning of the exposure, or by the reverse
spillover mechanism by which CO diffuses on the MgO surface towards the
Pt clusters. This last mechanism becomes slower with increasing tempera-
ture, resulting in a decrease of CO supply and, as a consequence, a decrease
of the CO uptake.
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Regarding the clusters’ size effects, we observed that for pre-oxidized
small clusters the amount of CO detected subsequent to the exposure is less
than for clean clusters. This probably occurs because of the presence of
some oxygen species with a strong bond to Pt, leading to a low reactivity
with CO.
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Chapter 8
Graphene on Ir(111):
growth, properties and
supported systems
8.1 Introduction
Graphene is the name given to a single layer of carbon atoms tightly packed
into a two-dimensional honeycomb lattice. It is the building block for all
the other graphitic materials: it can be wrapped up into a zero-dimensional
fullerenes, rolled into one-dimensional nanotubes or stacked into three-di-
mensional graphite (Fig. 8.1).
(a) (b) (c)
Figure 8.1: Graphene is the constituent of the graphitic materials: graphite (a),
fullerenes (b) and carbon nanotubes (c).
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Theoretically, graphene has been studied for more than fifty years and
is widely used for describing properties of carbon-based materials. On the
other hand, graphene was considered a sort of “academic toy” since, altough
known as the building block of 3D materials, it was presumed not to exist
in the free state being unstable with rescpect to the formation of curved
structures such as fullerenes and nanotubes. In 2004 this common idea
was refuted with the discovery of free-standing graphene carried out by the
Novoselov and Geim group in Manchester [1].
A
B B
B
A A
Figure 8.2: Representation of the graphene lattice. The two inequivalent triangular
lattices A and B are highlighted.
The honeycomb lattice of graphene, pictured in fig. 8.2, consist of two
interpenetrating triangular sublattices: the sites of one sublattice are at the
centers of triangles defined by the other. The lattice has thus two atoms
per unit cell, designated as A and B in the figure, and is invariant under
120◦ rotations around each lattice site. A carbon atom has one s and three
p valence orbitals. The s orbital and the two in-plane p orbitals are hy-
bridized in graphene’s strong covalent bonding (sp2) and do not contribute
to its conductivity. The remaining p orbital, oriented perpendicular to the
molecular plane, is odd under inversion in the plane and hybridizes to form
pi (valence) and pi∗ (conduction) bands.
In the Bloch description of the electronic structure of solids, orbital en-
ergies depend on the momentum of charge carriers in the crystal Brillouin
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zone. In the case of graphene, the pi and pi∗ bands are decoupled from the
σ and σ∗ bands because of inversion symmetry and are closer to the Fermi
energy because they partecipate to a lesser extent in the bonding. In a neu-
tral graphene sheet, valence and conduction band meet at the Fermi energy,
forming conical valleys that touch at two of the high-symmetry points in the
Brillouin zone.
Figure 8.3: Energy bands near the Fermi level in graphene. The conduction and
valence bands cross at points K and K′. From [2].
From all the the above considerations follows that graphene can be con-
sidered a zero-gap semiconductor where the valence and the conduction
band energies are linear functions of momentum (at least close to high-
symmetry points). This last property implies that the velocity of electrons
in graphene is constant, independent of momentum, much like the velocity
of photons, and leads to the conclusion that in graphene the charge carri-
ers (both electrons and holes) mimic relativistc particles and are naturally
described starting with the Dirac equation for massless particles (massless
Dirac fermions) with an effective speed of light vF ≈ 106 m/s 1.
1It is worth noting that graphene’s relativistic behaviour does not arise from required
176 8.1. Introduction
The graphene’s relativistic character produces some intriguing phenom-
ena such as the ambipolar electric field effect (due to the possibility to tune
continuously charge carriers between electrons and holes) [3] or an anomlous
behaviour of the quantum Hall effect [4]. From the point of view of possible
applications, on the other hand, other properties of this material may be
more important:
• the high mobility of charge carriers at room temperature appears al-
most independent from dopant concentration, which translates into
ballistic transport on the submicrometer scale (0.3 µm at 300 K) and
into a resistivity (1 × 10−6 Ω/cm) that at room temperature is lower
than that of silver(1.7× 10−6 Ω/cm) [5];
• altough the gap between valence and conduction band is zero for ide-
ally boundless graphene, thanks to quantum confinement effects its
value can be tailored up to fractions of electronvolts by carving graph-
ene nanoribbons of proper size [6, 7];
• graphene appears to be the strongest material ever tested, since mea-
surements have shown that its breaking strength is about 100 times
higher than that of steel [8].
The above described characteristics open a wide range of possibilities for
graphene-based devices.
• Gas sensors. Due to graphene’s bi-dimensional structure, its whole
volume is exposed to the surrounding environment, making this mate-
rial very efficient in detecting adsorbed molecules: adsorbed molecule
cause changes in electrical resistance and graphene’s extremely low
resistance allows detecting these changes with incredibly good signal-
to-noise ratios [9].
• Field-emission electronic devices. Graphene exhibits a pronounced re-
sponse to perpendicular external electric fields [1] giving the possibility
to design all-graphene planar Field-Effect Transistors (FET): in such
devices source, drain and gate terminals as well as the conducting
channel would be entirely realized in graphene allowing a much higher
integration scale than that achievable with silicon [10, 11].
consistency with Lorentz invariance, but simply from the symmetry of the honeycomb
lattice.
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• Transparent conducting electrodes. From the optical point of view,
graphene absorbs only about 2.3% of the incident white light [12]. The
combination of transparency, extraordinary high electrical conductiv-
ity, mechanical strength and flexibility, together with the possibility
to deposit a single layer of material from a solution, makes graph-
ene an ideal candidate for transparent conducting electrodes required
for applications such as touch-screens, liquid crystal displays, organic
photovoltaic cells and organic light-emitting diodes [13, 14].
The above mentioned applications are only the most explored possibil-
ities. The basic difficulty, however, common to all the possible projects, is
the large-scale graphene production. Up to now, in absence of graphene
wafers, many experimental groups are using samples obtained by microme-
chanical cleavage of bulk graphite, the same technique that allowed isolation
of the first graphene flakes [1]. After fine-tuning, the application of this tech-
nique provides high-quality graphene crystallites up to 100 µm in size, large
enough for most research purposes. The most important drawback of this
technique, on the other hand, is the large amount of time needed for individ-
uating the rare graphene crystallites hidden among the thousands of thick
graphite flakes produced during exfoliation process.
Another method for graphene preparation consists in dispersing graphite
oxide paper in pure hydrazine, so that oxygen can be removed and single
graphene sheets with restored planar geometry can be deposited on a silicon
or silicon oxide wafer [15].
The preparation of single-layer graphene by thermal decomposition of
silicon carbide (SiC) has been proposed as a viable route for the synthesis of
uniform, wafer-size graphene layers for technological applications. If field-
effect devices are the objective, this procedure presents the advantage that
the graphene layer is already deposited on an insulating support, strongly
resembling the typical structure of an actual electronic device. However, at
present the large-scale structural quality is limited by the lack of continuity
and uniformity of the film: the average domain size is 30-100 nm on the Si-
terminated SiC(0001), whereas on the C-terminated surface larger domains
up to 200 nm can be obtained. Moreover, decomposition of SiC is not a
self-limiting process and, as a result, regions of different film thicknesses
coexist, as shown by low energy electron microscopy imaging [16, 17].
Our interest, actually, was attracted by a fourth method of graphene
preparation based on hydrocarbon dissociation on transition metal (TM)
surfaces. Graphene on metal surfaces has been known for almost forty years
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from industrial heterogeneous catalysis, where, for reactions involving hy-
drocarbons, the deposition of graphitic carbon on the catalyst surface is a
major reason for deactivation. Recent investigations have shown that these
graphitic layers consist of few graphene layers only, or even of monolay-
ers [18].
For the decomposition method mostly ethylene is used, but the decom-
position of propane, methane and acetylene works as well. The molecules
are either adsorbed at room temperature, after which the samples are an-
nealed to decompose the molecules and induce the hydrogen desorption, or
the molecules are directly deposited at high temperature. It appears that
with this method the film growth can easily be restricted to single layers.
The decomposition of the hydrocarbon molecules, in fact, is catalyzed by
the transition metal surface, therefore once the surface is fully covered with
the first graphene layer the process is suppressed. Proofs that actually single
layers can be obtained by the described preparation method are provided
by scanning tunneling microscopy (STM) [19, 20, 21, 22].
Graphene layers grown on transition metal surfaces usually present pe-
riodically corrugated structures that result from the small lattice mismatch
between graphene (lattice constant of bulk graphite is 2.46 A˚) and the hexag-
onally close-packed metal surfaces [lattice constants are 2.49 A˚ for Ni(111),
2.69 A˚ for Rh(111), 2.71 A˚ for Ru(0001), 2.72 A˚ for Ir(111) and 2.77 A˚ for
Pt(111)]. Superimposing the graphene and the substrate lattices therefore
leads to coincidence structures with large lattice constants or to incommen-
surate structures with similarly large quasi-periodicities. These are also
known as Moire´ structures. In all the mentioned cases, the lattice constant
of the graphene layer does not change more than approximately 1% with
respect to bulk graphite, consistent with the high in-plane stiffness of the
graphene sheets. The extreme uniformity of some of the Moire´ structures
makes these systems perfect templates for the growth of nanostructures.
This idea was successfully pursued for the graphene Moire´ structure on
Ir(111) on which iridium clusters were first grown [20], followed by plat-
inum, tungsten and rhenium [23].
Another critical aspect of graphene-TM systems is the strength of the in-
teraction with the different metal substrates. Recent studies which combine
near-edge x-ray absorption fine structure (NEXAFS) and photoemission
spectroscopy measurements on Pt, Ir, Rh and Ru substrates have shown that
going from 5d to 4d transition metals the interaction of graphene changes
from very weak to strong chemical bond with the substrate [24]. More in
detail, Pt(111) results the less interacting surface, while graphene-metal in-
teraction increases going from Ir to Rh and Ru.
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Graphene on Ir(111)
Among the transition metal crystals that can be used as substrates for
graphene growth, the Ir(111) surface raised our interest for mainly two rea-
sons: the high quality of the graphene layer that can be grown on this
surface [21, 22] and the weakness of the C-Ir interaction [24, 25]. A brief
review of the system characteristics, however, may help in understanding
the properties that make Ir(111) such an interesting substrate for graphene
preparation.
Upon ethylene decomposition on the bare Ir surface above 800 K, and
reordering during annealing at temperatures as high as 1470 K, the result-
ing C atoms form a graphene layer. As already mentioned for transition
metal substrates in general, ethylene dissociation can only take place on the
uncovered Ir(111) surface; this makes it a self-limiting process and multiple
layer regions are avoided.
Figure 8.4: STM image of a graphene flake attached to an iridium step edge. In
the left side of the picture the bare Ir(111) surface is imaged; on the right side the
graphene moire´ pattern is visible and the superstructure unit cell is marked as a
white rhombus (100 A˚×100 A˚, UT = 0.17 V and IT = 21 nA; from [21]).
Besides the expected honeycomb structure of graphene, a superstructure
can be clearly identified in scanning tunneling microscopy (STM) images
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(fig. 8.4) and is also confirmed by the analysis of the LEED pattern. This
graphene superstructure can be viewed as a moire´. A moire´ pattern results
from the superposition of two regular lattices and has a reciprocal lattice
vector that is the difference of the constituting reciprocal lattice vectors.
It is a phenomenon very similar to the one that originates the well known
beats from the superposition of two sound waves. The superposition of the
graphene lattice with a periodicity of 2.45 A˚ (as measured in STM and low-
energy electron diffraction (LEED) experiments), and the Ir lattice with
atomic nearest-neighbor distance of 2.715 A˚, yields a superstructure with
periodicity of 25.3 A˚ that corresponds to 9.32 Ir unit cells and to 10.32 unit
cells of graphene [21].
Within a single moire´ cell, the base of the surface structure, three differ-
ent regions can be distinguished, which differ by the arrangement of carbon
atoms with respect to the underlying iridium surface sites. The labeling
given in the following corresponds to the type of iridium surface site located
below the center of the carbon rings in the region:
• hcp region: in this region the graphene honeycomb rings are centered
on an iridium hcp site, i.e. over an iridium atom in the second layer
of the crystal. In this configuration, every second carbon atom is
positioned on the other three-fold coordinated site, namely the fcc
site, and every second atom is on top of an iridium substrate atom.
• fcc region: in this region the graphene honeycomb rings are centered
on an iridium fcc site, i.e. over an iridium atom in the third layer of the
crystal. In this configuration, every second carbon atom is positioned
on a fcc site, and every second atom is on top of an iridium substrate
atom.
• atop region: in this region the graphene honeycomb rings are cen-
tered on an iridium atom of the first layer. In this configuration, all the
carbon atoms sit in a three-fold coordinated site, being alternatively
in a hcp and in a fcc site.
Actually, the above descriptions define single points within the moire´ cell,
rather than real regions; due the small mismatch between iridium and car-
bon lattice parameters, however, the relative positions of the atoms change
only slightly in the neighbourhood of this points, so that small regions with
similar atomic configurations can be identified, as clearly represented in
fig. 8.5.
The geometrical structure of these regions strongly influences the bond-
ings between carbon and iridium atoms and, as a consequence, their elec-
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Figure 8.5: Schematic representation of the three regions individuated within the
moire´ unit cell. The superstructure is constructed by superposition of the graphene
lattice (yellow balls) onto the Ir(111) surface (gray balls). The darker shades of
gray represent the second and third layers of the iridium substrate. White arcs
in the corners of the cell indicate the atop regions, where an iridium atom of the
topmost layer is centered in the graphene honeycomb and the carbon atoms cover
the threefold coordinated hollow sites. In the fcc region indicated with the dashed
circle and the hcp region (dotted circle) there are threefold coordinated hollow sites
centered under the carbon ring: either an fcc site (in the fcc region) or an hcp site
(in the hcp region). Every second carbon atom is located at the other hollow site
and every second above an iridium surface atom. From [21].
tronic structure and chemical properties. The different properties of the
three regions play a fundamental role, e.g., in the case of cluster adsorption:
STM investigations, in fact, evidenced how Ir cluster adsorb preferentially
on hcp regions, while fcc regions may be occupied only below 160 K and no
clusters have been observed in the atop regions. This behaviour is strongly
related with the hybridization of carbon bondings with the substrate and
the metallic clusters and will be more extensively discussed in the section
dedicated to the study of transition metal clusters deposited on graphene
(sec. 8.4).
One of the most remarkable properties of the graphene layer grown
on the Ir(111) substrate is its high structurale coherency. STM studies,
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in fact, showed that the graphene layer contains only a very low density
of zero-dimensional defects, such as edge dislocation cores consisiting of
heptagon-pentagon pairs of carbon atom rings found at the domain bound-
aries between adjacent graphene crystallites with small-angle misorienta-
tions. Moreover, carbon rows present large-scale continuity over terraces
and step edges: graphene appears to lie like a blanket over step edges across
surface regions which size is in the micrometer range [22]. The resulting
uniformity of the moire´ structure makes this system a perfect template for
ordered nanostructures.
As the graphene-substrate interaction is concerned, the narrowness of
the C 1s signal in photoemission studies [24], compared to the same mea-
surements peformed on graphene grown over other transition metal surfaces,
indicates that carbon atoms interact very weakly with iridium surface atoms.
A confirmation of the weakness of the C-Ir interaction comes from angle-
resolved photoemission spectroscopy (ARPES) investigations on the band
structure of the graphene/Ir(111) system. As explained above, graphene
valence and conduction bands are expected to degenerate at high symmetry
points of the reciprocal lattice (K points) forming the so-called Dirac cones
and the Dirac points at the Fermi level of the system. The interaction with
transition metal substrates influences the band structure and opens gaps
between Dirac points and the Fermi level, but in the case of the Ir(111)
substrate ARPES measurements display the expected Dirac cones with the
Dirac points shifted only slightly above the Fermi level (≤ 0.2 eV), in a sit-
uation very similar to that expected for the ideal free-standing graphene [25].
The weak C-Ir interaction has been the subject of our photoemission
spectroscopy investigastions on the first stages of graphene growth on irid-
ium and will be treated in detail in the next section. In sec. 8.3 the un-
expected angular dispersion of the C 1s core level binding energy will be
reported. An example of how photoemission experiments can give infor-
mation on the electronic properties and the morphology of transition metal
clusters deposited on this peculiar nanostructured template will be finally
presented in sec. (8.4): in particular results on gold, platinum and rhodium
clusters will be outlined.
8.2 First stages of graphene growth on Ir(111)
The majority of the works that can be found in literature about graphene
grown on transition metal surfaces focuses on the physical and electronic
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structure of the films, while the nucleation and growth mechanisms, that
can greatly influence the final quality of the graphene layer, remain largely
unexplored experimentally. At the same time, peculiar mechanisms for the
growth of the graphene layer, strikingly different from those observed for
bidimensional metal islands on metals, have been proposed, making this
investigation topic even more attractive. One example of these mechanisms
can be found in the growth process of graphene on the Ru(0001) surface:
this process appears to proceed by means of the addition of small clusters of
5 carbon atoms rather than monomers [26]. In the case of iridium substrate,
on the other hand, a Smoluchowski ripening process has been proposed for
the graphene island coalescence, with the entire carbon islands moving on
the iridium surface at high temperature [27].
A fundamental issue, not yet addressed in the onset of graphene for-
mation on the Ir(111) surface, relates to the process that from carbidic
clusters leads to the development of graphene islands. Although it is evi-
dent that lattice mismatch and island size play a crucial role, very little is
known about the atomic-scale mechanism of the transition from strong- to
weak-interacting carbon layers. Understanding and controlling such mecha-
nism are fundamental targets for tailoring the morphology and the electronic
properties of the graphene layer on iridium, an indispensable starting point
for the development of graphene-based nano-scale devices.
The fast data acquisition mode and the high energy resolution of the
novel experimental set-up developed for the SuperESCA beamline (described
in chapter 4) together with the high sensitivity to the local environment of
C 1s and Ir 4f7/2 core levels, allowed us probing in situ the carbon cluster-
substrate interaction during graphene growth. The combination of experi-
mental results and density functional theory (DFT) calculations resulted in
the possibility of building a consistent scenario for the investigated mecha-
nism.
8.2.1 Experimental details
The Ir(111) surface was cleaned by repeated cycles of Ar+ sputtering and
annealing at 1470 K, followed by oxygen treatment at 1000 K to remove
carbon atoms eventually segregated from the bulk crystal, and by hydrogen
exposure at 800 K in order to remove oxygen atoms adsorbed on the crystal
surface during the previous procedure.
As for the graphene layer, carbon atoms were obtained by dosing ethy-
lene (C2H4) at pressures ranging from 1 × 10−9 to 5 × 10−7 mbar in a
temperature range between 300 and 1270 K. Two methods for the prepara-
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tion of the graphene layer were used: in the following they will be indicated
as chemical vapor deposition (CVD) and temperature programmed growth
(TPG), accordingly to Coraux et al. [27]. In the case of CVD procedure,
ethylene was dosed either by means of the molecuar beam apparatus (es-
timated pressure ≈ 1 × 10−7 mbar) or by ambient pressure (when lower
pressures, and consequently slower growth process, were of interest); in our
experiments the iridium surface was mantained at a fixed high temperature,
ranging from 820 to 1270 K. The second growth method, TPG, consisted
in the adsorption of ethylene molecules at room temperature, followed by
their dissociation during an annealing at temperatures higher than 900 K.
As will be explained more in detail in sec. 8.2.3, the use of both prepara-
tion procedures allowed investigating the different island morphologies that
occur during the formation of the graphene sheet on the Ir(111) surface.
8.2.2 Ab-initio calculation details
Theoretical calculations have gained great importance in the last years both
for the interpretation of the photoemission results and as a fundamental tool
to build a more complete picture of the system under investigation. Our
studies on the first steps of graphene growth appear to be a good example
of how the synergy between theory and experiments can lead to valuable
results.
All the calculations reported in this chapter have been performed in
collaboration with D. Alfe´ and M. Pozzo from University College London,
using the VASP code [28].
Theoretical simulations are based on the determination of the total en-
ergy of the system, through a self-consistent solution of the Schro¨dinger
equation
Hˆtot|Ψtot >= Etot|Ψtot > . (8.1)
The Hamiltonian operator is given by
Hˆ = Tˆ + Uˆ + Wˆ . (8.2)
where Tˆ is the kinetic energy operator, Uˆ represents the interaction of the
electrons with the coulombic field due to the nuclei and Wˆ is the electron-
electron interaction energy. The theoretical results reported in the following
section were obtained solving eq. 8.1 within the density functiona theory
(DFT) framework, using the pseudo-potentials obtained with the projec-
tor augmented-wave method (PAW potentials) [29, 30] and the exchange-
correlation functional developed by Perdew, Burke and Ernzerhof (PBE) [31]
to approximate the Wˆ term in eq. 8.2.
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The Ir(111) surface was modeled by a 9-layer slab; this means that con-
tribution due to iridium atoms in the first nine layers of the crystal were
considered for the calculation of the system total energy. In order to de-
termine the geometry adopted by the graphene layer, a (10× 10) graphene
sheet was overlaid over a (9× 9) Ir(111) super-cell at 3 A˚ from the iridium
surface, then the first two iridium layers, together with graphene, were al-
lowed for relaxation until the energy minimum of the system was reached.
The relaxation was stopped when the total energy converged to less than
10−5 eV and the forces on all the atoms to less than 0.005 eV/A˚. Such a
tight convergence requirement is needed because during the relaxation the
graphene layer tends to move away from the surface, and eventually it ends
up at a distance of ≈ 4 A˚. The resulting geometry is reported in fig. 8.6,
which shows the graphene layer 3.8 A˚ above the iridium surface and the typ-
ical moire´ pattern with a corrugation of 0.3 A˚, in agreement with previous
results [20, 21].
To obtain the structural model for the carbon clusters described in
sec. 8.2.3, the geometry of the clusters was allowed for full relaxation af-
ter a short simulated annealing.
The relation between the thoretical results and the experimental findings
about the carbon-Ir(111) system was given by the determination of Ir 4f7/2
and C 1s core level shifts due to the interaction of iridium surface atoms
with carbon clusters. The origin of core level shifts (CLS) and surface core
level shifts (SCLS) has already been treated in detail in sec. 2.4.1 and 2.4.2.
However, it is worth describing briefly how these quantities can be calculated
with high accuracy using DFT, considering as an example the case of Ir 4f7/2
surface core level shift. The Surface core level shift is defined as the difference
between the binding energy (BE) of a core electron in a bulk atom, BEbulk,
and the one in a surface atom, BEsurf :
SCLS = BEbuk − BEsurface (8.3)
where BE is the all-electron total energy EAE difference between the final
state (i.e., the system with (N-1) atoms in the ground state and one excited
atom) and the initial state (i.e., the system with N atoms in the ground
state):
BE = EAE((N− 1)Ir, 1Ir∗)− EAE(NIr, 0Ir∗). (8.4)
Final state core level binding energies can be accurately computed by de-
scribing the excited atom by a pseudopotential generated in the core-excited
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(a)
(b)
Figure 8.6: Side view (a) and top view (b) of the calculated graphene struc-
ture. The shading of carbon atoms (yellow) reflects the graphene layer corrugation:
lighter colour indicates larger height with respect to the iridium surface, as com-
puted by DFT simulation. Four Ir layers are also represented: the first (blue), the
second (red) and the third (green) layers are clearly visible also in the top view,
where allow easy identification of the three regions within the moire´ unit cell, in
agreement with the schematic representation reported in fig. 8.5.
configuration. In this formulation the core-level BE is given by the pseudo-
potential total energy difference supplemented by an additive constant that
can be determined for the isolated atom
BE = EPS((N− 1)Ir, 1Ir∗)− EPS(NIr, 0Ir∗)+
+ [EAEat (Ir
∗)− EPSat (Ir∗)− EAEat (Ir) + EPSat (Ir)]. (8.5)
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When comparing different geometries the additive term cancels out leaving:
SCLS = EPSbulk((N− 1)Ir, 1Ir∗bulk)− EPSsurf((N− 1)Ir, 1Ir∗surf). (8.6)
This latter quantity is compared with the experimental shifts. The same
procedure can be adopted to determine the shifts of C 1s binding energy
for carbon atoms in different configurations inside the clusters, as will be
described below.
8.2.3 Results and discussion
Graphene-iridium interaction
In the first set of experiments ethylene was dosed on the Ir(111) surface
using the molecular beam apparatus (described briefly in sec. 3.1.1), obtain-
ing a local pressure on the sample of 1 × 10−7 mbar. Ethylene is known
to completely dissociate at about 800 K; for this reason the lowest temper-
ature chosen for our experiments was 820 K. Fig. 8.7 shows the C 1s and
Ir 4f7/2 spectra of the clean iridium surface and those obtained upon dosing
ethylene at 820 and 1270 K. In the Ir 4f7/2 spectrum of the clean surface
(panel (a)), the bulk component at 60.86 eV and the surface component
can be distinguished; because of the reduced coordination of first-layer Ir
atoms respect to the bulk, the surface component moves to lower binding en-
ergy. The measured SCLS is of -545 meV, in good agreement with previous
determinations [32] and with our theoretical result of -550 meV.
After exposure to ethylene at 820 K (panel(b)), the C 1s spectrum
presents a dominant component at about 284.1 eV, but the tails at higher
and lower binding energies indicate the presence of inequivalent carbon
species on the surface that interact differently with the underlying iridium
substrate. The Ir 4f7/2 spectrum, on the other hand, shows a reduced sur-
face component and a new feature at about -240 meV respect to the bulk
component appears, due to the first-layer Ir atoms interacting with C atoms.
At the highest temperature (1270 K, panel (c)), the C 1s spectrum con-
sist of a single, narrow peak (≈ 250 meV, full width at half maximum)
indicating that a well ordered graphene layer was obtained. This result is
confirmed by the LEED pattern that, together with the spots of the clean
Ir(111) surface, shows those due to the graphene lattice and the extra spots
of the moire´ superstructure (fig. 8.8), in agreement with the results reported
in the literature [21, 24].
The Ir 4f7/2 spectrum corresponding to the surface covered by the graph-
ene layer, reported in the upper part of panel (c), is very similar to that of
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Figure 8.7: High resolution Ir 4f7/2 and C 1s spectra of the clean Ir(111) sur-
face (a), after saturation with ethylene at 820 K (b) and 1270 K (c). All the
spectra were acquired at room temperature.
the clean iridium surface, with a measured SCLS of -535 meV. This result is
quite surprising, since it is well known that a small amount of impurities on
the sample surface induces substantial variations in the spectral position and
the line-shape of the surface component in a transition metal core level. In
this case, at the contrary, we found that the presence of the large amount of
carbon, revealed by the C 1s spectrum, leaves the iridium spectrum substan-
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Figure 8.8: LEED pattern of the clean Ir(111) surface (a) and of the graph-
ene/Ir(111) system (b). In panel (b) the spots due to the Ir atoms and those due
to the honeycomb lattice of carbon atoms are outlined. The other diffraction spots
surrounding these two are related to the presence of the incommensurate moire´
superstructure.
tially unchanged. We can see how, in this way, photoemission spectroscopy
provides a direct indication that the interaction between graphene and the
Ir(111) surface is very small: any modification of the electronic properties
due to charge transfer between graphene overlayer and iridium substrate, to
surface hybridization or core-hole screening, in fact, are expected to produce
significant and measurable SCLSs.
This result is further corroborated by the DFT calculations of the Ir 4f7/2
binding energy in presence of the graphene layer. Because of the corruga-
tion of graphene, first-layer Ir atoms are in principle not all equivalent. To
compare experimental and theoretical SCLS, we therefore computed this
quantity for two different Ir atoms, one right below a carbon atom (in the
hcp region of the moire´ unit cell) and one below the centre of an hexagon of
carbon atoms (atop region; refer to sec. 8.1 for a detailed description of the
regions within the moire´ unit cell). The calculated values for the SCLSs are
of -551 and -549 meV, respectively, in very good agreement with the exper-
imental findings. This result definitly confirms that the graphene overlayer
does not affect the iridium surface appreciably.
Still, the surface morphology and the electronic properties of the incom-
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plete graphene layer are not clear. The evolution of the C cluster-substrate
interaction that, from a situation with inequivalent carbon adspecies dif-
ferently interacting with the substrate (as depicted in fig. 8.7, panel (b)),
leads to the formation of a complete graphene layer, almost not interacting
with iridium (panel (c)), is the subject of another series of investigations
described below.
From carbon clusters to graphene
To understand the interaction of C clusters with the Ir substrate prior to the
formation of a perfect graphene layer, we monitored in situ the evolution of
C 1s and Ir 4f7/2 spectra during preparation with the two methods denoted
above as TPG and CVD. These two procedures are known to produce carbon
islands with different morphologies, as seen in STM images [27]: while using
CVD method the clusters grow exclusively at step edges because of rapid
carbon diffusion and occupation of preferred configurations, in the case of
the TPG procedure flat carbon islands formation takes place also on terraces.
In the first set of experiments (TPG method) the iridium surface was
first saturated with ethylene at 300 K, then an annealing series at increas-
ing temperatures was performed in the range 770–1270 K. Photoemission
spectra were acquired at room temperature after each annealing step. The
C 1s and Ir 4f7/2 spectra obtained for this first procedure are reported in
fig. 8.9.
The presence of three different components at 284.12 eV (CA), 283.94 eV
((CB)) and 283.61 eV ((CC)) in the C 1s spectra reflects the presence of
inequivalent carbon species that behave differently upon increasing temper-
ature. While CA and CC remain always at the same binding energy and
their intensity is just reduced, CB increases in intensity, becomes narrower
(indicating that the surface is becoming more ordered) and moves progres-
sively towards higher binding energy to end up at 284.10 eV, the same value
measured for the graphene layer (see panel (a) of fig. 8.10). The analysis of
the peak intensities reveals that the decrease of CC corresponds to the in-
crease of (CA+CB) (fig. 8.10 (b)). In the following discussion this behaviour
will be explained as due to changes in the morphology of carbon clusters.
The Ir 4f7/2 core level spectra reported in the right panel of fig. 8.9
present the bulk component together with that of the clean (or, better,
graphene covered) surface and a third, broad peak in between due to a new
first-layer population of iridium atoms which strongly interact with carbon
clusters. Upon increasing the annealing temperature, this extra peak dimin-
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Figure 8.9: C 1s (left panel) and Ir 4f7/2 (right panel) spectra acquired after
annealing at different temperatures the Ir(111) surface satureated with ethylene at
300 K. The spectra were measured at 300 K. The different spectral componenets,
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Figure 8.10: (a) Evolution of binding energy and gaussian width of the CB spectral
component individuated in the C 1s core level spectra. (b) Evolution of the intensity
of the three spectral components as a function of the annealing temperature. Note
how the decrease of CB intensity (dark red open circles in the graph) is paralleled
by the increase of (CA +CB) (black open circles).
ishes in intensity and undergoes a progressive shift: the corresponding value
of the SCLS changes from -225 meV at 770 K to -390 meV at 1270 K.
For the second series of experiments we used the CVD procedure: we
dosed ethylene with the molecular beam on the iridium surface at three dif-
ferent temperatures: 820, 970 and 1270 K. During the exposure, C 1s core
level spectra were measured using the fast snapshot acquisition mode de-
scribed in detail in sec. 4.1.6; the acquisition time was set to 400 ms/spectrum.
Panels (a), (b) and (c) in fig. 8.11 report a selection of real-time photoemis-
sion spectra of the C 1s core level during exposure of Ir(111) to ethylene
at 820, 970 and 1270 K, respectively. Panels (d), (e) and (f) display the
evolution of the intensities of the spectral components; the intensity of the
single component is normalized to the value of the total intensity of the C 1s
peak at saturation.
As for this second procedure is concerned, the most significant results
arise from the real-time data of the C 1s spectra measured during ethylene
uptake at 820 K shown in panel (a) of fig. 8.11: the sequence of spectra
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Figure 8.11: (a)(b)(c) Selection of real-time C 1s spectra acquired during ethylene
exposure at 820, 970 and 1270 K, respectively. The spectra were acquired in snap-
shot mode; the counting time was set to 400 ms. (d)(e)(f) Corresponding trends of
the C 1s spectral components. The inset in panel (d) is a zoom showing the trend
of CS intensity during the first 100 s of ethylene exposure.
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can be fitted with the same three components used for the analysis of the
annealing experiment, plus a fourth component at 283.35 eV, denoted as CS,
which is compatible with the existence of carbon atoms at the step edges of
the iridium crystal. The inset in panel (d) of fig. 8.11 shows a zoom of the
behaviour of CS in the first 100 s of ethylene uptake. The CS component
grows immediately at the beginning of the exposure, which is compatible
with a mechanism where carbon atoms, highly mobile at 820 K, occupy first
the most preferred sites at the step edges. With further ethylene dose, the
CS intensity decreases, most probably because carbon atoms at the steps are
included in the graphene layer, that is known to grow on top of the steps,
as observed in STM measurements [27].
In order to eventually exclude the role of the ethylene pressure on the
results obtained from the molecular beam experiments, the uptake at 820 K
was performed also dosing ethylene from ambient pressure, ranging from
1 × 10−9 to 5 × 10−7 mbar. In this case the evolution of the C 1s and the
Ir 4f7/2 spectra was followed using the “Time Resolved” acquisition in the
standard sweep mode (refer to chapter 4 for an explanation of the different
acquisition procedures included in the software).
As can be seen in panels (a) and (b) of fig. 8.12, no substantial differences
in the evolution of C 1s spectra can be appreciated with respect to the series
reported in fig. 8.11.
The results of the Ir 4f7/2 series are reported in panels (c) and (d) of
fig. 8.12. Here the vertical lines denote the vertical position of the three
components used to fit the spectra: besides the Irbulk and the Irsurface com-
ponents (black and blue line, respectively), a third peak between the two,
IrC (green line), is present. The binding energy of IrC moves towards lower
values with increasing coverage, to end up close to Irsurface at saturation.
The evolution of this iridium component is analogous to that found for the
Ir 4f7/2 extra peak in the case of the annealing experiment (see fig. 8.9). In
panel (d) of fig. 8.12 the evolution of the intensities of these three spectral
component is reported as a function of ethylene exposure. The intensity
of the single components is normalized to the value of Irsurface of the clean
surface. Upon increase of the exposure, the Irsurface decrease is accompa-
nied by the IrC increase, while Irbulk decreases because of C adsorption and
graphene formation on the surface.
As far as dosing ethylene at higher temperatures is concerned, it can
be observed that throughout the series displayed in panels (b) and (c) of
fig. 8.11 the C 1s line-shape consist of a single component from the be-
ginning of the uptake process. This important result suggests that when
ethylene is dosed above 970 K the graphene layer begins to form even at low
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Figure 8.12: (a) Selection of real-time photoemission spectra of the C 1s core level
during ethylene exposure on Ir(111) at 820 K. Acquisition time is 9 s/spectrum.
(b) Evolution of the intensity of C 1s spectral components as a function of ethylene
exposure measured in Langmuir. (c) Selection of real-time photoemission spectra
of the Ir 4f7/2 core level during ethylene exposure at 820 K. Acquisition time is
10 s/spectrum. (d) Evolution of the intensity of Ir 4f7/2 spectral components as a
function of ethylene exposure.
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coverage. At the contrary, the results obtained at 820 K indicate that at
this temperature, in the whole coverage range till saturation the interaction
between Ir substrate and C islands remains rather large if compared with
the ordered graphene layer.
The photoemission spectroscopy results outlined so far evidence that the
C-Ir system presents remarkable differences in cluster-substrate interaction
arising at different growth temperature and carbon coverage. In order to
shed light on the origin of these behaviours, we performed DFT calcula-
tions that follow the evolution of carbon cluster morphology with cluster
size. Since honeycomb rings (HR) can be considered the graphene buiding
blocks, we identified the size of the clusters by means of the number of HR
they are formed of. Clusters constituted of 1, 3, 7 and 19 HR have been
mapped, containing an overall number of 6, 13, 24 and 54 carbon atoms,
respectively. Fig 8.13 shows the structural models obtained for the four
clusters simulated. In fig. 8.13 (a) the structure of a single honeycomb ring
is depicted. Its geometry is quite simple: the C atoms sit in bridge sites
between two adjacent Ir atoms, forming a planar cluster with C-Ir distance
of 1.62 A˚ and the symmetry axes oriented along the [101] direction of the
underlying iridium surface.
The increase of the number of honeycomb rings has drastic effects on
cluster morphology. The cluster with 3 HR (fig. 8.13 (b)) abandons the
flat configuration and bends upwards, assuming a dome-like shape. In this
configuration the central C atom is at distance of 2.53 A˚ from the iridium
surface and only the C atoms at the periphery of the island remain close to
the Ir substrate. This bending process is accompanied by a rotation of the
symmetry axes by 11◦. For larger cluster sizes the unsticking process goes
further on: the top C atoms for clusters containing 7 and 19 HR move apart
by 2.63 and 3.13 A˚, respectively. At the same time the cluster undergoes
further rotation, approaching the value of 30◦ of the final graphene layer.
To relate theory and experiments we computed Ir 4f7/2 and C 1s core
level shifts for some of the clusters represented in fig. 8.13 and compared
them with experimental results. For clusters consisting of 1 and 7 honey-
comb rings we calculated the CLS for representative iridium and carbon local
configurations, labeled Iri (i = 1, . . . , 5) and Cj (j = 1, . . . , 4) in fig. 8.13.
In the case of a single carbon ring (panel (a)), Ir1 and Ir2 present a
SCLS of -325 and +498 meV, respectively. The absence in the experimental
spectra of Ir 4f7/2 components with binding energy larger than the bulk
value, suggests that this local configuration is not present. In the case of a
cluster consisting of 7 HR (panel (c)), SCLSs for Ir3, Ir4 and Ir5, result to be
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Figure 8.13: Calculated structural models of the carbon clusters formed by 1 (a),
3 (b), 7 (c) and 19 (d) honeycomb rings. The different Ir and C local configurations
for which CLSs have been computed are indicated (see text). The distance of the
central C atoms from the iridium substrate as well as the orientation of the cluster
with respect to the [101] direction of Ir(111) are also shown.
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-551, -132 and -270 meV, respectively. This finding indicates that even for
a very small carbon island the interaction of the Ir atoms placed just below
the centre of the dome (Ir3) is very small, being the SCLS the same found for
the clean Ir(111) surface and the graphene/Ir(111) system. Only the iridium
atoms directly bonded with the carbon atoms at the cluster edge strongly
interact with carbons, and present SCLSs that fall in the binding energy
region of the broad extra component resulting from the fitting procedure of
the Ir 4f7/2 spectra showed in fig. 8.12 (c).
For the 7 HR cluster, the core level shifts of C2, C3 and C4 atoms
have been calculated with respect to the C1 configuration. This last carbon
species, in fact, as demonstrated by the Ir3 SCLS value mentioned above,
appears to be in a configuration very close to that of the final graphene layer,
so that it represents a good reference for the estimation of binding energy
shifts. The values obtained for the CLSs of the three carbon configurations
within the cluster are +268, -348 and -439 respectively. The comparison
with experimental results allowed us to distinguish three types of carbon
atoms:
- carbon atoms sitting at the periphery of the clusters, bonded to other
two carbon atoms (C3 and C4), show a negative CLS, as for CC (see
fig. 8.9;
- carbon atoms bonded with three carbon atoms and directly bonded to
the periphery atoms (C2) show a positive CLS, as for CA;
- the atoms at the centre of the clusters, in configurations very similar
to that of the final graphene layer, originate the CB component in the
C 1s spectra.
The close correspondence of experimental and theoretical core level shifts
suggests that while growing, the carbon clusters remain strongly bonded
to the substrate only at the periphery (CC atoms) as a result of the C 2p
hybridization with the first layer Ir d band. When the annealing temperature
increases, the carbon islands diffuse on the iridium surface and coalesce via
Smoluchowski ripening [27]: this process leads to the formation of larger
clusters and to the consequent decrease of the NP/NT ratio (where NP is
the number of atoms at the periphery and NT is the total number of atoms
in the cluster). This interpretation is in good agreement with the behaviour
reported in the series of C 1s of fig. 8.9: small compact islands with a
large number of atoms at the edge (CC) and near-edge (CA) nucleate to
form large islands at 1270 K. After the annealing at this temperature, the
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relative population of CA and CC species is in the order of 0.1%, i.e. below
our sensitivity limit. The parallel narrowing of the CB component (see
fig. 8.10 (a)) directly correlates with the distribution of C-C distances that
gets narrower and moves towards the 1.421 A˚ value found for graphene.
Figure 8.14: Evolution of the binding energy/atom as a function of the ratio of
carbon atoms at the periphery NP and the total number NT in each carbon cluster.
A further support to our interpretation about the role of atoms at the
cluster edge is given by the graph in fig. 8.14. Here the evolution of the
calculated binding energy/atom in the cluster is reported as a function of
NP/NT for different cluster sizes. The graph displays a remarkable linear
behaviour and indicates once more that the islands are bonded to the sub-
strate mainly with the carbon atoms at the edges. This gives further support
to the importance of the correlation between the bonding interaction of the
cluster and the number of atoms at the periphery.
Conclusions
In the experiments described above, high-resolution photoelectron spec-
troscopy proved to be a powerful tool for a detailed analysis of the electronic
properties and the morphology of the graphene layer grown on the Ir(111)
surface. The energy- and temporal-resolution gained with our new exper-
imental set-up, then, allowed monitoring the initial steps of the graphene
growth on this substrate.
In the first part of the investigation, the weakness of the graphene-Ir(111)
interaction has been definitely confirmed by the analysis of the Ir 4f7/2
spectra for the clean iridium surface and for the graphene/Ir(111) system.
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The second series of real-time experiments, in combination with theoretical
calculations, showed that the transition from carbidic carbon clusters to
a low interacting graphene layer proceeds via formation of dome-shaped
carbon nano-islands which interaction with the iridium substrate takes place
only at the cluster edge.
The understanding of the new mechanism of cluster formation outlined
in this section, which results in nanosized non-interacting carbon regions,
can be considered the starting point for rationally designing and preparing
graphene-based nanoscale devices.
8.3 Band dispersion in the C 1s core level of
graphene
The assumption that only the external valence electrons partecipate in the
bonding of atoms is at the base of our understandig of the solid state. When
several atoms are brought together into a molecule, the external electrons
are involved in the chemical bondings through the formation of molecular
orbitals with a discrete set of allowed energy levels. In the case of solids,
the Schro¨dinger equation is solved by means of Bloch waves, leading to the
following electronic wave function:
Ψnk(r) = eik·runk(r) (8.7)
where unk(r) is a function with the same periodicity of the crystal lattice and
k is the wave vector, related to the momentum of the electron. In this case
the available energies depend on k that, in turn, can assume values within
the First Brillouin Zone of the corresponding reciprocal lattice. This leads
to the well-known energy band dispersion E(k) in solids. Angular resolved
photoemission spectroscopy (ARPES) can be effectively used to map band
dispersion.
Electrons in the deep core states, on the other hand, are expected not
to partecipate in the bonding of solids, and thus not to show any band-like
dispersion. This assumption is of fundamental practical importance for the
interpretation of photoemission results: as already discussed in sec. 2.4 and
exploited in all the experimental results presented in this thesis, large part
of the information that can be obtained with this technique is related to the
fact that the precise value of the core level binding energy depends on the
chemical environment of the emitting atom, but is tacitly assumed that it
has a single, well-defined energy, i.e. it does not show any dispersion.
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Partially contradicting the well-established model of interatomic bonding
in solids, in this section I will report the observation of a sizeable band-like
dispersion of the C 1s core level in graphene. The dispersion is observed as
an emission-angle dependent binding energy modulation. In the following
discussion it is shown that under appropriate conditions only the bonding or
anti-bonding states can be observed. Finally, it will be outlined how a very
similar dipersion is obtained by theoretical calculations performed within
the tight-binding framework, further supporting our experimental findings.
8.3.1 Experimental and computational details
The graphene film on Ir(111) was prepared in situ by repeated cycles of
ethylene dosing at 300 K and subsequent annealing to 1470 K, which ensures
the formation of a long-range ordered layer [25]. In section 4.2 I have pointed
out that the novel experimental set-up supports angular-resolved acquisition
in “Sweep Mode” and in “Fixed (or Snapshot) Mode”. Both of these two
acquisition methods were used in the experiments described below in order
to obtain the photoemission angular distribution for different photoelectron
kinetic energies. Fast angular scans (“Fixed Mode”) were measured at hν =
500 eV and hν = 600 eV: the acquisition of 420 C 1s spectra that fill 1/3
of the emission hemisphere took less than 30 minutes. At the other photon
energies larger number of spectra were acquired in “Sweep Mode”: 1300
spectra at hν = 350 eV, 820 at hν = 400 eV and 2270 at hν = 700 eV. Such
scans took several hours to be completed.
For the analysis of the data all the spectra taken at one photon energy
were first aligned to the Fermi level of the Ir substrate, then they were
fitted with the same line shape parameters, but the binding energy was left
free in the fit. The actual peak fits were made using the Doniach-Sˆunjic´
line profile (refer to sec. 2.3.2) with a Lorentzian width of 130 meV, an
asymmetry parameter of 0.093, a Gaussian width depending on the photon
energy and a linear background. Actually, we observed a small variation
of the lineshape over the entire data set taken at any given photon energy.
However, a good fit to all the spectra can be obtained with a single set
of parameters describing the line shape. Arbitrariness in the exact values
of these parameters induces a small uncertainty in the absolute degree of
binding energy modulation of about 5 meV.
As already pointed out in sec. 2.5, in order to analyze angular depen-
dent measurements the results need to be compared with theoretical cal-
culations that take into account also multiple scattering processes. The
photoemission intensity calculations reported in the following section were
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performed with the program package for Electron Diffraction in Atomic
Clusters (EDAC) [33]. The photoemission intensity at each emission angle
was calculated as the incoherent sum of the intensities for the two atoms
in the graphene unit cell. The simulations were performed on a flat, free-
standing graphene layer. The lattice parameter was set to 2.466 A˚. The
influence of the underlying Ir(111) substrate, that of small changes of the
lattice parameter, as well as that of a relatively small corrugation of the
graphene layer with moire´ periodicity was tested and no significant changes
were found in the diffraction patterns.
The experimental results on the band-like dispersion of the C 1s core
level have been supported with thoretical calculations performed within a
tight-binding model. Numerical simulations were performed in collaboration
with the group of Prof. Ph. Hofmann of Interdisciplinary Nanoscience Cen-
ter (iNANO) of the University of Aarhus (Denmark). In the tight-binding
approach the electronic wave functions in a solid are approximated as a
superposition of wave functions for isolated atoms located at each atomic
site. When atoms are placed in a crystal, however, the atomic wave func-
tions overlap adjacents atomic sites; as long as electrons are assumed to be
tightly bound, the overlap is small and the interactions between different
atomic sites can be treated as perturbations.
8.3.2 Results and discussion
Fig. 8.15 illustrates significative examples of the binding energy modulations
we found for the C 1s core level. Each panel shows a group of spectra taken
at a fixed polar emission angle θ as a function of the azimuthal emission
angle φ. Clear shifts of the peak position can be observed. In panel (f) a
comparison between the spectrum taken at normal emission and one taken
at θ = 25◦ makes the binding energy variation even more evident.
From the fitting procedure, binding energy values of the C 1s core level
were obtained for all the spectra in each azimuthal scan: fig. 8.15 (g) shows
the binding energy modulation as a function of the azimuthal angle for the
polar scans reported in panels (a)–(e); the markers in the plots correspond
to the spectra displayed in those panels. Strong changes are evident: the
largest binding energy difference spans a range of ≈ 60 meV. The periodicity
of the modulations is of ≈ 60◦, compatible with the six-fold symmetry of
the graphene lattice.
In order to analyze the intensity variations of the photoemission peak,
we calculated the modulation function for each polar emission angle. The
modulation function is defined as (I(θ, φ) − I0(θ))/I0(θ), where (I(θ, φ) is
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Figure 8.15: (a)–(e) C 1s photoemission spectra taken at a photon energy of
400 eV, for fixed polar emission angles θ in each panel but at different azimuthal
emission angles φ. All the spectra are normalized to the same height and shown as
a group plot, such that binding energy variations become evident. (f) Comparison
of the spectrum taken at θ = 0◦ and one taken at 25◦. The lines are the fits through
the data points. (g) C 1s binding energy modulation displayed as a function of the
azimuthal angle. The markers correspond to the spectra reported in the previous
panels. The green horizontal line marks the binding energy at normal emission.
The binding energy uncertainty is smaller than 10 meV. (h) Intensity variation of
the C 1s peak as a function of azimuthal angle. The curves are shifted vertically
for clarity.
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the peak intensity of the C 1s spectrum acquired at the corresponding az-
imuthal and polar angles, and I0(θ) is the average value of the intensity
computed for each azimuthal scan. In fig. 8.15 (h) strong modulations can
be observed, caused by photoelectron diffraction effects in the final state
(see sec. 2.5). Although the intensity variations follow the point symme-
try of the graphene lattice, they are not correlated with the binding energy
modulations reported in panel (g): the main structures, in fact, are in phase
for some polar emission angles and out of phase for others.
Fig. 8.16 shows the complete data set acquired over many polar and
azimuthal angles and at different photon energies. It is important to note
that since a good fit to all the spectra is obtained with a single spectral
component using always the same parameters, we can exclude the existence
of unresolved components: in this case, in fact, their intensities would mod-
ulate differently, changing the shape of the peak.
The left panel of the figure shows the resulting intensity modulation
function (color) compared to the simulation for a flat, free-standing layer
of graphene (grayscale). Note that no artificial symmetry was imposed on
the data: the experimental modulations are as symmetric as they appear
and the excellent agreement with the calculated values greatly enhances our
confidence in the data analysis.
The right panel of the figure displays the binding energy modulations as
a function of k‖, the wave vector component parallel to the surface, which
is the only relevant wave vector for a two-dimensional system like graphene.
As the portion of the reciprocal space covered by the experiment increases
at higher photon energies, a periodic pattern becomes clearly visible which,
however, does not coincide with the reciprocal lattice mesh. Firstly, we can
note that at the origin (k‖ = (0, 0)) the binding energy is at its global max-
imum value for all the photon energies. Other local maxima can be found
at the next-nearest neighbor reciprocal lattice points, and experiments at
600 and 700 eV show that this occurs again at the next-nearest neighbors
of these latter points. Interestingly, at all the other reciprocal lattice points
the binding energy takes its minimum value. We can summarize these re-
sults describing the periodic pattern with two complementary sublattices:
the binding energy is at its maximum value at all the points connected by
vectors that are
√
3 times longer than the primitive vectors and rotated by
30◦, and it is at its minimum value at all the other reciprocal lattice points.
The observed binding energy variations can be explained by several dif-
ferent mechanisms. A first explanation contemplates the presence of several
unresolved components from carbon atoms in chemically inequivalent envi-
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Figure 8.16: Left panel: stereographic projection of the photoemission intensity
modulation as a function of emission angle for scans taken at different photon
energies. The colored fraction of the disk are the data, the greyscale part is a
calculation of the expected intensity. Right panel: The corresponding binding
energy variations obtained from the peak fitting. Note that these variations are
shown as a function of the wave vector parallel to the surface rather than emission
angle. The green crosses correspond to the reciprocal lattice points of graphene,
i.e. to the Γ points.
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ronments: the relative intensity between these features could change due to
photoelectron diffraction effects and thereby mimic a peak shift. This ap-
pears highly unlikely in the present case, not only because of the excellent
agreement with the intensity calculation for a single component (evident in
the left panel of fig. 8.16), but also because a peak shift of the observed mag-
nitude would essentially require a complete supression of peak intensities in
certain directions: this is actually quite unrealistic in the case of intensity
modulations due to photoelectron diffraction effects. It would also be very
unlikely for such a mechanism to lead to a binding energy modulation which
is periodic in reciprocal space.
The second possible explanation is the recoil effect that follows directly
from the momentum conservation principle. For photoelectrons with kinetic
energy up to some keV, the momentum of the electron is much larger than
that of a photon with the same energy, so that the final momentum of the
emitting atom is mostly due to momentum transfer from the photoemitted
electron. In this way part of the photoelectron’s energy is used to excite
lattice vibrations, resulting in an overestimation of the binding energy. This
effect has been reported for the C 1s level of graphite [34] in hard X-ray
photoemission experiments (HAXPES), with photon energy in the 6–8 keV
range. In this case, in fact, the recoil effect is of considerable size, several
hundred meV, but its magnitude should be insignificant for the low energies
used here. Another argument against this explanation is that recoil effects
are not expected to lead to any periodic modulation.
The third possibility is an initial state effect: a band-like dispersion of the
C 1s core level. The simplest picture that we can imagine for this situation
consist in the formation of a σ-type band between the 1s states of the two
atoms in the unit cell of graphene (see fig. 8.2). Fig. 8.17 (a) shows a tight-
binding calculation of such a band. The absolute binding energy and the
band width are arbitrarily chosen to mimic those observed experimentally;
this does not invalidate the results, since it is well known that with this
kind of calculations the absolute values for the energy levels are not reliable
results. The dispersion shown in the figure presents two bands with the
highest energy separation at Γ and degeneracy at the K point of the two-
dimensional Brillouin zone. In the following these two bands will be referred,
somewhat loosely, as the bonding and the anti-bonding band.
At a first sight, also this hypothesis appears not to be compatible with
the experimental data we collected. The dispersion of fig. 8.17 (a) would
imply the presence of two components in the C 1s peak at Γ but only one
at K; this would result in a single, narrow C 1s peak at K and a broad,
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Figure 8.17: (a) Result of a tight-binding calculation for a σ-type band formed
from the C 1s core states in graphene. The bonding (blue) and anti-bonding (red)
bands are degenerate at K and show the highest splitting at Γ. The inset shows the
Brillouin zone of graphene. (b) and (c) Calculated photoemission intensity from all
the anti-bonding and bonding states, respectively. The grey-scale is chosen such
that bright corresponds to high intensity. The green crosses mark the reciprocal lat-
tice of graphene and the green hexagon the first Brillouin zone. (d)–(f) Calculated
photoemission intensity from the states in the binding energy windows indicated
by the small circles in (a). Note the similarity of the emission pattern from the
bonding states in (d) with the positions of maximum binding energy in the right
panel of fig. 8.16.
or even split, peak at Γ. As pointed out above, on the other hand, the
almost identical peak shape for all emission directions appears to rule out
this scenario. Another discrepancy with experimental data arises from the
fact that the σ-band should be periodic in reciprocal space, e.g. the peak
position and width should be the same at all Γ points. According to the
right panel of Fig. 8.16, this is not the case either. Most of the Γ points
marked in the figure appear close to either a maximum or a minimum in the
binding energy but clearly the observed periodicity is not the same as that
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of the reciprocal lattice.
The hypothesis of band dispersion can, however, be reconciled with the
experimental data by taking into account a peculiar interference effect al-
ready studied in detail for the valence band of graphite and graphene [35, 36].
This effect is caused by the presence of two atoms in the unit cell of graph-
ene: in the most simple picture this interference can be interpreted as a type
of Young’s double slit phenomenon in which the two atoms in the unit cell
act as electron sources.
Figures 8.17 (b) and (c) represent the results of the calculated photoe-
mission intensities for all the anti-bonding and all the bonding states. These
calculations clearly illustrate the strength of the interference effect: in the
first Brillouin zone, for instance, emission from the anti-bonding states is
entirely suppressed, while it is intense from the bonding states. In the
neighboring zones it is the other way round. The emission intensities for
smaller energy windows at the top of the anti-bonding band, at the bottom
of the bonding band, and just below the Dirac point at K are displayed in
fig. 8.17 (d), (e) and (f), respectively. In the case of states below the Dirac
point (panel (f)), the constant energy contour shows a triangular shape, as
expected for the non-linear dispersion away from K. The photoemission
intensity around this triangular contour shows strong variations which are
caused by the interference effect and very similar to the results obtained for
the valence pi-band of graphite and graphene [35, 36].
The intensity variations reported in fig. 8.17 (b) and (c) suggest that
the interference effect should be even more stronger for emission from the
bottom of the bonding band and the top of the anti-bonding one at the Γ
point: from fig. 8.17 (d) and (e) it is evident clearly seen that the intensity
variations of the two bands are opposite to each other: for some Γ points
only the bonding band is observed, for others only the anti-bonding band.
In particular we note that at normal emission only the bonding band is vis-
ible. This phenomenon can be easily explained: for the bonding band the
wave functions centered on the two atoms in the unit cell emit in phase and
this band is observed. For the anti-bonding wave function, the two atomic
wave functions emit out of phase, thus suppressing the photoemission.
The presence of this interference effect reconciles the hypothesis of a
σ-band formation with the data. First of all, it explains the fact that the
peak shape is very similar for all emission directions. For emission near K,
in fact, the peak is narrow because of the degeneracy of the bands at K;
at the Γ points the peak is also narrow, in contrast to naive expectation,
because it does not show both the bonding and the anti-bonding bands but
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rather only one of them at every given Γ point. The interference explains
also the apparently incorrect periodicity of the band dispersion in reciprocal
space. Due to this effect, in fact, not all Γ points are equivalent, because one
either observes emission from the bonding or from the anti-bonding band.
The binding energy modulation patterns reported in fig. 8.16 are in perfect
agreement with the calculated photoemission intensity for the bonding band
displayed in fig. 8.17: the highest binding energy value, in fact, corresponds
to emission from the lower part of the bonding band.
The fact that only the bonding or the anti-bonding state is ever observ-
able for a given emission direction permits a simple estimate of the maximum
bonding/anti-bonding energy difference in graphene: its size corresponds di-
rectly to the difference of observed binding energies at inequivalent Γ points.
Combining all the available data from Γ points showing either the bond-
ing or the anti-bonding band, we evaluate the size of the splitting to be
60 ± 10 meV. In the case of an incomplete extinction of one of the peak
components, we would underestimate the true degree of dispersion. Such
an incomplete extinction should, however, also be observable as a change of
the peak shape.
A final consideration can be made by comparing the measured bind-
ing energy difference to the size of the bonding/anti-bonding splitting of
the molecular orbitals in small carbon-containing molecules such as ethine
(C2H2, C-C distance of 1.2 A˚, splitting of 105 meV [37]) and ethylene (C2H4,
C-C distance of 1.34 A˚, expected splitting of 20–30 meV [38]). Assuming
that the matrix element for hopping between the core electrons on the two
carbon atoms depends exponentially on the C-C distance and that the size of
the splitting scales linearly with the number of nearest neighbors, from the
splitting values of C2H2 and C2H4 we would extrapolate a total bandwidth
of ≈ 30 meV for graphene, somewhat smaller than found experimentally.
8.3.3 Conclusions
In conclusion, we have shown that the interaction between neighboring
atoms in graphene is sufficiently strong to induce the formation of a σ-band
derived from the carbon 1s state.
Apart from the fundamental importance of these results for the local-
ization of deep core levels in solids, a dependence of the core level binding
energy on the emission angle can have implications for the interpretation
of high-resolution core level data from graphene, graphite and related ma-
terials. The absolute magnitude of the binding energy variation observed
here, in fact, is appreciable compared with usual chemical shifts and could
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easily be interpreted incorrectly. For instance, an apparent shift of the C 1s
peak as a function of polar emission angle might be mistaken for signs of a
surface core level shift in graphite because of the higher surface sensitivity
achievable with off-normal emission. From the complete data set, however,
we concluded that the reported binding energy dispersion is inconsistent
with the observation of multiple C 1s components.
Additionally, the existence of two atoms in the unit cell gives rise to
interference effects in the photoemission process. These lead to a strong
suppression of either the bonding or the anti-bonding band for different
emission directions, such that the absolute size of the splitting could be
determined from the binding energy modulation throughout the entire data
set.
Finally, the fact that we can choose to observe only the bonding or only
the anti-bonding state under certain conditions opens a unique opportunity
for detailed as well as time-resolved studies of bonding in solids.
8.4 Transition metal clusters on graphene
Clusters have peculiar properties respect to the corresponding bulk mate-
rials. Their structural, electronic, magnetic and optical properties change
with size, and also new properties can be revealed due to quantization ef-
fects that are not present neither in the isolated atoms nor in the bulk phase.
All possible applications related to the nanometric-size-dependent properties
of the clusters contemplate the use of supported nanoclusters, i.e. cluster
deposited on a solid surface which can influence their properties.
From this point of view, a good choice of the support appears of funda-
mental importance, and studies focused on the cluster-support interaction
gain much attention. The exceptional properties of graphene (as described
in sec. 8.1) make this material an intriguing support for nano-clusters:
its mechanical strength and the well known chemical inertness of graphite
should prevent graphene from deteriorating under conditions of use, while,
on the other hand, the characteristic electronic structure and charge trans-
port mechanism could make this support an active element in adding new
functionalities to the supported cluster system.
Let’s consider how an ideal nano-cluster system should be: since the
cluster response depends upon the cluster size, monodispersed cluster ar-
rays would be the optimal choice (studies on magnetic properties of Co
clusters [39] and on catalytic properties of Au clusters [40] are just two ex-
emples of this approach); moreover, a regular array of clusters would be
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desirable, so that the identical environment of each cluster would produce a
uniform response to an external stimulus. Such systems can be useful, e.g.,
for data storage (giving the possibility to address a single magnetic cluster)
or for applications in catalysis (the response of the system would be the
additive superposition af all single cluster effect, being, at the same time,
characteristic of a cluster of a well defined size and environment).
The moire´ pattern formed by a graphene layer grown on the Ir surface
(described previously in sec. 8.2) provides a unique template for the for-
mation of ordered cluster superlattices. First STM studies on Ir clusters
deposited on the graphene/Ir(111) surface, showed that the presence of the
moire´ cells allows the nucleation of the metal ad-particles in a regular array
with a cluster size distribution, much narrower than that obtained on flat
supports [20].
Figure 8.18: STM image (500×500 A˚2) of a cluster superlattice obtained after
deposition of 0.10 ML od Ir on a graphene flake grown on the Ir(111) surface [20].
Experimental and theoretical works [20, 41] pointed out that, in presence
of metal deposits, C-C bonds rehybridize from sp2 to sp3 at specific locations
within the moire´ unit cell, and in between the Ir substrate and the deposited
clusters. Rehybridization is possible where locally the carbon rings are cen-
tered around a three-fold coordinated hcp or fcc site (the hcp and fcc regions
introduced in sec. 8.2). Here three of the six C atoms sit directly over an
Ir surface atom and rehybridization results in a tetrahedral geometry with
strong dimond-like carbon-metal bonds, so that every other C atom binds
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either to an Ir surface atom below it or to a metal adatom above. Recent
STM investigations reported the possibility to prepare highly ordered su-
perlattices with rhenium, gold and iron clusters deposited at 90 K, and with
iridium, tungsten and platium also at room temperature (300 K) [23].
Within this scenario we decided to use photoemission spectroscopy to
investigate the morphology and the electronic structure of gold, platinum
and rhodium clusters deposited on the graphene/Ir(111) surface.
8.4.1 Gold clusters on graphene/Ir(111)
Experimental details
The deposition of gold clusters was obtained by evaporating Au atoms in
front of the sample. The evaporator consisted in a gold coated tungsten
filament that was resistively heated up to gold evaporation temperature.
During the experiments, three different amounts of gold were evaporated
on the graphene surface held at 30 K: keeping the evaporation conditions
constant (i.e. using the same filament current and setting the same filament-
sample distance) gold was evaporated for 120, 210 and 480 s. An estimation
of the amount of gold deposited during each avaporation can be obtained
by comparing the photoemission intensity of Au 4f7/2 and Ir 4f7/2 levels.
By taking into account the inelastic scattering events experienced by the
electrons in passing from the deeper layers to the surface before leaving
the sample, it is possible to calculate the attenuation of the signal using a
mean-free-path model. The characteristic attenuation length depends on the
material that has to be passed through and on the electron kinetic energy
and is well approximated by the model developed by Tanuma, Powell and
Penn [42]. Assuming that each single moire´ cell is occupied by a Au cluster, a
rough estimation of the average number of atoms per cluster can be deduced.
t(s) coverage (ML) atoms/cluster
120 0.055± 0.015 4± 1
210 0.12± 0.03 9± 2
480 0.24± 0.04 19± 3
Table 8.1: Estimation of the Au coverage on the graphene surface after evapora-
tion. The evaluation of the average number of atoms per cluster is based on the
assumption that every moire´ cell of the graphene layer hosts a Au cluster.
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Figure 8.19: Series of C 1s spectra acquired after annealings at increasing
temperatures. Au coverage is 0.24 ML. The spectral componenets obtained
from the fitting procedure are also indicated.
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The resulting values are summarized in table 8.1.
After Au deposition at 30 K, the sample underwent several flash an-
nealings at increasing temperatures up to 1440 K in order to investigate
the cluster evolution with temperature and test their thermal stability. Af-
ter deposition and after each annealing, spectra of the Au 4f7/2, C 1s and
Ir 4f7/2 core levels were acquired, as well as valence band.
Results and discussion
Fig. 8.19 shows the series of C 1s spectra acquired at the highest Au cov-
erage. Two small components at high binding energy can be distinguished
only up to 300 K and their shifts relative to the main component are of
160 meV and 720 meV: these values are compatible with those found, with
ab initio simulations and photoemission measurements, for amorphous car-
bon samples that present an intermediate sp2/sp3 hybridization [43]. The
two components are probably due to C atoms bound to a Au cluster that are
also more strongly bonded to the Ir substrate. This interpretation appears
reasonable, if we consider that first-principles calculations indicate that the
adsorption of a cluster on a moire´ cell substantially deforms the graphene
geometry and influences the electronic structure as far as several cells from
the cluster boundary.
The intensity of the two extra components decreases with temperature;
at the same time the intensity of the main component increases. This be-
haviour suggests that the clusters are undergoing a morphological transfor-
mation which results in a conversion of initially perturbed C atoms in atoms
with an electronic configuration absolutely similar to that of the clean graph-
ene surface. This is compatible with a cluster aggregation picture where the
average cluster size is increasing and their interaction with the underlying
graphene layer is becoming weaker because of the formation of strong metal-
metal bonds. From the reported spectra it is also possible to appreciate a
progressive shift of the main component towards lower binding energy with
increasing temperature, resulting in an overall shift of 80 meV at 740 K. This
effect could be related to a long-range perturbation due to the increased di-
mension of the clusters: small clusters strongly interact with the substrate
giving raise to strong local perturbation, while the effect of larger clusters
is less pronounced but is extended to a larger region of the support.
The analysis of Au 4f7/2 core-level spectra reported in fig. 8.20 evidences
two unambiguous trends: the decrease of the spectral lineshape width is
paralleled by a reduction of the overall photoemission intensity. These trends
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Figure 8.20: Series of Au 4f7/2 photoemission spectra obtained after annealings
at increasing temperatures
are compatible with a situation where the large number of small clusters
obtained after Au deposition at low temperature (presenting Au atoms in a
broad distribution of inequivalent configurations) evolves in the formation
of larger 3D aggregates with a consequent decrease of the photoemission
intensity due to the screening effect on the signal arising from inner atoms.
After the annealing to 400 K two spectral components separated by
350 meV can be distinguished. In order to explain this behaviour we need
to consider that for relatively large clusters the highly packed facets (such as
(111) and (100)) are expected to form because of their lower internal energy
and entropy respect to disordered or stepped micro-facets. This argument
points towards assigning the higher binding energy component as due to
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bulk-like Au atoms, meanwhile the lower one is related to the presence of
ordered surfaces. This interpretation is strongly corroborated by the work
of Heinmann et al. on Au single crystals, where a surface core level shift of
-350 meV is found for the (111) surface respect to the bulk [44], in perfect
agreement with our findings. Above 400 K, thus, the presence of the surface
component in the Au 4f7/2 spectra suggests the formation of well ordered
Au clusters, with a morphology very similar to that observed in STM images
after annealing at temperature higher than 300 K, when the average cluster
size increases to more than one hundred atoms [23]. STM images of gold
clusters grown on graphite also show large and flat facets corresponding to
(111) and (100) surfaces [45].
Figure 8.21: STM image of a Au cluster on graphite (10×10 nm2). Cluster height
is 2.5 nm. Facet area is 47 nm2. From [45].
By analysing the Ir 4f7/2 core level after the avaporation of 0.24 ML of
gold at 30 K, it becomes evident that the bulk and surface components are
not sufficient to describe accurately the spectra: the strong modulation of
the fit residual can be adjusted only with the introduction of a third spectral
component. The line-shape of this additional feature has been fixed to be the
same of the surface one: in fact, since at low temperatures we can confidently
exclude intercalation processes, the assignement of the extra component as
due to Ir surface atoms interacting with above C atoms appears reasonable.
The modified environment due to C atoms that, in turn, interact with the
above Au clusters, induces a binding energy shift of +160 meV for Ir atoms
in correspondence of the adparticles respect to those below an unperturbed
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Figure 8.22: Series of Ir 4f7/2 photoemission spectra obtained after deposition of
0.24 ML of Au and annealing at the indicated temperatures.The spectral compo-
nents obtained from the fitting procedure are also represented.
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graphene region (surface component).
In fig. 8.22 the evolution of the three spectral components of the Ir 4f7/2
core level is summarized for the 0.24 ML deposition: upon annealing, an
increase of the surface component is observed, parallelled by a decreased
intensity of the extra component that definitly disappears at the threshold
temperature (440 K). This behaviour confirms the interpretation of the C 1s
spectra: large gold clusters formed after annealings above the threshold
temperature interact very weakly with the graphene/Ir(111) surface and
show a morphology trend comparable to that observed in the case of a
graphite support (see fig. 8.21).
A further confirmation of the weak interaction between large Au clusters
and graphene comes from the valence band spectra (see fig. 8.23). The σ
and pi bands of unperturbed graphene, found at binding energy of 21.2 eV
and 7.6 eV respectively, gain intensity with increasing annealing tempera-
ture, corresponding to increasing cluster size.
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A final set of annealings was devoted to the investigation on the thermal
stability of the gold clusters. In the temperature range between 440 K
and 1040 K, the Au 4f7/2 spectra present an approximately constant bulk
component, limited by the attenuation due to the mean-free-path effect,
while the surface intensity decreases monotonically to about the 60% of
the initial value. This variation suggests that gold clusters are undergoing
aggregation processes leading to important changes in their morphology:
small flat clusters tend to coalesce forming larger 3D particles so that the
surface-to-volume ratio decreases.
The spectra reported in fig. 8.24 illustrate the behaviour of the clusters
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Figure 8.24: Au 4f7/2 spectra after high-temperature annealings. The overall
decrease of intensity and the disappearance of the bulk component can be appreci-
ated.
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at temperatures above 1040 K. Going from 1040 K to 1440 K the Au bulk
component almost disappers and the surface intensity is halved. The re-
duction of the cluster bulk can be explained either by the desorption of Au
atoms or by their intercalation below the graphene layer followed, eventually,
by the diffusion in the Ir bulk. The absence of extra spectral components
related to the formation of an Ir-Au alloy, and the very low value (-1.2 eV)
of the segregation energy for the Au solute in the Ir host [46] tend to exclude
the latter hypothesis.
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Figure 8.25: Desorption spectra for mass 197 a.m.u. as a function of temperature
during the heating ramp. The TPD experiment was repeted twice and both curves
are reported on the graph in order to underline the repeatibility of the result.
In order to obtain a final confirmation of the desorption of Au atoms
from the surface, a temperature programmed desorption (TPD) experiment
was performed. After deposition of 0.22 ML of Au on the graphene at
240 K (the coverage was evaluated by comparison of the Ir and Au core
level intensities as described at the beginning of this section), a programmed
temperature ramp was started and the mass spectrometer signal for mass
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197 a.m.u. (the Au atomic mass) was recorded as a function of temperature.
As can be inferred from fig. 8.25, Au desorption begins at 1070 K and,
after the maximum of the intensity at 1130 K, at 1180 K all the Au atoms
have desorbed from graphene. This measurement is a direct proof of the
desorption of single Au atoms from the graphene surface and explains the
reduced intensities of bulk and surface spectral components after annealings
above 1040 K.
8.4.2 Platinum clusters on graphene/Ir(111)
Experimental details
Platinum atoms were evaporated by heating a Pt filament in front of the
sample. The sample was cooled at 30 K by means of a cryostat filled with
liquid He. In order to explore the behaviour of the system as a function
of the cluster size, three different evaporation times were used (30, 60 and
120 s) which correspond to three different amounts of Pt on the surface.
The corresponding coverage and extimated cluster size are summarized in
table 8.2. The evaluation of the coverage, as described for the Au clusters,
is based on intensity ratio between the Ir 4f7/2 and the Pt 4f7/2 peaks.
t(s) coverage (ML) atoms/cluster
30 0.04± 0.01 3± 1
60 0.07± 0.01 6± 1
120 0.14± 0.03 11± 2
Table 8.2: Estimation of the Pt coverage on the graphene surface after evapora-
tion. The evaluation of the average number of atoms per cluster is based on the
assumption that every moire´ cell of the graphene layer hosts a Pt cluster.
The experiment focused on the temporal evolution of the clusters at
30 K, i.e. on the diffusion and nucleation processes that lead from single
Pt adatoms to the formation of dimers and, subsequently, larger aggregates.
The high flux of SuperESCA beamline and the detection efficiency of the
new analyser/detector system allowed the acquisition of real-time series of
well resolved Pt 4f7/2 spectra with a time interval of 30 seconds between
each spectrum: measurements were performed at liquid He temperature
immediately after Pt deposition. When the investigated system was finally
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Figure 8.26: Temporal evolution of Pt 4f7/2 spectra acquired at 30 K, corre-
sponding to 0.04 ML (left panel) and 0.14 ML (right panel) of Pt coverage. The
time-ticks indicate the temporal scale of the observed cluster evolution; the delay
between platinum evaporation and spectra acquisition, necessary for placing the
sample in the correct position, has been taken into account.
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stabilized, as judged from the Pt spectra, C 1s and Pt 4f7/2 spectra were
also measured with better statistics.
Results and discussion
Fig. 8.26 reports the evolution of the Pt 4f7/2 spectra for coverages corre-
sponding to 0.04 and 0.14 ML, i.e. the smaller and the larger amount of Pt
deposited on graphene during the experimental session. During data analy-
sis, we decided that the most reasonable approach to obtain quite good fits
without introducing a large number of degrees of freedom was describing
the spectra by means of only two components at 71.52 and 70.56 eV respec-
tively. It is worth noting that the line-shape of the two spectral components
is quite different if compared with that obtained for Pt(111) and Pt(100)
surfaces [47, 48], the main diffrence being the widths of the two peaks that,
in this case, are larger than those found for the single crystal surfaces. The
origin of this difference can be ascribed to: (i) an increase of the Gaussian
width due to distinct vibrational properties of the clusters respect to the
single crystals; (ii) an increase of the lorentzian width due to a shorter life-
time of the hole in the ionized state in the clusters; (iii) an inhomogeneous
broadening due to the presence of unresolved structural components due,
e.g., to clusters nucleated in different positions of the moire´ lattice. This
latter consideration, actually, warns that the subdivision of the Pt atom
population in only two categories may be really a strong approximation.
However, the trend in the two series reported in fig. 8.26 is pretty clear:
the spectral weight moves from the low-binding energy component to the
high-binding energy one. Considering that, due to their lower coordination
number, single atoms are expected to present lower binding energy, and tak-
ing into account the published results for the Ir clusters [41], the low binding
energy component of the Pt spectra can be assigned to single adatoms that
easily diffuse on the graphene surface (even at 30 K) forming larger clusters.
This interpretation is in agreement with bond strength considerations: the
binding energy for the Pt-Pt bond is larger than that for Pt-C one, while,
at the same time, the diffusion barriers for transition metals on graphite
are known to be quite small, allowing single adatoms reaching the most
favorable configuration that maximize the number of Pt-Pt bondings.
Let’s consider the temporal trends for the two populations in the case
of the two Pt coverages shown in fig. 8.26. By reporting the intensities of
the two spectral components in a graph as a function of time (fig.8.27), and
fitting the trends with an exponential function (f(t) ∝ e− tτ ) it becomes
evident that the transition form low to high binding energy species is faster
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nents of the Pt 4f7/2 spectra, for 0.04 ML (open circles) and 0.14 ML (filled circles)
Pt coverage. Black lines are the corresponding fitting functions.
at lower coverage: the resulting time constants, in fact, are τ = 280 s and
τ = 1050 s for the case of 0.04 ML and 0.14 ML coverage, respectively.
This result underlines an unexpected behaviour of Pt adatoms diffusion
on the graphene surface. A possible picture for the investigated system that
could explain this peculiar effect is the following. At low coverage, the Pt
adatoms diffuse rapidly on graphene and form larger aggregates that, above
a certain threshold dimension, present a reduced mobility, at least at the
temperature of our experiments; due to the small amount of Pt deposited on
the surface, the number of such large clusters is limited. At higher coverage,
the number of large clusters that can be formed is substantially larger, even
if several single Pt adatoms can be found on the surface: the presence of the
larger Pt aggregates that deform the graphene lattice could strongly change
the diffusion barrier for the adatoms slowing down, in this way, the diffusion
and aggregation process.
In order to obtain a more correct evaluation of the number of atoms per
cluster, it is worth building a simple model for cluster nucleation, assuming
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that all the atoms in a moire´ cell aggregate in a single cluster. This model
can be applied when the probability for a Pt atom to diffuse in a moire´ cell
different from the one it has been deposited is negligible, and results in a
Poisson distribution of the number of atoms per cluster, P (n) = nn!e
−n [20],
where n is the average value of the distribution. Because of the high mobility
of single atoms and dimers on graphene, the Poisson distribution with n =
1 does not describe correctly the average number of atoms per cluster at
equilibrium in the case of 0.01 ML coverage. Actually, this coverage has been
studied by N’Diaye et al. by means of scanning tunneling microscopy [23]
for Ir clusters on graphene at 390 K: these measurements reveal that clusters
nucleate only in one moire´ cell every 4.3 and are constituted by an average
value of 4.5 atoms. A similar situation could happen for the 0.04 ML Pt
coverage described in this section: if cluster nucleation takes place only in
a fraction of the moire´ cells, the average Pt atoms/cluster could be higher
than 3.
C 1s and Ir 4f7/2 spectra were also acquired after the real-time measure-
ments described above, when equilibrium was reached. As can be seen in
fig. 8.28, the C 1s main spectral line moves towards higher binding energy
with increasing coverage. Two components at +750 and +160 meV also
appear, while the intensity of the main peak decreases. The line-shape and
the binding energy values of the two extra components are very similar to
those found in the case of Au clusters (sec. 8.4.1). The shift towards higher
binding energy of the main line may be explained as due to a charge transfer
from the metal clusters to the graphene lattice.
The surface models in fig. 8.28 represent the inequivalent configurations
of the carbon atoms that occur upon cluster adsorption; these differences
account for the C 1s spectral components obtained from the fitting proce-
dure:
• (A) carbon atoms of the unperturbed graphene;
• (B) average perturbation of the carbon atoms due to the delocalized
charge transfer from the Pt clusters; this effect influences the whole
graphene layer;
• (C) carbon atoms near a Pt cluster feel only a weak perturbation
resulting in a shift of +160 meV;
• (D) carbon atoms directly coordinated with Pt clusters present a more
significant shift of +750 meV.
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Figure 8.28: C 1s core level spectra for different platinum coverage. The spectra
were acquired immediately after platinum evaporation at 30 K. The models reported
in the insets illustrate the different configurations of carbon atoms that originates
the observed spectral components (See text).
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Figure 8.29: Ir 4f7/2 core level spectra for different platinum coverage. The
spectra were acquired immediately after platinum evaporation at 30 K.
Ir 4f7/2 spectra shown in fig. 8.29 present a behaviour very similar to
that observed in the case of Au clusters. The surface component shows
a reduction that goes from 2.9% to the 6.3% for the highest Pt coverage.
These values are related to the fraction of Ir surface atoms perturbed by the
presence of Pt clusters.
A simple model which contemplates only planar Pt islands, so that the
surface density of perturbed Ir atoms should be directly proportional to
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the density of deposited Pt atoms, does not fit the experimental data: in
fact, while at 0.04 ML the 2.9% of the Ir atoms is perturbed, at 0.14 ML
the perturbed fraction of Ir atoms is only 6.3%, indicating that clusters
reorganize in two or more layers even at this low Pt coverage. However,
recent experimental [20] and theoretical [49] works show that Ir clusters
should be planar if made by less than 25 atoms at 30 K; moreover, another
experimental paper [23] states that Pt tends to form wider islands with less
atomic layers than Ir. The indications on the morphology of Pt islands are,
thus, controversial and additional investigations are needed.
8.4.3 Rhodium clusters on graphene
Experimental details
Rhodium atoms were obtained from a Rh filament resistively heated effect.
The amount of deposited rhodium investigated in these photoemission ex-
periemnts ranges from low- to medium-coverage, obtained by evaporating
the metal during periods of 60, 120 and 240 s. The corresponding coverages
and the average number of Rh atoms per cluster have been extimated from
the intensity ratio between the C 1s and the Rh 3d5/2 core levels and are
reported in table 8.3. Rh 3d5/2, C 1s and Ir 4f7/2 spectra were acquired im-
mediately after deposition at 30 K and after each annealing up to 1140 K.
t(s) coverage (ML) atoms/cluster
60 0.09± 0.02 8± 2
120 0.17± 0.03 15± 3
240 0.37± 0.06 33± 6
Table 8.3: Estimation of the Rh coverage on the graphene surface after evapora-
tion. The evaluation of the average number of atoms per cluster is based on the
assumption that every moire´ cell of the graphene layer hosts a Pt cluster.
Results and discussion
The C 1s series of spectra acquired for the highest coverage shows well
defined trends. The fitting procedure results satisfactory with three compo-
nents at 284.10, 284.29 and 284.59 eV respectively. As already seen for gold
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Figure 8.30: Series of C 1s spectra acquired after annealings at increasing temper-
atures. Rh coverage is 0.37 ML. The spectral components obtained from the fitting
procedure are also indicated.
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and platinum, the feature at the highest binding energy can be assigned to
C atoms that re-hybridize when bondings are formed with Rh atoms in the
clusers or with Ir atoms in the substrate. As can be noted in fig. 8.30, this
component is indeed evident just after deposition at 30 K. After the first
annealings at 100 and 200 K, the spectral weight already moves from the
highest binding energy component to the main line at 284.10 eV. A third
component at 284.29 eV also appears. The evolution described above indi-
cates that the higher the annealing temperature is, the larger is the number
of graphene atoms recovering the unperturbed configuration, while the sig-
nal of the C atoms directly interacting with the clusters diminishes. This
behaviour can be due to an aggregation process of the Rh atoms: at high
temperature larger clusters are formed which interact more weakly with the
underlying graphene layer.
Rh 3d5/2 spectra, reported in fig. 8.31, show an overall decrease of the
signal intensity at higher temperatures. This is probably due to the increased
screening effect and is compatible with the cluster aggregation hypothesis.
More in detail, spectra measured immediately after the deposition process
and after the annelings at 100 and 200 K are characterized by a single, broad
component that suggests the presence of a broad distribution of inequivalent
Rh atoms, i.e. with different electronic configurations. This can be due to
(i) inequivalent adsorption sites; (ii) differences for Rh atoms settled in
the same adsorption sites, but in different regions of the moire´ cell; (iii)
a broad distribution of Rh interatomic distances, which is expected when
small clusters with various morphologies are present on the surface. It is not
possible to exclude, however, an effect due to different vibrational properties
and final-state effects for Rh atoms in different configurations.
After the annealing at 300 K, three distinct components begin to be dis-
tinguished: the most intense signal at 306.67 eV and the two minor features
at 307.09 and 306.36 eV respectively. Taking into account the typical mor-
phology of supported clusters, which usually present close-packed surfaces
[(111) and (100)] and a bulk structure very similar to that of a single crys-
tal, the spectral component at highest binding energy can be assigned to the
bulk Rh atoms (ncoord = 12), the intermediate component at -420 meV to
the cluster surfaces (ncoord = 9) and, finally, the feature at the lowest binding
energy (-730 meV) to atoms positioned at cluster edges, which present an
even lower coordination number (ncoord ≤ 7). In the inset in fig. 8.31 an ideal
Rh cluster is schematized where surface and edge atoms are highlighted.
The above interpretation is based on a previous analysis of the Rh 3d5/2
core level measured for single adatoms and dimers deposited on Rh(111) and
Rh(100) surfaces and verified with ab-initio simulations [47]. That work is
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Figure 8.31: Series of Rh 3d5/2 spectra acquired after annealings at increasing
temperatures. Rh coverage is 0.37 ML. Above 300 K, the spectral components ob-
tained from the fitting procedure are also indicated. The model of rhodium cluster
represented in the inset summarizes the assignement of the spectral components.
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Figure 8.32: Rh 3d5/2 core level shifts as a function of the effective coordination
number of the emitting atom [47]. The red and yellow lines indicate the shift
measured for rhodium clusters deposited on graphene/Ir(111).
summarized in fig. 8.32, where the core-level shifts are plotted as a function
of the effective coordination number. In the graph, the shifts found in the
present work for the Rh clusters are also reported, in order to compare
them with the previous results. It is important noting that the effective
coordination number takes into account also structural relaxation effects in
the neighbourhood of the emitting atom: since in nanometer-sized clusters
the interatomic distances are generally shorter than those measured in bulk
crystals, cluster atoms show larger effective coordination number than single
crystal atoms with a corresponding real coordination number.
As for the temperature dependence, the bulk and edge components do
not change significantly going from 300 to 640 K, while the surface intensity
decreases in a way compatible with a picture where small clusters aggregate
forming larger ones. In fact, when large clusters are formed, the increased
number of bulk atoms is balanced by the enhanced screening effect, due to
the increased average height of the clusters, leaving the bulk intensity sub-
stantially unaltered. On the other hand, the diminished number of surface
atoms is merely a geometric effect when the dimension of the clusters in-
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Figure 8.33: Series of Rh 3d5/2 spectra acquired after annealings in the tempera-
ture range 740–1140 K. Rh coverage is 0.37 ML. The spectral components obtained
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creases.
The annelings at temperatures above 940 K resulted in very interesting
effects, evidence that a substantial transformation is taking place. The three
distinct spectral components previously identified in Rh 3d5/2 spectra are
not observed after annealing at 1040 K (fig. 8.33). The main photoemission
line of the C 1s core level (fig. 8.34) at 284.10 eV is replaced by a feature
at 284.29 eV; at the same time a broad and intense component appears at
284.93 eV. In the Ir 4f7/2 spectra, on the other hand, the surface component,
only slightly affected by the presence of rhodium clusters on the graphene
layer up to 940 K, loses about 60% of its intensity and shifts towards lower
binding energy by an amount of about 100 meV.
All these elements can satisfactory fitted in a picture where the Rh clus-
ters intercalate below the graphene layer:
• After intercalation, Rh atoms come in direct contact with the Ir sur-
face atoms; the Rh-Ir interaction, that appears to be much stronger
than the graphene-Ir one studied in sec. 8.2, strongly modifies the irid-
ium surface , leading to the reduction of the corresponding spectral
component. On the other hand, the bulk component does not change
significantly, so that an explanation based only on the screening effect
would not be satisfactory.
• The significant modification in the line shape of the C 1s core level
can be explained as due to graphene strongly interacting with the un-
derlying rhodium islands; after intercalation, in fact, at least part of
the graphene layer sits on Rh atoms. The strict correspondence with
C 1s line shape measured in the case of a graphene layer grown on the
Rh(111) substrate (fig. 8.36, panel (a)) supports our interpretation.
The high binding energy feature has been assigned by Preobrajenski
et al. to C atoms at the top of the moire´ corrugation, while the low
binding energy component is due to the lower parts of the graphene
layer strongly bonded to the rhodium substrate [24]. Slight differ-
ences among the two reported spectra are probably related to the fact
that the intercalated Rh layer is not complete, since the maximum Rh
coverage we dealt with, and for which spectra have been reported in
fig. 8.36, is only 0.37 ML. It is also possible to note an overall intensity
increase of the C 1s core level after annealing at 1040 K: this is due
to the fact that after intercalation the electrons photoemitted by C
atoms do not undergo any screening effect.
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Figure 8.34: Series of C 1s spectra acquired after annealings in the temperature
range 740–1140 K. Rh coverage is 0.37 ML. The spectral components obtained from
the fitting procedure are also indicated.
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Figure 8.35: Series of Ir 4f7/2 spectra acquired after annealings in the temperature
range 740–1140 K. Rh coverage is 0.37 ML. The spectral components obtained from
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• By observing that the Rh 3d5/2 does not decrease and by taking into
account the low segregation energy for Rh atoms in an Ir host, we
can exclude the formation of a Rh-Ir alloy. The disappearance of
the surface component in the Rh 3d5/2 line shape can be explained
by considering that when rhodium intercalates below graphene, the
surfaces of Rh islands interact with the graphene overlayer. If we
compare Rh 3d5/2 spectrum with that obtained in the case of graphene
grown on Rh(111) (fig. 8.36, panel (b)) we can appreciate the good
agreement between the positions of the Rh 3d5/2 components that can
be identified in the two systems, except for the bulk component that
is completely lacking in the case of intercalated rhodium. This last
observation suggests that the intercalated Rh atoms form thin two-
dimensional islands, which prevents Rh atoms from reaching bulk-like
coordination.
8.4.4 Conclusions
The experiments described above are good examples of how photoemission
spectroscopy can be successfully applied to the detailed analysis of morphol-
ogy and electronic properties of supported transition metal clusters. These
properties, in turn, play a fundamental role in determining the chemical
behaviour of the system under investigation.
In the case of gold clusters deposited on graphene, we found that ordered
three-dimensional clusters with well defined facets are formed. Moreover, we
discovered that above 1040 K Au atoms begin to evaporate from the sample
surface, establishing a thermal limit for the system stability.
In the experiments focused on platinum clusters, we observed a high
mobility of single Pt adatoms on the graphene surface even at 30 K. The
diffusion process leads to the aggregation of Pt atoms: the resulting clusters
induce a long range perturbation of the graphene layer that reduces the
adatom mobility.
In the case of graphene supported rhodium clusters, the line shape of
Rh 3d5/2 core level spectra suggests the formation of three-dimensional clus-
ters: the high energy resolution measurements allowed the identification of
the spectral components due to ordered facets and edges in the clusters.
Annealings at temperatures above 1040 K induces the intercalation of Rh
atoms between the graphene layer and the iridium substrate.
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Figure 8.36: Comparison of C 1s (a) and Rh 3d5/2 (b) core level spectra measured
for rhodium clusters on graphene/Ir(111) after annealing at 1140 K with those
obtained in the case of a graphene layer grown on the Rh(111) surface.
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Appendix B
Abbreviations
AFM Atomic Force Microscopy
ARPES Angular Resolved PhotoElectron Spectroscopy
BE Binding Energy
CVD Chemical Vapour Deposition
CL Core Level
DFT Density Functional Theory
ER Eley-Rideal reaction mechanism
ESCA Electron Spectroscopy for Chemical Analysis
FWHM Full Width at Half Maximum
GIXS Grazing Incidence X-ray Scattering
HAXPES Hard X-ray PhotoElectron Spectroscopy
IMFP Inelastic Mean Free Path
LEED Low Energy Electron Diffraction
LH Langmuir-Hinshelwood reaction mechanism
PES PhotoElectron Spectroscopy
SCLS Surface Core Level Shift
SEM Scanning Electron Microscopy
SPA-LEED Spot Profile Analysis - Low Energy Electron Diffraction
STM Scanning Tunneling Microscopy
TEM Transmission Electron Microscopy
TM Transition Metal
XPD X-ray Photoelectron Diffraction
XPS X-ray Photoelectron Spectroscopy
UHV Ultra-High Vacuum
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